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PREFACE 


In less than a decade the operational amplifier made the transition from 
analog computer subassembly to universal analog component. It did 
so because of its outstanding versatility in performing electronic func- 
tions. This versatile amplifier is now a basic gain element somewhat 
like an elegant transistor. 

During this transition, the operational amplifier was applied to per- 
form a multitude of electronic functions, and familiarity with such appli- 
cations greatly simplifies the task of the analog circuit designer. By 
adapting appropriate applications to his specific requirements, the circuit 
designer is able to quickly develop precise, simplified circuits. Many 
of the early operational amplifier applications were made available for 
design reference in the Burr-Brown Handbook of Operational Amplifier 
Applications. A more recent and expanded set was published in the 
McGraw-Hill/Burr-Brown book Operational Amplifiers: Design and 
Applications. | 


1G. E. Tobey, J. G. Graeme, and L. P. Huelsman, Operational Amplifiers: Design and 
Applications, McGraw-Hill Book Company, New York, 1971. 


X Preface 


However, circuit designers continue to envision new roles for the 
operational amplifier, and a new generation of applications developed 
as the operational amplifier technology matured. This book was writ- 
ten to supplement the second book cited above by providing an engineer- 
ing reference for the current applications, most of which were previously 
unpublished. Once again, an effort has been made to produce a prac- 
tical reference from which a circuit designer can adapt applications. 
Rather than being just a collection of circuits or theoretical analyses, this 
book covers the operation, pertinent design equations, error sources, 
and relative merits of each circuit.. With this information each general 
circuit presented can be modified for an individual requirement. 

The applications of this book are divided into six chapters, beginning 
with general techniques for effectively using operational amplifiers, fol- 
lowed by general-purpose applications and then some special-purpose 
circuits. In Chapter 1 some of the more subtle characteristics and inter- 
relationships of operational amplifier performance are described to aid 
the user in optimizing the performance of operational amplifiers. This 
includes means for predicting and controlling thermal drifts, gain error, 
and noise, as well as means for protecting against overloads. Techniques 
for further improvement of operational amplifier performance are pre- | 
sented in Chapter 2. With these techniques, it is possible to increase 
input impedance, isolation impedance, voltage swing, and output cur- 
rent. In addition, applications which produce differential outputs and 
true differential inputs are described. 

Treatment of the electronic functions performed with operational 
amplifiers is given in the remaining four chapters. Chapter 3 covers 
some advances in integrators, differentiators, current sources, logarith- 
mic amplifiers, multipliers, and active filters. Additional general-pur- 
pose circuits are described in Chapter 4 for signal processing functions 
such as comparators, multiplexers, clamps, absolute-value circuits, sam- 
ple-hold circuits, and rms-to-dc converters. In Chapter 5 signal genera- 
tors are presented which produce sine waves, square waves, triangle 
waves, ramp trains, pulse trains, and timed pulses. In most cases the 
characteristics of the generated signal are determined by a few com- 
ponents external to the operational amplifiers. More specialized cir- 
cuits which perform some end function are covered in Chapter 6. These 
include circuits for transistor testing, measurement, control, audio, and 
automatic gain control. Following this chapter is a glossary of terms 
related to operational amplifiers and their applications. 
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OPTIMIZING OPERATIONAL AMPLIFIER 
PERFORMANCE 


Operational amplifiers perform many electronic functions in instrumen- 
tation, computation, and control. The widely diverse applications of 
these analog building blocks demand a similarly broad range of perfor- 
mance characteristics. As aresult, a general specification of characteris- 
tics overlooks performance subtleties important to various applications. 
Furthermore, many characteristics display complex relationships with © 
other characteristics or application conditions. Such operational ampli- 
fier behavior often defies straightforward characterization. A variety 
of these more subtle characteristics and complex relationships are de- 
scribed in this chapter to aid in optimization of operational amplifier 
circuits such as those discussed in the following chapters. Specifically, 
the characteristics described here are those often encountered in opti- 
mizing dc, ac, noise, and overload performance. 


1.1 Preserving DC Performance 


Other than voltage gain, the primary determinants of operational ampli- 
fier dc performance are the input characteristics. Most notably, the 


] 
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input offset voltage, input bias currents, and input offset current and 
their respective thermal drifts are major sources of dc error. Application 
conditions affect the associated errors, but sometimes with predictable 
relationships which permit avoidance of further dc error. This is the 
case for the offset voltage thermal transient response, the offset voltage 
drift created by nulling the offset, the thermal drift of the input currents, 
and stray leakages. 


1.1.1 Thermal transient response of input offset voltage The thermal 
drift specified for input offset voltage characterizes the steady-state off- 
set as a function of temperature. It does not include the transient offset 
variations which occur during warm-up or during rapid temperature 
changes. As a result, an offset voltage can easily undergo changes well 
above those anticipated from the specified drift. Warm-up drift is gen- 
erally related to the thermal drift characteristic, as the amplifier power 
dissipation merely raises the temperature of the amplifier above the 
ambient temperature. However, if this dissipation creates nonuniform 
heating of the amplifier, thermal gradients which produce additional 
drift are established. Thermal gradients also result from rapid ambient 
temperature changes or from thermal shock. These gradients represent 
temperature differentials between matched components. Most often 
the greatest effect of a temperature differential occurs between matched 
transistors, where it disturbs the delicate but precise balance of emitter- 
base voltage drifts or gate-source voltage drifts in differential stages. 
Very little difference in temperature is needed to disturb the 8 uV/°C 
match of a 2,000 wV/°C emitter-base voltage drifts. 

The resulting offset voltage transient responses under warm-up and 
thermal shock are illustrated in Fig. 1.1. Both responses place limita- 


Thermal Shock 
Transient 


Warm-up Transient Thermal Drift 


a. ae 


t 
Fig. 1.1 Input offset voltage transients occurring after turnon 
or after a rapid temperature change can add greatly to the 
changes from ordinary thermal drift. 
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tions on the operating conditions of the operational amplifier if dc per- 
formance is to be carefully preserved. To avoid errors from the warm- 
up transient, the circuit should not be used until the transient has passed. 
Depending upon the amplifier thermal mass, this transient usually lasts 
from 1 to 5 min in free air. However, the transient is commonly equiv- 
alent to an amplifier drift of only 5 to 10° C, and the associated drift may 
not be significant in circuits intended for wide temperature range opera- 
tion. The transient response to thermal shock limits the permissible 
rate of change in the amplifier temperature in low-drift applications. 
When the rate of change exceeds the rate at which the amplifier mass 
can change uniformly, thermal gradients which develop errors above the 
anticipated drift error result. The length of the thermal shock transient 
varies from 10 s to several minutes, depending upon the uniformity and 
size of the thermal mass. 

Monolithic integrated-circuit operational amplifiers have thermal 
masses which are highly uniform and very small, and they provide the 
shortest thermal shock transient responses. However, the thermal re- 
sponse characteristics of the monolithic types introduce one additional 
transient error. With its high thermal conductivity and low thermal 
mass, the monolithic chip readily conducts heat from dissipation at its 
output to its sensitive input. This thermal feedback introduces input 
offset voltage changes with load current variations accompanying Signal 
swings. In addition to creating error, these input voltage changes can 
override summing junction signal changes to give an appearance of in- 
finite open-loop gain or negative output resistance. Careful amplifier 
layout avoids thermal gradients caused by thermal feedback so that the 
thermal shock transient will only be due to the change in chip tempera- 
ture. The response then resembles the warm-up drift, which can last 
from several seconds to several minutes. All the various thermal tran- 
sients are reduced by heat-sinking the amplifier. 


1.1.2 Drift effects of input offset voltage nulling © Almost every operation- 
al amplifier has a provision for nulling the input offset voltage. How- 
ever, most of the recommended null techniques add significant offset 
voltage drift. Correction of dc error in an operational amplifier circuit 
can then degrade its temperature sensitivity. A typical bipolar transistor 
amplifier with a 1 mV offset and 3 uV/°C drift will acquire an additional 
3 uV/°C drift component when its offset is nulled. This added drift 
term may have the same or the opposite direction as the original ampli- 
fier drift, so that the net offset drift can either increase or decrease. In 
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fact, if the offset voltage nulled is all due to the one stage compensated, 
the drift is also nulled.1 However, in almost all multistage operational 
amplifiers no one stage accounts for all significant offset voltages. As a 
result, drift will often be degraded by the offset null. 

Offset voltage null is most commonly achieved by supplying a correc- 
tion current to one side of a differential stage, as in Fig. 1.2. Correction 
current I, unbalances the two emitter currents, as indicated, to develop 
a change in input offset voltage of? 7 


AVos = yA ee fora = 1 


A 
where Yr. — transistor dynamic emitter resistance 


For some amount of AVog the net offset is reduced to zero. However, 
this amount of offset correction exists at only one temperature, since r, 
is highly temperature-dependent. This dependence is expressed in the 
common equation for dynamic emitter resistance of 


aie ROE 
t= 
A ql. 
where K = Boltzmann’s constant 


T = temperature in degrees Kelvin 
q = electron charge 


Then, the offset voltage correction varies with temperature as expressed 


Fig. 1.2 Input offset voltage null 
is commonly achieved by unbalanc- 
ing the currents in a differential 
stage. 
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by 


KT 
AVos — 21. ale 


Consideration of the junction equation reveals the associated change 
in thermal drift for a bipolar transistor input stage to be® 


d(AVos) _ AVos 


dT ~~~ 300° 


where AVos is the offset correction at room temperature. From this 
last expression it is seen that a drift of 3.8 wV/°C is added for each 
millivolt of offset nulled. The above results apply directly to any opera- 
tional amplifier with no emitter degeneration resistors in the first stage. 
Emitter resistors reduce the portion of offset correction that is developed 
on the transistors, and the change in drift above is reduced by the ratio 
of r. to the total resistance in the emitter circuit. 

A more general view of the effects of the offset compensation current 
results from consideration of the differential current unbalance it creates 
in the first. stage. This result is independent of the presence of emitter 
resistors. For a bipolar transistor input operational amplifier it can be 
shown that the drift effect of current unbalance will be?® 


8) he oO I 

—¥2} = (200 uV/° C)log =! 

(S598), (200 uV/ Oe 

This equation is plotted in Fig. 1.8. On this graph it can be seen that 

only a 10 percent current unbalance changes voltage drift by 8 uV/° C. 
Similarly, for an FET input operational amplifier it is found that the 

effect on drift is expressed by? 


dVos\ 2.0mVv/°C V Ibi =v Ino 


dT Cc Ipz 


where Ip; and Ips are near the zero temperature coefficient drain cur- 
rent Ipz. Figure 1.4 displays this result and points out the extreme sen- 
sitivity of FET operational amplifier drift to current unbalance. Note 
that only a 1 percent unbalance results in an 11uV/° C change in drift. 
This sensitivity coupled with the high offset voltages in FET types can 
make the offset null and drift interaction critical. While many FET 
operational amplifiers use other null approaches to avoid this problem, 
some are severely limited by it. It is again found that removing 1mV 
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Fig. 1.3. Input offset voltage drift resulting from current unbalance in a bipolar 
transistor differential stage. 


of offset adds around 3 uV/° C of drift, but the offsets to be nulled are 
often much higher with FET input amplifiers. 


1.1.3 Null techniques with no drift effect To avoid the above offset 
voltage drift created by offset nulling, an offset correction signal with a 
compensating temperature coefficient can be used, or null can be 
achieved by adding a dc input signal. With a bipolar transistor input 
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operational amplifier it is fairly simple to supply a temperature-depen- 
dent offset correction signal that does not disturb offset voltage drift. 
This requires a correction current with a temperature coefficient oppo- 
site to that of r. for the amplifier with no emitter degeneration resistors 
in the above discussion. Since the temperature coefficient of r. is ap- 
proximately opposite to that of a forward junction voltage, the required 


1.05 


All 
a 
a ll 
a 
a al 
PL ZT 
PL 


1.03 


dV fin, —¥1 
ve) ee D1 b2 ; 7 
( dT ) = 2.2mV/°C (=o) wi lo4 + Ine=2lpz 


OZ 


Fig. 1.4 Input offset voltage drift resulting from current unbalance in an FET dif- 
ferential stage. 
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compensation becomes fairly straightforward. A correction current de- 
rived from a junction voltage, such as Vgr, can accurately compensate the 
thermal variation of r., as both characteristics are straight-line functions 
of temperature. This straight-line dependence is illustrated by the com- 
mon expressions 

KT dVpz 
: «qi. dT. 
Both characteristics have temperature coefficients with magnitudes of 
about 0.3%/° C, and their coefficients are of opposite sign, so that their 
effects can be made to cancel. 

An offset control providing such temperature compensation with a 
common type of null provision is given in Fig. 1.5. The offset control 
derives a correction current from the emitter-base voltage of a transistor 
to develop the appropriate temperature coefficient. Biasing current 
from R, divides between Ry, and the transistor as controlled by their 
feedback loop. Current in Rg develops a bias voltage for the transistor, 
and this voltage in turn controls the portion of the biasing current con- 
ducted by the transistor. At equilibrium the current in Rg, will be 
Vpr/Ro. If this current is much greater than the transistor base current, 
then the offset correction current I, is also approximately Vgr/Re, as 
desired. This current is divided by the control potentiometer for offset 


= —2 mV/°C 


voltage adjustment. For those amplifiers with input emitter degenera- 
tion resistors, the same circuit can be used if resistance is added to the 
emitter of the compensation transistor. The appropriate resistance value 
to be added is one which produces a voltage drop equal to that of the 
degeneration resistors in the amplifier. With this addition, the tempera- 
ture coefficient of the correction current is lowered to match that of the 
overall emitter circuit resistance. 


Fig. 1.5 A temperature-compen- 
sating offset correction current is 
derived from emitter-base feed- 
back around a resistor. 
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Fig. 1.6 Input offset voltage null 
in the inverting configuration is 
provided by biasing the noninvert- 
ing input. 


Alternately, offset voltage null can be achieved by adding a dc correc- 
tion voltage as an input signal, rather than by using the amplifier null 
provision. This approach will be illustrated for the basic operational 
amplifier feedback configurations with resistive feedback, although the 
same operation can be achieved with other types of feedback. For the 
inverting configuration, it is simple to null the offset voltage effect with a 
dc input voltage, as shown in Fig. 1.6. Here the noninverting input is 
biased away from ground by a voltage that is equal and opposite to the 
offset voltage. Then the inverting input is at zero voltage level, and no 
input or feedback current results from Vos. 

The analogous null approach for noninverting operational amplifier 
connections is not as convenient. Figure 1.7 illustrates this null tech- 
nique for the noninverting amplifier and the unity-gain-follower connec- 
tions. For the amplifier circuit, a dc correction signal is supplied to the 
feedback network. Offset correction with the follower is achieved by 
passing a de current through a small resistor added in the feedback path. 
The voltage drop on this resistor is set to cancel the effect of Vos. How- 


24+ —— : 
| Ra llRy J Ry 


NONINVERTING AMPLIFIER FOLLOWER 


Fig. 1.7 Simple dc signal nulling of offset voltage in noninverting circuits also alters 
gain. 
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ever, the null circuits affect the voltage gains of these noninverting cir- 
cuits, as demonstrated by their accompanying gain equations. While the 
resultant gain is closely predictable, variations of the null potentiometer 
have an effect on gain. The gain added to the unity-gain follower by 
the null circuit produces a departure from the desired gain of unity of the 
order of 0.03 percent. 

These gain errors due to the offset null circuit can be avoided by in- 
creasing the shunting impedance presented by the null circuit. Simply 
increasing resistor levels is unsatisfactory, as this lowers the available 
compensation current. Instead transistor current sources can be used 
to supply virtually any current level from a high output resistance. For 
both polarities of offset null a bipolar current source is required, as illus- 
trated in Fig. 1.8. Here transistors Q; and Q, are current source-biased 
transistors having cascode collector biases from the FETs Qs», and Qs3. 
Only the difference between the two current source outputs flows in the 
feedback resistor Rg to compensate for voltage offset, and this difference 
is controlled by the null potentiometer. The offset correction is the same 
for a voltage follower with feedback resistance. With the cascode bias 
the signal swing is essentially removed from the bipolar transistor collec- 
tors and impressed on the FET gate-drain junctions, resulting in much 
higher output resistance. The residual swing on the collector-base junc- 
tions is lower than the original signal by a factor of rg.@s,, and the resulting 


Zo > (Ss.rgetell Cya)/28 


Fig. 1.8 Offset voltage null of noninverting amplifiers without 
inducing offset drift or gain error is provided by an adjustable, 
bipolar current source. 
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Ro = R3 + Ra|lRn 


wire 
Roe. ee 


R 
5 of Se 
R,+ Re é. R, (ep — e,) 


Fig. 1.9 Difference amplifier offset voltage null with the basic null circuit 
degrades CMR, and so a separate null amplifier may be desirable. 


null circuit output impedance is 
Zo ae (StVdstc || C,4)/2B 


This results in output impedances of the order of 100 MO. and very small- 
signal shunting and gain error. 

Application of a simple dc signal will also remove offset voltage from 
the difference amplifier circuit, as in Fig. 1.9. Again a dc signal is added 
to alter the bias at the noninverting input; however, the shunting effect 
of the control can seriously degrade common-mode rejection (CMR). 
A very small mismatch between the divider networks connected to the 
two inputs will significantly lower CMR. To preserve a CMR level near 
that of the operational amplifier itself, the null resistor Ry must meet the 
condition indicated. This condition is difficult to meet for the offset 
control range generally needed. Thus, a fixed resistor offset adjustment 
is normally made, followed by a CMR adjustment. For variable offset 
control with high CMR, a follower, shown as Ag, is sometimes added. 
Low output impedance from the follower avoids CMR disturbance. 

Perhaps the most precise means of input offset voltage nulling is an 
automatic control technique, as shown in Fig. 1.10. In this case, the 
offset is automatically nulled on command from a periodic control signal. 
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Fig. 1.10 A switched feedback integrator provides auto- 
matic offset voltage nulling. 


Then any drift or other change in offset voltage will be continually re- 
moved by the null circuit. Basically the null circuit is an integrator that 
is switched into a feedback loop around A; when the input is grounded. 
In this state Ag integrates any nonzero output from A, and supplies an 
input correction signal to restore a zero output level. The integrator 
output then holds at this correction level while A, returns to the signal- 
amplifying mode. During the null cycle Cy holds the most recent output 
voltage for monitor. An analogous offset-removing operation is per- 
formed in chopper stabilization. ® 


1.1.4 Prediction of input current behavior If the thermal drift nature of 
operational amplifier input currents is considered, dc performance can 
often be significantly improved. The most obvious improvement results 
from the similarity of the two input bias currents. Since they are derived 
from matched components, the two currents tend to match, and their 
error effects can be made to cancel. This is commonly achieved by 
balancing the source resistances seen by the two operational amplifier 
inputs, as illustrated in Fig. 1.11. In this circuit a resistor is placed in 
series with the noninverting input, and this equals the parallel combina- 
tion of the resistors connected to the other input. As a result, the ampli- 
fier input currents flow in equal resistances and their effects tend to 
cancel. 

Specifications of the temperature sensitivities of input bias currents 
and the input offset current are commonly given as an average for a 
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Bias Current Error 
= (Ip, ad Ipo)Rz 
For R3 = R,||Re 


Fig. 1.11 Input bias currents produce canceling error vol- 
tages when the resistances of the input current paths are 
balanced by adding Rg. 


specific temperature range. Generally, performance over the upper end 
of the temperature range will be better than that specified. To make 
use of this better current-drift performance, the nature of the drift should 
be considered. Except in amplifiers having added drift compensation, 
the input current drifts of bipolar transistor operational amplifiers are 
associated with transistor beta variations. Since the input bias currents 
are the base currents of the input transistors, they are inversely propor- 
tional to beta. | 

For silicon transistors the beta variation with temperature produces an 
input bias current drift approximated by® 


dlp .. ts = —0.005/°C, T > 25°C 
“3B = CI, (25°C 
dT pee) C = —0.015/°C, T< 25°C 


This result is plotted in Fig. 1.12. From this curve it is obvious that op- 
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Fig. 1.12 Input bias current drifts 
of most bipolar transistor opera- 
tional amplifiers are proportional 
to beta drift. 
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eration in only the higher temperature range would be much less af- 
fected by current drift than operation over.the entire range. Analogous 
observations can be made for the input offset current. Since it is the dif- 
ference between the two input base currents, it is also beta-dependent 
and is approximated by the curve of Fig. 1.12. 


1.1.5 Input guarding The low input currents and high input resistances 
of operational amplifiers permit accurate instrumentation of high resis- 
tance sources. However, stray leakage paths can greatly increase input 
currents and decrease input resistance unless the inputs are guarded. 
Such guarding is generally desirable if stray leakages at the nanoampere 
level are significant. The guard required is simply a conductive ring 
surrounding the input terminals and connected to a low impedance point 
residing atthe same dc and signal levels as the inputs. Leakages are 
absorbed by the low impedance guard ring, and leakage to the inputs is 
avoided by the equipotential bias of the guard and the inputs. Appropri- 
ate guard connections for the inverting and noninverting configurations 
are shown in Fig. 1.18. For the noninverting amplifier, the feedback 
resistors must provide a low resistance to drive the guard. However, 
the resistance seen by the inverting input can be matched to a higher re- 
sistance at the other input by adding R3. | | 


1.2 Preserving AC Performance 


Degradation of operational amplifier circuit performance at high speeds 
can be reduced if the sources of the degradation are identified. Gain 
error from bandwidth limitations can often be decreased by reducing 
phase compensation. Reponse speed can be optimized by choosing an 
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Fig. 1.13 Low impedance guard rings encircling the input terminals 
and tied to a voltage near that of the inputs absorb stray leakages. 
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amplifier on the basis of a variety of characteristics. Input impedance 
loading effects can be accurately anticipated by considering the fre- 
quency-dependent nature of the input capacitance. Each of these topics 
is discussed in this section. 


1.2.1 Optimizing gain accuracy With its high-gain feedback loop an op- 
erational amplifier establishes closed-loop characteristics which are 
primarily determined by the feedback elements themselves. The degree 
to which these elements fix closed-loop characteristics is determined 
by the feedback-loop gain. In general, closed-loop gain characteristics 
deviate from those predicted from the feedback elements by a fractional 
error € equal to the reciprocal of the loop gain,? « = 1/A,. As a result, 
gain accuracy is optimized by maximizing loop gain. To permit this a 
very high open-loop gain is common for an operational amplifier, and 
heavy feedback or high loop gain is then possible. However, the open- 
loop gain developed at direct current typically extends only to about 10 
Hz with amplifiers having unity-gain phase compensation. Gain accura- 
cy above this frequency is, then, increasingly more difficult to attain, 
especially when high closed-loop gains further reduce the feedback-loop 
gain. 

However, for the higher closed-loop gain applications, unity-gain phase 
compensation is not needed, and reduced phase compensation can be 
used to improve the bandwidth of the open-loop gain. Tailoring the 
phase compensation to each application improves gain accuracy in this 
way. The effect of this broadbanding is represented by the Bode dia- 
grams of Fig. 1.14. For closed-loop gains greater than unity the response 
is tailored as in Fig. 1.14a to ensure stability at a gain level A, but not 
lower. A similar approach increases gain at intermediate frequencies 
with a modified unity-gain phase compensation, as in Fig. 1.14b. In the 
latter case, response characteristics are preserved for any gain by con- 
trolling the phase shift for a 45° minimum phase margin for all gain 
levels of unity or above. One further means of increasing gain at high 
frequencies is the feedforward technique described elsewhere.® 

To tailor phase compensation for the above results, both theoretical 
and experimental response evaluations are useful. Response errors are 
minimized by evaluating loop gain, peaking, overshoot, slewing rate, 
and settling time, where appropriate. As a basic guide in theoretical 
evaluation of phase compensation, a phase margin of 45° generally op- 
timizes overall response. With this phase margin a gain peak of 2.5 dB 
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Initial Response 


——-—— Broadbanded Response 


Fig. 1.14 Higher ac gain is attained by modifying phase compensation for (a) closed- 
loop gains greater than unity and (b) a closed-loop gain of unity. 


and a square-wave overshoot of 15 percent without ringing are common- 
ly attained. For experimental selection of phase compensation the pre- 
ceding overshoot characteristic serves as a useful guide. By observing 
the small-signal square-wave response of the operational amplifier, the 
appropriate phase compensation can be chosen with generally good re- 
sults. Then the other response characteristics are evaluated by testing 
the closed-loop response for peaking, the open-loop response for gain 
bandwidth, and the large-signal square-wave response for slewing rate 
and settling time. Improvement of any one of these characteristics can 
then be attempted by monitoring the characteristic while making further 
adjustments to the phase compensation. Further details of phase com- 
pensation criteria and techniques are presented elsewhere.’ 
Capacitance loading can greatly affect the response characteristics 
of an operational amplifier and should be included in phase compensa- 
tion selection. As illustrated in Fig. 1.15, the load capacitance Cy, forms 
a low-pass filter with the amplifier output resistance. The resulting re- 
sponse pole increases the slope of the amplifier response, as indicated 
on the open-loop response curve, and adds phase shift in the feedback 
loop. Peaking, ringing, or even oscillation can be produced by this effect 
at low gain levels unless further phase compensation correction is made. 
However, the internal phase compensation of many operational ampli- 
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Fig. 1.15 Capacitive loading typically shifts the last response pole back in fre- 
quency by its effect upon output resistance. 


fiers is not accessible for modification. In these cases additional phase 
compensation can be added in the amplifier feedback loop, as shown in 
Fig 1.16. The added components, Rg and C;, decouple the amplifier 
from C,, as represented by the pole shift and added zero of the compen- 
sated Bode plot. 


1.2.2 Operational amplifier response characteristics For high-speed ap- 
plications a fast operational amplifier is obviously desirable. How- 
ever, an operational amplifier may be fast in any of five ways. The am- 
plifier appropriate for a given application is chosen by considering the 
relevant response characteristics, which include bandwidth, full-power 


response, slewing rate, overload recovery, and settling time. For opera- 
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Fig. 1.16 Added phase compensation in the feedback loop modifies the frequency 
response to restore stability under capacitive loading. 
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A(dB) or E ,(V) 


Fig. 1.17. The usable operational 
amplifier bandwidth varies from 
the full-power response limit fp to 
the small-signal bandwidth f,, de- 
pending on the output swing level. 


tional amplifiers the basic bandwidth characteristic is specified as the 
unity-gain crossover frequency of the open-loop gain magnitude response 
f.. As such, f. represents the maximum closed-loop bandwidth attain- 
able. However, this bandwidth is only usable for small signals, typically 
below 100 mV, because of distortion from response nonlinearities. 
Then, for large-signal applications the full-power response f, is a more 
useful measure of speed, as it defines the bandwidth for which the rated 
output can be developed with small distortion. In general f, is a factor of 
10 to 100 lower than f, as illustrated in Fig. 1.17, where E,, is the rated 
output voltage. 

Sinusoidal signals serve as useful references in describing small-signal 
bandwidth and full-power response; however, in practice the signals 
to be processed are seldom sinusoidal. As a result, signal speed cannot 
simply be described by a frequency for most applications. Instead the 
signal speed is generally given in terms of a maximum rate of change. 
This speed characteristic relates directly to the slewing rate limit of an 
operational amplifier, which identifies the maximum rate of change of 
the output voltage. Full-power response is bounded by this slewing rate 
limit, particularly at the zero crossing, since the sinusoidal rate of change 
is greatest there. From the derivative of the sine wave at the zero cross- 
ing, the full-power response can be used to predict the slewing rate with 
moderate accuracy. The derivative, which is the slewing rate, results, 
with 


S, = Qmf,Eor 
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The output voltage may fail to track signal changes which are below the 
slewing rate limit if the signal maxima are not known. Signals above 
anticipated levels can overload the operational amplifier, resulting in an 
output delay characterized by an overload recovery time. 

While operating at high speeds, accuracies are, of course, degraded. 
At the end of a rapid transition errors tend to be large, and accurate 
measurements cannot be made until the output settles. This limitation 
is most important in applications with signal switching, such as digital- 
to-analog conversion and multiplexing. For such applications the opera- 
tional amplifier speed characteristic of greatest importance is the settling 
time. This characteristic is most commonly specified as the total time 
required for the output to respond to a step signal transition and to settle 
within a specified band of the final value. Figure 1.18 illustrates this 
response for the rated output swing E,,. 

Settling time cannot be reliably predicted from other speed character- 
istics because of the long-term effects of some amplifier nonlinearities. 
Operational amplifiers having extremely high bandwidths and slewing 
rates may exhibit poor settling performance. Nevertheless, linear anal- 
ysis does provide some insight into the amplifier characteristics needed 
for good settling time. Analysis indicates some theoretical limitations 
which define necessary, but not sufficient, conditions for a given settling 
time. First, the feedback-loop gain of the circuit at direct current should 
be large enough to produce the accuracy desired, as explained in the pre- 
ceding discussion on gain accuracy. For a maximum fractional error of 
€ the loop gain must meet the condition Ay > I/e. 


Fig. 1.18 Settling time t, defines the time at which measurements 
can be made within an error € following a step change in signal. 


20 Applications of Operational Amplifiers 


Second, the open-loop response of the operational amplifier should 
very closely approximate a single-pole response to permit fast settling.® 
This is identified by an accurate, continuous —6 dB per octave response 
slope. Such a single-pole response is readily modeled by a simple RC 


response to provide a prediction and theoretical limit of settling time. 
This yields 


_ 0.367 


t, f 
t 


log1/e 

where € is the fractional error and f, is the gain-bandwidth product of the 
feedback loop or the closed-loop bandwidth. To minimize settling time 
this gain-bandwidth product should be maximized. The maximum gain- 
bandwidth product attainable with an operational amplifier equals its 
unity-gain cross-over frequency f,, and this results for a voltage follower. 
As the closed-loop gain is increased, loop gain decreases, and f, decreases 
from f, in a manner which can be related by the feedback factor® 8B. 
The feedback factor represents the fraction of the output which is fed 
back to the input and defines f; as 


f, ats BE, 
i — < noninverting 
CLi 
1 : be 
ee invertin 
P 1 — Acui as 


where Acy;; is the ideal closed-loop gain predicted from the feedback 
elements for an ideal amplifier. 

Equally important to fast operational amplifier response are the char- 
acteristics of feedback elements and other circuit conditions. Power 
supplies must be bypassed close to the amplifier terminals by capacitors 
having good high-frequency characteristics. Capacitance loading and 
stray capacitances should be minimized in component selection, compo- 
nent placement, and shielding. To further reduce time constants, resis- 
tance levels should be as low as can be driven by the operational ampli- 
fier output. Figure 1.19 shows the sources of two of these limiting time 
constants. First, the stray capacitance Cy of the resistor must charge and 
discharge through R,, and the associated time constant limits settling 
time. In addition, the charging rate limits both slewing rate and settling 
time. Shield capacitance C, produces similar limitations when charged 
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Fig. 1.19 Low feedback resistances and a driven 
shield reduce the damping effects of component, 
shield, and stray capacitances. 


through high source resistance Rg. However, the effect of C, can be 
greatly reduced by driving the shield as shown. In this manner the 
shield is driven by a signal very nearly equal to the input signal to reduce 
the signal on C, by a factor equaling the open-loop gain of the amplifier. 
However, C, must now also charge and discharge through the feedback 
elements. 7 


1.2.3 The significance of input capacitance The differential input capac- 
itance of an operational amplifier is frequency-dependent rather than a 
constant. Asa result, the capacitance value which should be considered 
is not immediately apparent. Similarly, the exact effect of input capaci- 
tance in operational amplifier circuits is not always obvious. To examine 
the significance of this capacitance, consider Fig. 1.20, where the capaci- 
tance C; shunts the differential input resistance R;. Due to this shunting, 
the amplifier input presents a heavier load to the feedback network, 
increasing the associated gain error. In addition, the input capacitance 
introduces phase shift in the feedback loop and degrades the frequency 
stability and transient response. The degree to which C; produces these 
effects can be readily foreseen, but only if the appropriate value of the 
frequency-dependent C,; is known. 

The appropriate value to consider for C; can be found by examining 
the. frequency-dependence of the capacitance, as depicted in Fig. 1.21. 
As shown, Cis a Miller-effect capacitance which is multiplied by the first 
stage gain A, to produce its large, low-frequency value Cy,. As the gain 
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Fig. 1.20 Differential input capacitance shunts the 
input resistance, producing gain error and feedback 
phase shift. 


of the stage drops with frequency, so does its multiplying effect on collec- 
tor-base capacitance C,. The input capacitance then reduces to its small, 
high-frequency value Cyy, which is formed with C, and emitter-base 
capacitance C,,. An analogous situation exists for FET input operational 
amplifiers with the gate-drain and gate-source capacitances. 

To compute the effects of C; the exact expression describing its behav- 
ior could be used. Fortunately, however, it is generally possible to ap- 
proximate C; with one of its end values Cy, or Cry. The transitional 
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Fig. 1.21 The differential input 
capacitance varies with frequency 
over a wide range and has a con- 
stant reactance in the transition 
region. 


Ce y 


Cy=1-Ay) oe + > 


Optimizing. Operational Amplifier Performance 23 


values of C; between f, and f, need not be considered, as the reactance of 
C; in this range is constant (see Fig. 1.21). With a constant reactance, 
C; appears resistive and cannot present increased shunting or further 
phase shift. The constant reactance results when the decrease in reac- 
tance of C, is counteracted by the decrease in gain A;. To decide which 
end value of C; to use in calculating its effects, the significance of each 
can be considered. Typically Cy, is much larger than Cyy: 500 pF as 
compared to 3 pF. However, 500 pF does not present a very heavy 
shunt at low frequencies. This low-frequency value of C; exists only up 
to f;, and this frequency is most often the first open-loop response pole 
around 10 Hz. Above this frequency Cy, produces no additional shunt- 
ing or phase shift. Thus, if the 500 pF level Cy, has no significant effect 
before its pole at f;, it may be neglected. Then the 8 pF level Cyy will 
approximate C). 

To demonstrate the relative significance of each capacitance level, 
Fig. 1.22 shows their shunting effects on the open-loop differential input 


Bipolar 


10° 10° 10° 10° 14 10 100 % 10k 100k — f(Hz) 
Fig. 1.22 The differential input resistances of FET and bipolar transistor 
operational amplifiers are far different, but input capacitance shunting 
equalizes the input inpedances above 10 Hz. 
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resistance. The input impedance of a typical bipolar transistor opera- 
tional amplifier is not significantly affected by the large, low-frequency 
Cy. For most such amplifiers the input capacitance can therefore be 
approximated by the small Cyy. However, the 10’*Q open-loop input 
resistance of an FET input amplifier is heavily shunted by the Miller- 
effect capacitance Cy. For Cy, of 500 pF, the 10’7O input impedance 
provided by FETs exists only up to 3 X 107 * Hz. Beyond 10 Hz the 
FET input impedance is the same as that of the bipolar transistor input. 
Then for FET input amplifiers, Cg, must be considered when high feed- 
back or source impedances rely on the high input impedance to avoid 
loading error. For a given application the loading error is evaluated con- 
sidering the closed-loop input impedance, which equals the impedance 
of Fig. 1.22 multiplied by the loop gain. The falloff of the loop gain 
increases the rolloff of the closed-loop input impedance. 

When it is necessary to avoid the high Miller-effect input capacitance, 
an operational amplifier having a cascode input stage can be used. Such 
a stage is presented in Fig. 1.23. This stage preserves the high FET 
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Fig. 1.23 Differential cascode biasing removes output 
voltage swing from the input transistors to reduce differ- 
ential input capacitance. 
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input resistance up to about 0.5 Hz by eliminating Miller-effect multipli- 
cation of the gate-drain capacitances. The voltage swing on these capac- 
itances is not multiplied by the stage gain and Miller effect is avoided. 


1.3 Optimizing Noise Performance 


The effects of the input noise voltage and currents of an operational 
amplifier combine to limit the signal sensitivity of the amplifier. To 
optimize noise performance, circuit conditions are adjusted for a maxi- 
mum signal-to-noise ratio. Noise figure is generally a poor parameter 
for such adjustments on operational amplifier circuits, as will be de- 
scribed. 


1.3.1 Signal-to-noise ratio optimization The noise characteristics of op- 
erational amplifiers are commonly modeled by equivalent input noise 
voltage and current sources, as in Fig. 1.24.°° With this separation of 
noise sources from the amplifier, the signal sensitivity of the amplifier is 
immediately apparent regardless of the application. The effects of the 
equivalent noise sources combine to produce a total equivalent input 
noise which determines the signal-to-noise ratio of the amplifier. The 
noise currents i,; flow in the source resistances, creating a noise voltage 
which combines in a mean-square sense with e,; to produce this total 
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When this total noise voltage is minimized, the voltage signal-to-noise 


noise. 


Fig. 1.24 The combined effects of 
all noise sources in an operational 
amplifier are represented by equi- 
valent input noise generators. 
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ratio, and therefore voltage amplifier noise performance, will be opti- 
mized. This desired minimum results when source resistance is zero. 
When the input signal is a current rather than a voltage, an analogous 
expression can be written which indicates a signal-to-noise ratio maxi- 
mum for infinite source resistance. However, voltage inputs are more 
common, and the relative noise performance of different amplifiers can 
be compared by plotting e,; for each one. This is done in Fig. 1.25 for 
the basic types of operational amplifiers. From these curves it is seen 
that bipolar transistor input operational amplifiers commonly provide the 
lowest noise at low source resistance, while FET input types are best for 
very high source resistance. 


1.3.2 Noise-figure optimization © While noise figure is a more common 
figure of merit than signal-to-noise ratio for noise performance optimiza- 
tion, it applies in a special class of circuits which does not include most 
operational amplifier circuits.°® Noise figure is also commonly displayed 
as a function of source resistance, as in Fig. 1.26. Once again the graphi- 
cal display indicates the relative merits of different amplifier types at 
different source resistance levels. However, the curves also suggest that 
noise performance for a given amplifier is best at that level of Rg which 
minimizes the noise figure. From this feature comes the common recom- 
mendation that source resistance be adjusted to minimize noise figure. 
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Fig. 1.25 The type of operational amplifier providing best noise performance for a given 
source resistance can be found using e,j+ as a figure of merit. 
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Fig. 1.26 Noise figure curves also 
display the relative merits of the 20 
various types of amplifiers, and the 
curves suggest, unreliably, an op- 10 
timum source resistance for best 
noise performance. O 
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This is in contradiction with the signal-to-noise ratio results above, which 
indicated that zero source resistance minimized e,;; for maximum signal 
sensitivity. At zero source resistance the noise-figure curves reach infin- 
ity, suggesting very poor performance. However, adding source resis- 
tance to provide minimum noise figure can only increase the noise volt- 
age developed by input noise currents. 

This contradiction commonly results from an overgeneralization of the 
performance indicated by the noise figure. In general the noise figure 
does provide a relative comparison between two amplifiers in a given cir- 
cuit, but it does not necessarily give a reliable comparison between two 
circuit conditions for the same amplifier. Noise-figure comparison of 
performance for various source resistances is, then, not always reliable. 
This practice came from the r-f and audio circuits, in which transformer 
coupling is common, as represented in Fig. 1.27. When the turns ratio is 


Fig. 1.27. With a transformer-coupled input, a turns ratio varia- 
tion which increases source resistance, and thereby adds noise, 
also increases the transformed signal, so that signal-to-noise 
ratio might be increased. 
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changed to increase the transformed source resistance, the signal is also 
increased. This results in maximum signal-to-noise ratio and optimum 
noise performance at some nonzero value of resistance. In this case the 
optimum source resistance is the one which minimizes the noise figure, 
and the noise figure is here a direct measure of noise performance. 
However, this result of this specific circuit form cannot be applied more 
generally to operational amplifiers. 


1.4 Overload Protection ’ 


Voltage and current overloads are common causes of operational ampli- 
fier failures. While most operational amplifiers incorporate some over- 
load protection circuitry, few can withstand all the different overload 
conditions which can damage an amplifier. Some of these overload con- 
ditions are obvious, such as input breakdown under excessive input volt- 
ages or output overheating under short circuit. Most operational ampli- 
fiers are protected to some degree against the latter two conditions. 
However, other overload conditions which may be peculiar to certain 
applications are less evident. These include the effects of voltages main- 
tained by capacitors when the power supplies are turned off, and the 
forward-biasing of integrated-circuit substrate junctions. A voltage re- 
tained at an amplifier input by a capacitor or other source can forward- 
bias and destroy a substrate junction when the negative supply voltage 
becomes less negative than the input voltage. Overload protection cir- 
cuits for power supply faults, input overloads, and output overloads are 
described in this section. 


1.4.1 Protection from power-supply faults The most common power- 
supply faults in operational amplifier circuits are supply reversals and 
voltage transients. Damage from these overloads is prevented by the 
circuits of Fig. 1.28. To protect against damage from voltage reversal, a 
diode is added in series with each power-supply terminal to block reverse 
current flow. This protection also prevents forward-bias of an inte- 
grated-circuit substrate junction, since a reverse-biased diode will now 
disconnect the negative supply. However, for the latter protection alone 
resistors can be added in series with the inputs to limit the substrate cur- 
rent flow to a few milliamperes. 

Transient protection is provided by the zener diode clamps and the 
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Fig. 1.28 Damage from power-supply faults is prevented by 

using diodes to block current under a voltage reversal and by 

clamping the supply terminals to remove transients. 
voltage-absorbing FET current sources shown. The zener diodes are 
chosen for ON voltages greater than the normal supply voltages but less 
than the maximum supply ratings of the amplifier. Under these condi- 
tions the zener diodes will be OFF under normal supply voltages, and 
they will clamp the impressed voltages under supply transients. The 
current source-connected FETs are chosen for Ipss levels above the nor- 
mal current drains of the amplifier. Below the Ipss level the FETs are 
below pinchoff and appear as small resistances in series with the supply 
lines. Under a transient the zener diodes turn to ON to clamp the supply 
terminal voltages, and their current drains raise the FET currents to 
Ipss. Now the FETs are in pinchoff and appear as high impedance cur- 
rent sources to support the excess voltages. As long as the transients do 
not create voltage breakdown in the FETs, the transient currents are 
limited to Ipss. 


1.4.2 Inputprotection Overload conditions at operational amplifier in- 
puts are essentially those of excessive common-mode and differential 
voltages. Either condition can induce a voltage breakdown that will 
damage or destroy the input transistors. Because of the precise match- 
ing needed between the input transistors, only minor damage from 
breakdown can significantly degrade dc input characteristics. Such 
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Fig. 1.29 Input clamps protect against any level of input transient that does not 
force excessive current from the input resistor through the diodes. 


damage can result from moderate differential input voltages with bipolar 
transistors having the typical 6 V emitter-base breakdown voltage. In- 
put stages having FETs are commonly less sensitive to overloads of this 
magnitude, but they are more sensitive to the low-energy, high-voltage 
static discharge frequently encountered. | 

Protection from very high input voltages can be provided by the diode 
clamps of Fig. 1.29. For both the inverting and noninverting configura- 
tions shown, the diodes limit the voltages reaching the amplifiers to safe 
levels without restricting signal swing. Input transients of thousands of 
volts can be withstood in this manner, as long as the diode currents are 
adequately limited by the input resistors. To permit amplifier common- 
mode swing in the noninverting configuration, the clamp diodes are con- 
nected to the power supplies rather than ground. Here diode leakages 
will add to the input error current. 

Input protection against differential signals up to the levels of the 
power-supply voltages is usually incorporated in operational amplifiers. 
However, higher-voltage overloads can still damage the amplifiers. Fur- 
ther protection against differential overload can be provided, as in Fig. 
1.30, as long as the overloads do not raise either input beyond the supply 
voltage levels. In cases where this latter condition is also possible, the 
supply-level clamps of the last figure should be added. Once again diode 
clamps are used, as in Fig. 1.30. In this case the current-limiting resis- 
tance is divided equally between the two inputs so that the error voltage 
drops produced with the input bias currents will tend to match and can- 
cel. Some error does remain due to the difference in input bias currents. 
Another error with this clamp circuit can result from the input current it 
draws under overload. This input current can be a serious error in com- 
parator circuits, where high input resistance in the overload state is 
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desired. To lower the overload input current the input resistors can be 
increased, but this also increases the error voltage produced with the in- 
put offset current of the amplifier. 

The compromises of the above clamp circuit can be avoided with the 
second protection circuit of Fig. 1.30.8 In this case the differential input 
voltage is limited by a high resistance divider for low current under over- 
load. In normal operation the large resistors would develop significant 
error voltages, but they are shunted by low FET resistances. Specifical- 
ly, this de error is significant only at the comparator trip point, where the 
added voltage would produce an offset. At the trip point the differential 
input voltage is zero, leaving the diodes OFF and zero gate bias for the 
FETs. Under this bias both FETs have a low channel resistance ron, and 
this resistance produces only a small error voltage with the input bias 
current. When the input signal moves away from the trip point, the gate- 
source voltage of one or the other of the two FETs increases. This in- 
creases the channel resistance of the FET until it reaches the megohm 
level rg, at pinchoff. Then the input current must flow through the resis- 
tor paralleling this FET and through the other FET, which remained 
zero-biased. This leaves an input divider Re/(R, + Re) to reduce the 
input signal. 


1.4.3 Output protection ©The most common output overloads are excess 
power dissipation when the output is shorted and output-stage break- 
down when shorted to a high voltage. Most operational amplifiers in- 
corporate current-limiting circuits to control this power dissipation. Ex- 
ternal current limits can be added if limits are not included in the 
amplifier or if a lower level of limiting current is desired to protect a load. 
Such a reduced current limit may be needed when the output is shorted 
to a point above or below ground potential. The added potential in- 


Ry Ry 


Fig. 1.30 Differential input overloads may be clamped or selectively divided. 
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creases output-stage dissipation. If short circuit occurs at a voltage be- 
yond the power-supply levels, voltage breakdown can result. Described 
below are means for protecting an operational amplifier output from both 
excessive output current and voltage breakdown. 

One way of providing an external current limit is to connect current 
sources in series with the power supplies, as in Fig. 1.81. When the sup- 
ply current drains are below the design level of the current sources, the 
transistors add low resistances in series with the supplies. The bipolar 
transistor current sources are then in saturation, adding resistances equal 
to rsar plus 10 Q, and the FETs are not yet in pinchoff, so they each add 
a resistance of ron. If these small resistances are bypassed as indicated, 
they have little effect upon performance. When the supply current 
drains reach the design levels of the current sources, the transistors enter 
their current source modes with very high output resistances. Only a 
small additional current is then needed to develop large voltage drops 
across the current sources and to reduce the supply voltage across the 
amplifier. By reducing this voltage while limiting current, a power limit 
is achieved rather than just a current limit. 

A somewhat simpler external current limit is provided by adding a cur- 
rent source in series with the output. The simplicity comes from the 
ability of an FET to operate in an inverted mode so that only one FET is 


Fig. 1.31 Precise, selectable current limiting can be 
added to an operational amplifier by connecting current 
sources in series with the power supplies. 
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Fig. 1.32 Current limiting of both 
current polarities is provided by an 
FET current source which has its 
polarity set by the output current 
itself. D, Da 


necessary, as in Fig. 1.82. For currents flowing into the output terminal, 
Dg, is reverse-biased, and the voltage on the FET produces a gate-drain 
leakage current that is conducted by D,. For this low diode current the 
voltage on D, is too low to forward-bias the gate-source junction, but the 
diode does connect the gate to the source. This connects the FET as a 
current source for limiting with the same FET operation as above. Once 
again the series resistance added by the FET is the low ron until limiting 
occurs at Ipss. Since this resistance is inside the amplifier feedback loop, 
its effect is divided by the feedback-loop gain. When the output current 
reverses and flows out of the output terminal, D, turns OFF and Ds» 
conducts the leakage current. In this way the gate is connected to the 
drain for an inverted FET current source. In effect, the polarity of the 
current source reverses to provide limiting of the opposite polarity of cur- 
rent as well. 

If output short-circuit or inductive loads cause the output voltage to 
exceed one of the power-supply levels, the output stage can be damaged 
by voltage breakdown. Protection against such overloads is provided by 
the zener diode clamps of Fig. 1.88. With the zener diodes the opera- 
tional amplifier output terminal cannot be pulled beyond selectable volt- 
age levels, and the excess voltage is absorbed by Ry. The current-limit- 
ing resistor Ry, is chosen large enough to protect the zener diodes but not 
so large as to develop a swing-limiting voltage in normal operation. 
Since Ry is within the feedback loop, its addition to output impedance is 
divided by the loop gain. Note that a high voltage on the output terminal 


Fig. 1.33 Protection from exces- 
sive voltages connected to the out- Ri 
put terminal is provided by clamp- 

ing zener diodes. = 
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also raises the voltage on the inverting amplifier input through the volt- 
age divider formed by the feedback resistors. While this voltage is re- 
duced by the divider, it can sometimes break down the input stage. 
Where this is possible, the input protection considerations of the last sec- 
tion should be applied. 
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AMPLIFIERS 


While the operational amplifier is by nature a highly versatile com- 
ponent, its utility can be extended in a variety of ways. Described in 
this chapter are numerous techniques for extending operational ampli- 
fier performance in general-purpose applications and in instrumentation 
amplifier applications. The input impedance presented to a source by 
operational amplifier circuits can be greatly increased. Output cur- 
rent, voltage, and power can also be increased. Differential outputs 
can be derived to increase output swing or to accommodate floating 
loads. Performance in instrumentation amplifier circuits can be im- 
proved with guarding and common-mode rejection boosting techniques. 
Exceptional input-output isolation can be achieved with a number of 
isolated couplers. 


2.1 Increasing Input Impedance 


Typical operational amplifiers have input impedances around 10’ to 
10'* C© to avoid loading errors. However, this is not the input impedance 
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which an inverting amplifier circuit presents to the source. In addition, 
some high impedance sources are significantly loaded by even the com- 
mon-mode input impedance presented by noninverting circuits. How- 
ever, the input impedance presented by an operational amplifier circuit 
can be greatly increased. Generally, the input resistance attainable 
is limited by stray leakage paths to about 10/2 Q,. As described in Sec. 
1.2.8, this high impedance is shunted at a fairly low frequency by even 
a 8 pF input capacitance, making the extremely high input impedance 
difficult to mamtain. Nevertheless, that impedance is generally ade- 
quate for low source loading, since the source impedance is also limited 
by stray leakages and capacitances. Input impedance boosting tech- 
niques described in this section are those of buffering, bootstrapping, 
and isolation. 


2.1.1 Input buffering Perhaps the most straightforward way to in- 
crease input impedance is with additional buffering. For inverting cir- 
cuits this is, obviously, achieved by increasing the input resistor, but 
this adds dc error from input bias currents and requires a similar in- 
crease in feedback resistance. By using an FET imput operational am- 
pl#fier, the input error currents are minimized, but the high feedback 
resistance can pose several problems. In particular, most resistors of 
extremely high value are less precise, less stable, and have serious band- 
width limitations. Bandwidth is greatly limited by small, internal para- 
sitic capacitances with very high-level resistors. All these difficulties 
are avoided by the feedback T network of Fig. 2.1. Here low-value 
resistors produce the same effect as a much higher feedback resistance 
by their voltage divider action. This network has a short-circuit transfer 


R, Ro Rz 


e Ro + R3 + RoR3/Ry 
e Ry 


Fig. 2.1 The T network adds a voltage divider in the feedback 
loop for high gain with low-value resistors. 
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impedance that makes it equivalent to a feedback resistance of! 


Re = Ry + Ry + 2 


4 
As a result, high input resistance and high gain can be achieved without 
high-level feedback resistors. 

In the noninverting configuration an operational amplifier presents 
its high common-mode input impedance to the signal source. For an 
FET input amplifier, this impedance reaches the limitations imposed 
by stray leakages and capacitances described above. However, this 
input impedance is lower for a bipolar transistor input amplifier, and 
the additional buffering from an external FET is sometimes beneficial. 
Such buffering is provided simply with the circuit of Fig. 2.2. Relatively 
small offset and gain errors are added by this buffer, although it is es- 
sentially a source-follower circuit. Low offset results from biasing the 
source follower with a matching FET current source to cancel the gate- 
source voltage shift of Q;. As shown, the source resistor of Q; has a 
voltage drop set by the current of Q», to equal the gate-source voltage 
of Qg. Since the two FETs have the same source current level, the gate- 
source voltage of Qs» is nearly equal to that of Q), and the offset shift 
is cancelled. 

Current source bias also reduces the gain error of the buffer by de- 
creasing the signal-induced current change in Q;. The residual current 
change is determined by the net impedance at the output of the buffer, 
(rgs/2) || Riem, and the current produces an error controlled by the trans- 


Fig. 2.2 Added buffering from a 
source follower biased from a 
matching FET is achieved with 
low error. 


Offset = Ves 1 _ Vese2 
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conductance of the follower, g;,/(1 + 9;,R). The resulting gain error, 
which is generally less than 0.1 percent, is 


= 1 + oR 
Ets (Tas/ 2) | Ricm 


Additional error is induced by the phase shift of the buffer. Alternately, 
the buffer can be connected in series with the inverting input for invert- 
ing operation. In this case, the buffer is enclosed in the feedback loop, 
so that its gain error is reduced in effect. 


2.1.2 Bootstrapping Controlled positive feedback is sometimes used 
to increase input impedance by making the output signal supply the 
input signal current. As long as the positive feedback does not raise the 
feedback factor? above unity, oscillation will not result. To bootstrap 
the input resistance of an inverting amplifier circuit, a second amplifier 
can be used to supply the input current, as in Fig. 2.3. In this circuit 
the inverting amplifier is formed with A, and the input current through 
R, is supplied by Rg rather than by the input signal. To achieve this 
the inverting amplifier formed with A, derives a signal of 2e; from e, 
for driving Rg. This results in a signal voltage on Rg which equals e, 
so that the circuit input resistance becomes 


R3Ry 


ae Rg — Ry 


If Ry and Rg were equal, the input resistance would become infinite, 
but the attainable resistance is limited by a variety of factors. The pre- 
cision of each resistor directly affects the accuracy of the input current 
cancellation. If the combined fractional error in resistance values is e€, 
then the input resistance will be no greater than R;/e. Should this com- 
bined error make the bootstrapped input impedance negative, oscillation 
can result. To avoid this, the combined resistance value error should 
be skewed to assure that the sum of the input and source resistances will 
always be positive. Although they are of secondary importance in this 
stability consideration, the effects of the resistor temperature coefficients 
and the amplifier gain errors on the bootstrapping accuracy should also 
be considered. A further error results from the phase shifts of the opera- 
tional amplifiers. As frequency increases, the feedback current becomes 
shifted in phase from the input signal, and the result is an equivalent 
input capacitance. 
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Reo eos a— —_ a= lc 


R3 - R, aa ej Ry 


Fig. 2.3 High input resistance for an inverting amplifier is produced with 
a second amplifier that supplies positive current feedback. 


Another bootstrapping technique can be employed to neutralize the 
input capacitance in noninverting amplifier circuits, as in Fig. 2.4. In 
this case a bootstrapping current is fed back through neutralizing capac- 
itor Cy to cancel the input current shunted by the common-mode input 
capacitance C;,,,. For noninverting circuits Cj,, is the dominant portion 
of the input capacitance. While the differential input capacitance is also 
a contributor, it has a very much smaller signal swing and, therefore, 
a generally negligible effect. The degree to which the feedback current 
cancels that of C;,,, determines the net input capacitance, which is 


Cr = Cron — =? Cn 


Somewhat greater feedback can be used to also neutralize the output 
capacitance of the signal source, as long as the net capacitance at the 
input remains positive. 

The degree of neutralization which can be achieved is limited by the 
thermal stability of the input capacitance and by the bandwidth and 
phase shift of the operational amplifier. Thermal variations in Ciem 


Ry Re 


Fig. 2.4 Positive feedback through 
Cyn neutralizes the input capaci- 


tance. C= Siem” Ry 
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can result in oscillation if the net capacitance of the source and amplifier 
becomes negative. Due to the large input capacitance variations nor- 
mally encountered, the neutralizing can only be relied on to provide an 
order-of-magnitude improvement. This improvement falls off outside 
the closed-loop bandwidth of the amplifier. Even before the bandwidth 
limit is reached, the neutralizing is degraded by the phase shift of the 
amplifier and the resulting phase error of the neutralizing current. 


2.1.3 Isolation techniques Operational amplifier input impedance can 
also be increased by isolating the input stage from common-mode voltage 
swing. Without a voltage swing on the input stage, essentially no input 
current will be developed by this signal. In this way, input impedance 
can be boosted for common-mode swings that are either intentional or 
stray signals. The floating power supply of Fig. 2.5 is driven from the 
amplifier output to remove signal voltage from the internal circuitry of 
the amplifier. Feedback through the zener diodes maintains fixed bias 
voltages from the output to the amplifier supply terminals. Then, the 
only signal on the amplifier internal circuitry is the difference between 
the input and output voltages. This is the small differential input signal 
of the amplifier. Then, the input impedance is Zi = AZ;, where A 
and Z; are the amplifier open-loop gain and open-loop input impedance. 


Fig. 2.5 Zener diodes biased from 
the output by current sources pro- 
vide a floating power supply which 
tracks the signal for high input 
impedance. 
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Stray leakage limits Z{ to around 10'” Q, and the fall in amplifier gain 
with frequency decreases Z{. In effect, this gain decrease results in a 
significant equivalent input capacitance. However, the common-mode 
input capacitance normally encountered with a voltage-follower circuit 
has a contribution to input capacitance that is divided by A. 

Additional benefits of this circuit include very high common-mode 
rejection and extended voltage operation. For a voltage follower the 
common-mode rejection defines a significant gain error.? This error is 
reduced well over an order of magnitude when the signal swing is re- 
moved from the amplifier in this circuit. Signal voltage swings beyond 
the voltage limitations of the amplifier can be handled, as they merely 
shift the amplifier and power supply to that level which produces the 
appropriate output voltage. In this way, the maximum voltage devel- 
oped across the amplifier is that of the floating supply, and a low-voltage 
amplifier can be used for a high-voltage swing. Such operation does 
require high-voltage transistors in the floating supply. Also, the ampli- 
fier inputs should be protected from transients by diode clamps to the 
floating supply, as described in Sec. 1.4. Such transients are developed 
between the operational amplifier inputs by the response lag of the out- 
put to a rapid input signal change. 

An isolation technique can also provide high input impedance with 
single-ended input operational amplifiers, such as most chopper-stabi- 
lized and feedforward amplifiers. This approach is particularly useful 
for such inverting-only amplifiers, since they cannot be connected in the 
conventional voltage-follower configuration to achieve high circuit input 
impedance. Instead, these amplifiers can be connected in the voltage- 
follower configuration of Fig. 2.6. Feedback is now through the signal 
source, and it forces the input to swing with respect to ground or the out- 
put to swing with respect to common. Or, more simply, the feedback 
forces the amplifier to develop a signal between ground and the isolated 
power-supply common. 

This output signal equals the input signal since feedback maintains 
near-zero amplifier input voltage. Only this small voltage is impressed 
on the input stage of the amplifier, unlike the conventional follower, 
where the entire signal e; is impressed on the stage. From this reduced 
signal swing a boosted equivalent input impedance results, with charac- 
teristics identical to those outlined for the previous circuit. As an alter- 
native to this circuit, the ground and common may be defined in a way 
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Fig. 2.6 By connecting the signal 
source as the feedback element, a 
voltage-follower operation is at- 
tained with an inverting amplifier. 


opposite to that shown. This places the power-supply common at the 
system ground to avoid a separate, floating supply, but this change now 
floats the signal source. 


2.2 Increasing Output Drive Capabilities 


To drive most electromechanical devices, such as relays, displays, and 
speakers, greater output drive than general-purpose operational ampli- 
fiers provide is required. In these applications it is desirable to boost 
the output current, voltage, or power of the amplifier. A variety of cir- 
cuits providing such output boosting are described in this section. Each 
of these circuits can be enclosed in the amplifier feedback loop so that 
the effects of their gain errors and offset voltages are divided by the gain 
of the operational amplifier. 


2.2.1 Output current boosting The simplest way to boost output cur- 
rent is to add an output emitter follower or source follower. To efficient- 
ly increase both polarities of current, a complementary follower stage is 
required. In this case the followers must be biased to set their quiescent 
currents, and it is generally desirable to protect the transistors with an 
output current limit. These elements are incorporated in the comple- 
mentary emitter-follower circuit of Fig. 2.7. Class A-B biasing is devel- 
oped by the diodes, and current limiting is performed by Qs and Q,?. 
With diode biasing the emitter followers Q; and Q, remain turned 
ON at the zero crossover, avoiding crossover distortion. The diodes are 
biased from an FET current source chosen to supply the maximum base 
current needed by Qo. 
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The booster performance is largely determined by the types of com- 
ponents used. Quiescent current in the emitter followers is determined 
by the relative junction voltages of the diodes and transistors, as well 
as by the emitter resistors. Current limiting occurs when the voltage 
drop on one or the other of the emitter resistors reaches the level needed 
to forward-bias the associated current-limit transistor. When forward- 
biased, the current-limit transistor absorbs the base drive current of the 
corresponding emitter follower. With this limiting the power dissipation 
in the emitter follower is controlled, and it is the dissipation capability 
of this transistor which places a maximum on the safe output current. 
Another limit to the output current is imposed by the base drive current 
available to the emitter followers from the amplifier and current source. 
To extend this limit, a Darlington pair or complementary feedback pair 
can be used in the output stage, as described in Sec. 2.2.8. 

Since most operational amplifiers have output current-limiting cir- 
cuitry, it seems inefficient to add another current-limit circuit in a current 
booster stage. In some cases this duplication can be avoided by using 
a booster circuit whose output current is directly controlled by that of the 
operational amplifier. With a direct control such as this, limiting the 
amplifier output current will simultaneously limit the booster current. 
A current booster that operates in this way is shown in Fig. 2.8. Here 
the added current is supplied by Q», and Q, as controlled by the ampli- 
fier supply currents through Q, and Qs. 


Fig. 2.7, A complementary emit- 
ter-follower output current booster 
with class A-B biasing and current 
limiting. 
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oFig. 2.8 A current booster with 
controlled current gain is achieved 
as shown so that the current limit 
of the operational amplifier will 
also limit the booster current. 


If the like transistors are matched and thermally coupled, Q; to Qe 
and Qs: to Q,, the currents in the booster transistors will match those in 
the respective supply current-sensing transistors. When the amplifier 
output current i, is zero, the two supply current drains i+ and i_ are the 
same, and this current causes an identical current to flow from Qz, to Q4. 
A nonzero output current i, that increases the current drain from the 
positive supply creates a matching current increase in Qz that is also sup- 
plied to the load. Analogously, an output current i, drawn from the neg- 
ative supply is matched by an increase in load current from Q,. Thus, the 
load current is iz, = 2i,.. When the amplifier output current is limited, 
so is the supply current drain, and the booster current is thereby limited. — 

The accuracy of the current gain provided by the booster of Fig. 2.8 is 
primarily determined by the matches of the transistor pairs. Mismatch 
of a transistor pair will make the associated booster transistor current 
differ from its biasing supply current. To describe this current-gain 
error, the junction equation can be used to express the error in terms of 
emitter-base voltage mismatch. From the junction equation, an emitter- 
base voltage drop is expressed as? 


KT 
Vaz =n 
BE q 


96 mV In == at 25°C 


Ss 
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where I, is the emitter-base reverse saturation current. Then, the emit- 
ter-base voltage difference between two transistors is 


VBEI =s VBE == 29 mv In = + 25 mV In = 
e2 sl 


— 25 mV In “ iV Ge 
e2 


Note that Vos above is the emitter-base voltage mismatch resulting 
when emitter currents are equal, and this is the mismatch normally 
specified for transistor pairs. 

A transistor pair with such a voltage mismatch will produce a current 
mismatch when the emitter-base voltages are forced to be equal, as in 
the booster of Fig. 2.8. For this case of Var; — Vpr2 = 0, 


Ii ___ Vos 
leo 25 mV 


Assuming small current mismatch, the logarithm above can be expanded 
to give an expression that relates the current ratio, or current gain, to 
Vos. 


lei — lee : Vos fe) 
Oh 2 OSL et 2 t25 C 
leg ome 


Note that a typical 1mV mismatch corresponds to only a 4 percent cur- 
rent mismatch. 

Booster current gains greater than unity can be achieved by using the 
technique of Fig. 2.8 above with two different modifications. First, 
small geometry diodes can be used for biasing large geometry booster 
transistors to develop a current gain that equals the ratio of the emitter 
and diode junction areas. However, this sacrifices the gain accuracy 
provided by matched transistor pairs, especially if diode-transistor ther- 
mal coupling is poor, and the quiescent current is also multiplied by the 
booster current gain. To avoid the higher quiescent currents the diodes 
can be replaced by resistors which are small enough to keep the booster 
transistor biased OFF under quiescent conditions. In this case the cur- 
rent gain is very high, and emitter degeneration resistors must be added 
to the booster transistors to provide a gain that permits booster current 
limiting with the amplifier current limiting. 

Another simple current booster results from the complementary 
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Vip 
Fig. 2.9 Simple biasing and inte- 
gral current limiting are achieved 
with a complementary source-fol- 
lower current booster. 

Ve 


source-follower approach, as in Fig. 2.9. In this case biasing is simple, 
separate current limiting is not necessary, and output current is not 
limited by drive current available from the amplifier. Gate-source volt- 
age bias for quiescent current setting is established by diodes in series 
with the sources. The number of diodes required depends upon the 
pinchoff voltages of the FETs and the quiescent current level desired. 
Since the maximum current through an FET is Ipss, an internal current 
limit protects the FET without the need for added circuitry. When the 
current in one of the FETs reaches Ings, its gate junction forward-biases, 
and the output current of the amplifier flows through this junction, in- 
creasing the load current. For this reason the operational amplifier 
should also have an internal current limit. While the ease of current 
limiting and biasing makes this circuit rather simple, the limit.and bias 
are less precise. Wide ranges of Ipss and pinchoff voltage make the 
prediction of booster performance inaccurate. 


2.2.2 Output voltage boosting Higher output voltage swing can be 
attained with a voltage follower using the isolation technique of the first 
circuit of Sec. 2.1.3. For other amplifier configurations the output volt- 
age of an operational amplifier can be amplified to increase swing. This 
involves a gain stage followed by a buffer stage and requires a separate 
low-voltage supply for the operational amplifier. These requirements 
are fulfilled by the circuit of Fig. 2.10. In this circuit Q; and Q, form a 
complementary gain stage, followed by a buffer similar to one in the 
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last section. To limit the added gain and ease phase compensation, feed- 
back is provided through the resistors labeled Ry. The gain of the 
booster is then A = Ro/R; = 10, which amplifies the ==10V amplifier 
output to =100V. Note that this added stage introduces another phase 
inversion, so that negative feedback elements should now be returned 
to the noninverting input of the operational amplifier. Input protection, 
as described in Sec. 1.4, should be used to protect the inputs from dam- 
age by normal summing junction signals. 

High-voltage common-mode input swings cannot be achieved with this 
circuit. The common-mode swing continues to be limited by the low- 
voltage zener supply of the operational amplifier. This is suitable for 
noninverting gains of 10 or greater, as well as any level of inverting gain. 
For unity-gain noninverting requirements, the circuit of Fig. 2.5 is a 
better choice. 

When a high-voltage output of only one polarity is required, comple- 


V+ 


@ 
120Vdc 


12kQ 


) 
- 120Vdc 


Booster Gain = Re /Ry 


Fig. 2.10 High output voltage swing using a low-voltage 
operational amplifier is achieved with an added gain 
stage and a derived low-voltage supply. 
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Fig. 2.11 A high-voltage regulator can be built with a 
low-voltage operational amplifier if a gain stage and 
low-voltage supply are added. 


mentary circuitry is not needed, and the previous circuit simplifies. A 
common requirement of this type is a high-voltage regulator, which can 
be realized with the circuit of Fig. 2.11. This circuit parallels the pre- 
vious one, with gain stage Qs, emitter follower Q; and current limiter 
Q,. A feedback voltage divider to one amplifier input establishes a com- 
parison with the reference zener diode. For the low-voltage amplifier a 
supply voltage is derived through Q, from the output itself. Bias from 
the output avoids the ripple present on the unregulated input voltage and 
provides a stable bias to the reference zener diode. As a result, the rip- 
ple rejection of the regulator is significantly improved. Such output- 
dependent bias does, however, make zero output voltage a stable state, 
since the reference is then zero also. This is overcome with the turn-on 
diode biased from a voltage divider as shown. Load regulation is out- 
standing because of the high gain of the operational amplifier, but lower 
gain might be desirable when transient response is considered. By trad- 
ing gain for bandwidth, a more rapid transient recovery can be achieved. 
Output accuracy and drift are essentially determined by the feedback 
voltage divider and the reference zener diode. 
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2.2.3 Output power boosting Increased output power is, of course, 
provided by the output current and voltage boosting circuits described 
above. However, for higher power requirements, more extensive cur- 
rent or voltage boosting is needed. A circuit which develops high cur- 
rent gain for power boosting is that of Fig. 2.12. It will supply an 8QO, 
load with a peak power of 20 W. To supply high currents the power 
booster has three complementary stages of current gain, with class A-B 
biasing and current limiting for the output stage. The first stage, con- 
sisting of source followers Q; and Qs, buffers the amplifier from the 
booster and supplies current to the bias regulator Qs. 

Class A-B bias of the output is established by Qs, which is a simple 
shunt regulator. With Qs; shunted by Rj, the collector-emitter voltage of 
the transistor will equal the voltage on R,; plus the emitter-base voltage 
Vers. For the biasing shown, the voltage on R, is set primarily by the 
current from Ro», as the base current of Qs is negligible. The current in 
Rg is set by the feedback of Qs at Vgrs/Re, and this establishes a voltage 
on R, that is also a multiple of Vgrs3. Since any given multiple of Vgrs 
can be developed, the output-stage quiescent current can be adjusted 


+ 20Vdc Unregulated 
@ 


U 
—20Vdc Unregulated 


Fig. 2.12 Multiple current gain stages with class A-B output 
biasing and current limiting provide high power for low 
impedance loads. 


50 Applications of Operational Amplifiers 


easily. For good bias stability Q3 should be mounted on the heat sink 
with the output transistors where thermal feedback will adjust Vg¢zs. 

The output stages and the booster power supply are chosen for power 
efficiency. Compound output transistor structures provide high current 
gain with low quiescent current drain. On the positive side, the Darling- 
ton structure assures high base drive current to the output transistor, 
while the quiescent drain of the drive transistor is low. A similar condi- 
tion holds for the complementary feedback pair on the negative side, 
except that the output power transistor is in a common-emitter configura- 
tion so that it can be an n-p-n for lower cost. Current limiting is provided 
by the feedback clamping of Q, and Qs, as in previous circuits. Power 
is supplied to the booster from the unregulated output of the amplifier 
power supply. This avoids the need for voltage regulation at high cur- 
rent levels and greatly simplifies the power supply. Only minor output 
ripple results from this simplified biasing, as the complementary form of 
the booster provides high ripple rejection. 


2.3 Differential Output Amplifiers? 


Direct drive of electromechanical devices such as solenoids and indicators 
frequently requires a greater voltage swing than is available with most 
operational amplifiers and common supply voltages. At best, a 25 V p-p 
swing can be obtained from most general-purpose operational amplifiers 
on +15Vdc power supplies. In this case only 5V of the 30V total 
supply voltage is lost for biasing. For greater output voltage swings it 
is common to resort to more specialized high-voltage amplifiers and 
power supplies. The cost of these special-purpose amplifiers and a sep- 
arate power supply is several times that of similar lower-voltage opera- 
tional amplifier circuits. 

Frequently this compromise can be avoided by making further use of 
the differential nature of operational amplifiers. In particular, by using a 
differential output operational amplifier, as in Fig. 2.18, voltage swings 
far greater than the total supply voltage can be achieved. As shown, a 
50 V p-p swing can be provided by a differential output amplifier on only 
the 30 V available from common ==15V de supplies. This is a result of 
opposite polarity outputs. The outputs develop opposing 25V _ p-p 
swings, so that the net swing developed between the two outputs is 50 V 
p-p. This output can be applied to any floating load not requiring ground 
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Fig. 2.13 The two outputs of a differential output operational 
amplifier have opposing swings, and this results in an overall 
output swing which is twice that of single-ended output 
amplifiers. 


reference. To further improve cost, this differential output performance 
can be approximated with two single-ended output amplifiers. One such 
circuit is that of Fig. 2.14. In this case a second, inverting amplifier is 
added to provide the opposite polarity output. This added output, how- 
ever, has additional phase shift introduced by the second amplifier. 
Phase-shift error limits the accuracy of this circuit to a much lower band- 
width than commonly imposed by amplitude error. 

A second differential output amplifier formed by two single-ended 
output operational amplifiers is illustrated in Fig. 2.15. In this circuit 
the phase shifts to the two outputs are the same and greater gain-accu- 
racy bandwidth is attained. Input impedance is also higher than in the 
last circuit, since the signal drives amplifier inputs rather than a summing 
resistor. A differential signal input is also formed, in this circuit, to 
reject common-mode signals. The common-mode rejection for the cir- 
cuit equals the average of those of the two operational amplifiers. While 
a differential signal input could, ideally, monitor a floating source, some 


Fig. 2.14 An added inverter develops an opposing output for differential 
output operation. 
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Fig. 2.15 Parallel connected non- 
inverting amplifiers provide a dif- 
ferential output and a differential 
signal input. 


ground return resistance must be provided to conduct the input bias cur- 
rents of the amplifiers. 

To develop a differential output the circuit shown uses a common feed- 
back current. This current is established in R; by feedback which forces 
the differential input voltages of both amplifiers nearly to zero. Then 
the voltage across R; equals e;, and this defines the feedback current. 
The feedback current flows out of the feedback resistor of one amplifier, 
through R,, and into the feedback resistor of the second amplifier. 
Because the currents in the two feedback resistors flow in opposite 
directions, the outputs are of opposite polarity. A swing limitation 
can result at low gain as a result of the common-mode swing limita- 
tion of the operational amplifiers. At unity-gain the high output voltage 
swing requires a correspondingly high input swing that would exceed the 
common-mode capability of either amplifier alone. To permit this swing 
condition the input signal would have to swing differentially about 
ground so that the signal would be divided between the two amplifiers. 
If, instead, one input terminal is grounded, full output swing can be 
developed only for gains of 2 or greater. 

A third differential output circuit is formed by connecting two differen- 
tial amplifier circuits in parallel, as in Fig. 2.16. Opposing output signals 
result from reversing the input connections on the two differential ampli- 
fiers. Once again, a differential signal input is produced along with the 
differential output. Although the input impedance is low in this case, 
the inputs will monitor a floating source without additional input shunt- 
ing to ground. Common-mode rejection is determined by both the op- 
erational amplifiers and the feedback networks. For high common- 
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Fig.2.16 Parallel connected differential amplifiers result in a 
differential input, differential output amplifier using single- 
ended output operational amplifiers. 


mode rejection the feedback networks must be experimentally matched 
by trimming. 


2.4 Instrumentation Amplifiers 


Voltage amplification requirements in instrumentation are often served 
by differential amplifiers, commonly called instrumentation amplifiers. 
Basically, these amplifiers have a differential input and a feedback com- 
mited for voltage gain. While most operational amplifiers do have dif- 
ferential inputs, feedback is generally applied to one of these inputs, 
leaving only one signal input. When the feedback network is matched 
by an identical network to the second input of the operational amplifier, 
a differential signal input is formed, as in the elementary differential 
amplifier configuration.” Described in this section are simplified instru- 
mentation amplifiers, some techniques for input guarding, methods of 
boosting common-mode rejection, and a linear gain control. 


2.4.1 Simplified instrumentation amplifiers In the elementary differen- 
tial amplifier formed with an operational amplifier, voltage feedback to 
the input results in a relatively low input resistance. The input resis- 
tance is only that of the two input resistors, and significant loading error 
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can be introduced by this lower input resistance. To retain high input 
resistance, the conventional voltage feedback can be replaced by current 
feedback as in Fig. 2.17. In this case the input is buffered from the 
shunting of the feedback resistor Rr by the B of the input transistors. 
This gives a differential input resistance of 


R, == 28 (Reg || Re) ifRg > r. 


where r, is the dynamic emitter resistance. Common-mode input resis- 
tance is somewhat higher, since common-mode signals are impressed on 
the feedback resistors and the current source more than on the emitter 
resistors. As a result, common-mode input resistance is primarily deter- 
mined by the two feedback resistors labeled Rp, and will be 


Ricm = BRe/2 


Controlled gain is also provided by the feedback, as it supplies a cur- 
rent proportional to the input signal e;. When an input signal is applied, 
it is approximately transferred to the emitter resistors by the emitter-fol- 
lower action of the input transistors. Initially this produces a current 
unbalance in the two transistors and, thereby, an unbalance in the emit- 
ter-base voltages. The voltage unbalance results in an error in the volt- 


Fig. 2.17 Current feedback to the emitters of a differential 
stage retains high input impedance for an instrumentation 
amplifier. 
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age transferred to the emitter resistors. However, the current unbalance 
also creates a voltage between the operational amplifier inputs to gen- 
erate a feedback correction signal. The operational amplifier returns its 
input voltage to zero by supplying a feedback current to one emitter in 
order to equalize the transistor currents. This feedback current flows in 
a resistor Rg, and the output voltage required to supply the feedback 
current is 


A matching resistor Rp is connected to the opposite emitter to balance the 
signal currents under common-mode swing and eliminate the common- 
mode gain. 

While this instrumentation amplifier configuration is rather simple, 
it can have significant gain linearity and common-mode rejection errors. 
The gain linearity error is primarily a result of transistor mismatch. Un- 
less the dynamic emitter resistances of the two transistors track over 
wide ranges of emitter current, the feedback-corrected signal established 
on the emitter resistors will not always equal the input signal. Then, 
a signal-dependent gain error is introduced which is not corrected by the 
feedback action described above. Any mismatch in the resistors labeled 
Ry will result in unequal signal currents under common-mode swing. 
This current difference is supplied by the operational amplifier to main- 
tain equal collector currents and zero voltage at its own inputs. To 
supply this current the output must produce a signal voltage that is a 
common-mode rejection error. When the gain of this circuit is varied, 
both Rg resistors are changed, and they must be very accurately re- 
matched to maintain high common-mode rejection. | 

Significantly improved linearity and simplified gain adjustment are 
provided by more complex instrumentation amplifiers, such as the three- 
operational amplifier type shown below (Fig. 2.21). Another instrumen- 
tation amplifier circuit achieves these performance improvements with 
only two operational amplifiers if either higher gains or limited common- 
mode swing are acceptable. This is the circuit of Fig. 2.18, which is 
basically two interconnected amplifier circuits. Highly linear gain is 
provided by the operational amplifiers with their feedback. A single 
resistor Re adjusts the gain of this circuit without introducing common- 
mode errors. 
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Fig. 2.18 An instrumentation amplifier formed with the two amplifier 
circuits shown has a single resistor gain control and is well suited for 
gains of 10 or greater. 


To visualize the operation of the circuit of Fig. 2.18 it is beneficial to 
first neglect Rg and to consider the signal at each input separately, using 
superposition. Under these conditions the signal eg alone is amplified by 
a simple noninverting amplifier formed with Ag, and the output signal is 
(1 + Ro/R;)eg. From the signal e; the noninverting amplifier formed 
with A, will develop an output signal of (1 + R,/Rg)e;. This output 
signal is presented to Ag as an input to an inverting amplifier having a 
gain of —R,/R,, and results in an output of —(1 + Re/R;)e;. Using 
superposition, the preceding outputs from the two input signals are com- 
bined, and this results in an output due to the input difference signal 
alone of —(1 + R»/R;)e;. Including the gain-control resistor in the cir- 
cuit adds a summing current of e;/Rg to each summing junction and mod- 
ifies the gain equation to 


€o =-(1 + Fe 49 R) 
R, 


Cj Re 


The performance of this two-amplifier circuit is limited by the normal 
operational amplifier circuit errors, resistor matching, and a common- 
mode swing characteristic. In this case the common-mode rejection 
errors of the two amplifiers tend to cancel, but the other amplifier errors 
are additive. From resistor mismatch a nonzero common-mode gain is 
developed that equals the fractional mismatch. The combined differen- 
tial and common-mode input swing is limited by Aj. Since A; amplifies 
this combined signal, its full output swing capability is not available for 
the differential signal alone. For circuit gains of 10 or more the differen- 
tial signal would not be likely to exceed one-tenth of the swing range, 
so that essentially a full common-mode swing could be handled. How- 
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ever, for lower gains more of the output swing range of A; may be re- 
quired for the differential signals, and the common-mode swing range 
must then be restricted. 


2.4.2 Input guarding In applications requiring very high common- 
mode rejections (CMR), small parasitic capacitances at the inputs can 
greatly degrade performance. To illustrate the effect of such capaci- 
tance, the common-mode and differential components of the input signal 
are modeled separately in Fig. 2.19. The common-mode input signal 
Ciem 1S attenuated somewhat by the networks formed with the source 
resistances and the parasitic capacitances. These capacitances are com- 
posed of the amplifier input capacitances and stray capacitances, such as 
those of cable shields. Unless Re;Cy, = ReeCyg, the attenuation of eiem 
at the two inputs will be unequal, resulting in a differential input error 
signal. The error signal is amplified along with the desired signal e; 
and introduces a common-mode rejection error. For high CMR the al- 
lowable mismatch in attenuation is extremely small. A CMR of 120dB, 
or a common-mode rejection ratio (CMRR) of 1 million to 1, allows an 
overall mismatch of only 1 part per million when the differential gain is 
unity. Such a match is not feasible at frequencies where capacitance 
shunting is significant. 

Input guarding resolves the above problem for stray capacitances, 
like shield capacitances, at the inputs. The effect of the amplifier input 
capacitances is removed, using the techniques of Sec. 2.4.8. For input 
guarding the cable shields are not grounded but are driven by a signal 
equal to the common-mode signal. Then, the only signal on the shield 
capacitance is the differential input signal, and e;,., passes unattenuated 
to both amplifier inputs. However, in practice a shield drive signal equal 
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Fig. 2.19 Unequal parasitic input capacitances cause unequal 
attenuation of common-mode signals at the two instrumenta- 
tion amplifier inputs, resulting in degraded common-mode 
rejection. 
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Fig. 2.20 When eicm >> e;, input guarding to avoid CMR errors from 
shield capacitances can be provided by driving the shield from one of the 
inputs. 


tO Cig 18 not directly present as modeled in Fig. 2.19. This signal is the 
average of the two input signals and must be derived. For a common- 
mode signal which is large compared to the differential input signal, 
Cicm >> e;, the shield can be driven directly from one of the inputs, 
as shown in Fig. 2.20. This results in almost ideal input guarding, since 
the signal at either input is then essentially equal to e;.,. Itis in this case 
where €icm >> ©; that input guarding is most needed, as the common- 
mode error signals can equal a large percentage of ej. 

When €;.m is not large compared to e;, the input guard signal must be 
derived as an average of the two input signals. This signal is present in 
the circuit of Fig. 2.17 at the junction of the emitter resistors. A method 
of achieving this for a common differential amplifier configuration? is 
illustrated in Fig. 2.21. Here the outputs of the first two amplifiers 
are summed on a simple resistive divider. If the two resistors are identi- 


Fig. 2.21 An input guard drive signal equal to e;g,, can be derived as shown 
to eliminate CMR error from shield capacitances. 
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cal and the two amplifier gains are equal, the signal at the center of the 
divider will be the desired e;.,,. With this signal driving the cable shields 
no common-mode swing will be developed across the shield capacitances, 
and the unequal attenuation error described earlier is avoided. To drive 
large shield capacitances at high frequencies, the divider resistance 
should be low, or a buffer amplifier should be added. 


2.4.3 Improving common-mode rejection With stray capacitance effects 
removed by the input guarding above, the major remaining sources of 
CMR error are within the instrumentation amplifier. Common-mode 
swing on the amplifier results in error signals from circuit unbalances and 
from the common-mode gain of the amplifier.” Input capacitance unbal- 
ance at the two inputs results in unequal input attenuation of the com- 
mon-mode signal ej, as described above. Similarly, other unbalances 
between the two sides of a differential amplifier mismatch the two gains 
presented to a common-mode signal and create a differential error signal. 
Once again, at unity-gain, a CMR of 120dB, or a CMRR of 1 million to 
1, requires that unbalances not result in an error of more than 1 part 
per million referred to the inputs. Such accuracy is not practical over 
a range of frequencies using the straightforward instrumentation ampli- 
fier approaches. 

Rather than attempt to control the instrumentation amplifier error 
sources with such high precision, the common-mode swing can be re- 
moved from the amplifier. In this way the circuit unbalances and com- 
mon-mode gains are circumvented. One method of achieving this is to 
float the power supplies of the input circuitry, as in Fig. 2.22. The basic 
circuit is that of a common differential amplifier? formed by A,, Ag and 
Ag, and the approach parallels the input guarding technique of Fig. 2.21. 
As before, a signal equal to the common-mode swing is derived from the 
input amplifiers and is used to drive cable shields for input guarding. 
In this case the derived ¢;.., also drives the common of the floating 
input power supply through buffer A,. As a result, all bias potentials 
in the input amplifiers track e;,.4, and no common-mode swing remains 
across any circuitry in these amplifiers. 

Instead the signal e;.m is across the operational amplifier buffer Aq. 
The finite CMR of this operational amplifier results in an output error, so 
that the input common-mode swing is not totally removed. However, 
the net CMR of the input amplifiers is now increased by that of the buf- 
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Fig. 2.22 A floating power supply which tracks e;¢m removes common-mode 
swing from the input amplifiers to boost CMR. 


fer amplifier. The overall CMR of the instrumentation amplifier in- 
cludes that of the output difference amplifier Aj. The entire common- 
mode swing is present at the two inputs of this difference amplifier. 
This swing is rejected to a degree determined by the CMR of the opera- 
tional amplifier Ag and by the matching of the associated. resistors. 
While the CMR of this output amplifier is limited by its circuit un- 
balances, the effect of its CMR on the overall instrumentation amplifier 
is reduced by the gain preceding it in the input. Overall CMRR is ex- 
pressed by 


CMRR) »CMRR,y 


CMRR = — 
1 ++ CMRR;,2CMRR4/(Acr; > CMRRs) 


where the above CMRRs are those of the operational. amplifiers with 
corresponding numbering except for CMRRs. This last CMRR is that of 
the overall difference amplifier formed with Ag. The gain Acr,, above 
is the closed-loop gain of the input amplifiers. Typically the CMRR is 
limited to 1 million to 1 by stray leakage paths. | 
A second means of increasing CMR is to remove the common-mode 
swing from the input signal before it reaches the instrumentation ampli- 
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fier.* This is achieved with a common-mode feedback loop, as in Fig. 
2.23. The common-mode swing in the instrumentation amplifier is 
sensed as before in Fig. 2.21. By connecting this sense point to one in- 
put of an operational amplifier as shown, the signal at the sense point is 
compared to zero. Any nonzero common-mode swing in the instrumen- 
tation amplifier creates a large signal at the output of the high-gain op- 
erational amplifier. This output signal supplies a canceling common- 
mode input swing to the instrumentation amplifier inputs to restore a 
near-zero common-mode input. In this way the common-mode swing on 
the amplifier is reduced by the open-loop gain of the operational ampli- 
fier, and CMR is increased by the same factor. 

This technique alters other characteristics as well. Both common- 
mode and differential input signals are attenuated by the input voltage 
dividers. As a result, the sensitivity of differential signals to instrumen- 
tation amplifier drift is increased. On the other hand, the common- 
mode voltage range is increased by the dividers. The common-mode 
slewing rate can also be extended, since the instrumentation amplifier 
does not have to slew with this signal. Instead the common-mode slew- 
ing rate is determined by the operational amplifier. Differential input 
resistance is also affected by the dividers and is decreased to R{ = 
2(R, + Rg). 


2.4.4 A linear gain control Ideally, the gain of an instrumentation 
amplifier would be linearly adjustable with a potentiometer. This would 
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Fig. 2.23 By means of a feedback loop, the common-mode swing is 
removed from the input signal to increase CMR. 
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provide a direct indication of gain setting from a potentiometer setting. 
However, the gains of common instrumentation amplifiers do not bear 
a linear relationship with any one resistor. For the common circuit mod- 
ified in Fig. 2.21 the gain is expressed by’ 


- K_ 
Ao Lar Ro 


where K is a constant and Rg is the gain-controlling resistor. This non- 
linear relationship can be replaced by further modifying the circuit as in 
Fig. 2.24. In this case the input amplifiers are at unity-gain, and the cir- 
cuit gain is established in the output amplifier by means of Ay. This 
added amplifier acts as an attenuator in the feedback loop to vary the re- 
lationship between the output voltage and the feedback voltage. At the 
output of A, the feedback voltage must equal e;, as in the basic differen- 
tial amplifier connection. Then the output voltage will be 


Thus, gain is linearly related to the control potentiometer Rc. 

Other performance characteristics are also affected by this circuit 
modification. The output resistance of A, will unbalance the resistor 
networks around Ag and degrade common-mode rejection somewhat. 
At low frequencies this output resistance is minimized by feedback, but 
it can be significant in higher-frequency applications. Voltage offset and 


Fig. 2.24 By adding feedback attenuator A4, a linear gain control 
is achieved. 
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drift errors are also increased with this circuit modification. Since the 
input amplifiers are now at unity-gain, the input signal is not amplified 
before it is added to the offset voltage of Ag. The net equivalent input 
offset voltage will be 


R 
Vos = Vosi — Vosz + Voss — R Vos4 


2.5 Isolation Amplifiers 


Amplifiers having very high input-output ground isolation can be formed 
with operational amplifiers and isolated couplers. Such isolation ampli- 
fiers exhibit common-mode voltage ranges of thousands of volts, isola- 
tion resistances of 10’ QO, and common-mode rejections of 120dB. With 
an isolation amplifier, signals which are far removed from the ground 
of the monitoring system are accurately measured, and medical instru- 
mentation is made far safer by the high impedance isolation from ground. 
For internal medical monitoring, such as with cardiac catheters, a mere 
20 uA current created by a ground line voltage drop can be fatal, and 
so ground isolation is highly desirable. | 

The desired isolation characteristics can be achieved with a variety of 
signal couplers, but they all have nonlinearities when used alone. For 
more precise instrumentation the effect of coupler nonlinearity can be 
overcome with linearizing feedback or can be avoided with modulated 
carrier systems. Several such isolation amplifier circuits are described 
below. 


2.5.1 Feedback linearized configurations © To correct for the nonlinearity 
of a signal transfer path, feedback can be applied through a signal path 
having a matching nonlinearity. In this way the nonlinearity is removed 
within the degree of match of the transfer and feedback paths. This 
permits accurate, isolated signal transfer with transformers, LED-photo- 
transistor couplers, photoresistors, magnetoresistors, Hall-effect devices, 
and thermal couplers. Fundamentally similar isolation amplifier circuits 
can be used with any of these signal couplers, so that the circuits below 
are illustrated with the economical LED-phototransistor coupler. Both 
voltage and current isolation amplifiers are described. 
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Optical coupling through light-emitting diodes (LEDs) and phototran- 
sistors provides signal transmission with excellent isolation qualities. 
Isolation impedances of 10/) QO shunted by 1 pF are readily achieved. 
However, signal transmission by this optical coupling typically suffers 
from limited bandwidth, as well as high distortion. Both of these draw- 
backs can be greatly reduced using operational amplifiers as described 
below. 

The response speeds attained with phototransistors are commonly far 
lower than those achieved with conventional transistors. While this 
might first suggest much lower gain-bandwidth products for phototran- 
sistors, the primary limitation is instead largely a result of biasing condi- 
tions. An operational amplifier can remove the response limit imposed 
by these bias conditions.*° Whether biased as an emitter follower or a 
common-emitter amplifier as shown in Fig. 2.25a, the speed limitation 
is the same. In both cases the output voltage swing produces an essen- 
tially equal voltage swing on the collector-base capacitance C,. This 
produces a feedback current to the base i; described by 


— joCre, for Ry > re 


(b) 


Fig. 2.25 Speed-limiting C, feedback on phototransistors is eliminated by removing 
voltage swing with an operational amplifier. 
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where r, is the dynamic emitter resistance. Since the base is open-cir- 
cuited, this feedback current must all flow into the base region. The re- 
sult is maximum ac feedback, which is not generally encountered with 
conventional transistor circuits having lower impedance base biases. 
Only when a conventional transistor has a current source base drive 
does it encounter this worst-case response condition. 

Fortunately, this response limit can be removed by connecting an 
operational amplifier around the load resistor, as shown in Fig. 2.25b. 
Since feedback reduces the amplifier input signal voltage to zero, the sig- 
nal swing of the transistor is transferred to the amplifier output. Then, 
C, has no signal voltage and produces no shunting feedback current to 
the base. Now frequency response will be determined primarily by the 
amplifier. 

Due to the nonlinear transfer characteristic of the LED-phototransistor 
coupling, a high level of distortion is introduced by this signal transmis- 
sion. Further, the high temperature sensitivity of the coupling efficiency 
creates a large gain drift with temperature. To remove the distortion 
and gain drift, a compensating, nonlinear, temperature-sensitive feed- 
back can be supplied. For best compensation this feedback is supplied 
through a similarly nonlinear and temperature-sensitive LED-photo- 
transistor coupling. An isolated voltage amplifier using this technique 
is shown in Fig. 2.26. In this circuit the output amplifier converts the 
transistor current to an output voltage as described above. 

However, in this case the current supplied to the transmitting LED is 
controlled by a feedback LED-phototransistor coupling. The two diodes 
are supplied the same level of current, and it will be that current level 
which makes the feedback phototransistor accept the signal current from 
e; and the bias current from V;. This transistor current is essentially 
independent of the nonlinearity and thermal variations of the feedback 
LED-phototransistor coupling. If the two diode-transistor sets are 
matched, then the same current will be developed in the output photo- 
transistor. This produces an output voltage of 


63. = if Vi = Vi 


By accurately matching and heat-sinking the LED-phototransistor sets, 
an order-of-magnitude reduction in distortion and gain drift can be at- 
tained. Some correction for mismatch can be achieved through adjust- 
ment of the diode current-setting resistors labeled Ry. 
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Fig. 2.26 To remove distortion and gain drift from LED-phototransistor transmission, 
a matching optical coupling is connected as feedback. 


In another application of linearizing feedback, isolating signal couplers 
can be connected with an operational amplifier to form a current ampli- 
fier with ground isolation. Such an amplifier is highly useful in the many 
process-control applications where the control signals are currents rather 
than voltages. In these applications many different monitors may be 
connected in series so that they all monitor a given current, but this 
series connection results in common-mode voltages at the various moni- 
tor inputs. Isolated couplers readily accommodate the common-mode 
voltages with no effect upon output signals. 

For this current amplifier requirement where unipolar currents are 
adequate, the current-driven LED-phototransistor couplers are well 
suited. An isolation amplifier of this type is illustrated in Fig. 2.27. 
To compensate for the nonlinearity of the isolating coupler, feedback is 
applied through a matching coupler. An input current i; will result in a 
current in the collector of Q, that will be matched by a feedback current 
from the emitter of Q,. In order for this feedback current to be devel- 
oped, the operational amplifier must supply an output current i, through 
the load to the feedback coupler. This output current will approximate- 
ly equal the input current i; if the nonlinear responses of the two LED- 
phototransistor couplers match. 

Several sources of error combine to produce a gain error of several 
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percent in the above current amplifier. The main ones are coupler mis- 
match from several causes and the input bias current of the operational 
amplifier. Any mismatch in coupler current responses creates gain and 
linearity errors. Such mismatch can result from initial matching error, 
aging effects, or voltage bias differences. With age the coupling efficien- 
cies of these isolating elements degrade significantly. Different collec- 
tor-base bias voltages have a secondary effect on match which can be 
avoided by making the input reference divider 1:1 for equal bias volt- 
ages. Another, but generally negligible, error source is the input bias 
current of the operational amplifier. High noise from the LEDs can also 
degrade precision. Although the feedback loop forces an emitter current 
to equal a collector current, no error results, as a phototransistor has 
equal collector and emitter currents. The base current is supplied from 
the collector as leakage current. 


2.5.2 Modulated carrier configurations Precise signal transmission with 
ground isolation can also be attained by using modulated carrier tech- 
niques to avoid error from the nonlinearities of isolated couplers. The 
nonlinear transfer characteristics of isolated couplers distort amplitude 
but not frequency, and so either frequency modulation or pulse width 
modulation is used to transfer the signal across the coupler. With these 
modulation techniques and a square-wave carrier the coupler transmits 
only switching time information. 


Fig.2.27 A feedback linearized current amplifier with ground 
isolation is formed with matched LED-phototransistor couplers. 
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Fig. 2.28 An isolation amplifier can also avoid error from coupler nonlinearity by using 
a modulation technique that transfers only switching time information across the 
coupler. 


Such an isolation amplifier can be built to be applied like an ordinary 
operational amplifier. With the isolation amplifier of Fig. 2.28 the feed- 
back elements around the input buffer amplifier can be chosen to per- 
form most of the functions of conventional operational amplifiers. This 
makes possible isolated voltage amplifiers, integrators, logarithmic am- 
plifiers, multiplexers, controllers, and so forth. As shown, the output 
signal of the operational amplifier is modulated, then transferred by an 
isolated coupler and demodulated with respect to a new ground refer- 
ence. While the coupler illustrated is a transformer, a variety of others 
could be used, including LED-phototransistor couplers, photoresistors, 
magnetoresistors, Hall-effect switches, and thermal couplers. The mod- 
ulator and demodulator circuits are readily formed with operational 
amplifiers also, as described in Sec. 5.5.2, 5.5.8, and 6.2.2, and in other 
sources.’ 

For a modulated carrier isolation amplifier like the one described, 
the principal errors are the normal errors of the input operational ampli- 
fier combined with those of the modulator and demodulator. Essentially 
no error is introduced by the isolated coupler as long as its switching time 
is much less than the period:-of the carrier waveform. However, signal 
bandwidth is limited to frequencies well below that of the carrier at its — 
modulated lower extreme. For that reason the carrier frequency is gen- 
erally made as high as the switching times of the coupler, modulator, and 
demodulator permit. If the rise and fall times of a given switching wave- 
form are identical, then the errors they create cancel. However, even 
if this error canceling condition exists perfectly, the combined switching 
times must be less than the minimum period of the modulated carrier. 


Amplifiers 69 


REFERENCES 


1. G. A. and T. M. Korn, Electronic Analog and Hybrid Computers, McGraw-Hill Book 
Company, New York, 1964. 

2. G. E. Tobey, J. G. Graeme, and L. P. Huelsman, Operational Amplifiers: Design and 
Applications, McGraw-Hill Book Company, New York, 1971. 

3. J. G. Graeme, Have a 50V Swing on a 80V Supply, EDN/EEE. 

4. J. Brown, Current Input Differential Amplifiers with High Common-Mode Rejection, 
Proc. ISSCC, 1969. 

5. J. G. Graeme, Op Amp Boosts Phototransistor Speed, Electron. Design, March 2, 1972. 


3 


SIGNAL CONDITIONERS 


Operational amplifiers are applied in a wide range of signal condition- 
ing circuits which alter the relationships of signals to time, to other sig- 
nals, and to frequency. Some of these circuits include the integrators, 
differentiators, current sources, logarithmic amplifiers, multipliers, 
dividers, and active filters described in this chapter. Specialized inte- 
grators and differentiators which have expanded computation capability 
are described. Numerous voltage-controlled current sources which pro- 
vide either unipolar or bipolar currents to either floating or grounded 
loads are presented. Modifications to the common logarithmic amplifier 
circuits are outlined. Operational amplifier circuits which perform 
multiplication and division through voltage-controlled resistances and by 
logarithmic techniques are explained. Techniques for adjusting phase, 
for voltage tuning of response characteristics, and for removal of dc off- 
sets in active filters are described in the concluding section. 


3.1 Integrators and Differentiators 


Several variations on the basic integrator and differentiator circuits have 
been developed for performance alternatives. The basic circuits and 
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their limitations are described in the first reference.! In this section the 
circuits described include specialized integrators, integrator RESET 
circuits, and specialized differentiators. For most of the specialized 
circuits additional computation is performed by the amplifier which per- 
forms the integration or differentiation. 


3.1.1 Specialized integrators © By modifying the feedback network of an 
integrator circuit, several variations on the basic function are achieved. 
With symmetrical resistor/capacitor networks connected, as in Fig. 3.1, 
_ a differential integrator is formed. This circuit takes the difference be- 
tween two signals and integrates the result as expressed in the accom- 
panying equation. With this operation the output of a floating source 
can be integrated, and common-mode signals can be rejected. Common- 
mode rejection is determined by both the amplifier and the integrating 
components. A very accurate match between like components is re- 
quired to preserve CMR, since this characteristic is directly related to the 
mismatch in the associated time constants. In terms of this mismatch 
the resistors and capacitors place a limit on CMRR of 


1 + RCs 


a ARCs 


where ARC is the difference between the time constants of the two net- 
works. Performance is also limited by the input offset voltage and offset 
current of the amplifier in much the same way as with the basic inte- 
grator, and the associated error is 


1 1 
E =F Vosdt +a Sos dt + Vos 


Another simple modification to an integrator for additional computa- 
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Fig. 3.1 A differential integrator is formed by adding 
a network identical to the feedback to the other input 
of the basic integrator. 
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Fig. 3.2 An added feedback resistor converts the simple 

integrator to a circuit which produces an amplified sum of 

input signal and its integral. 

tion by the circuit is shown in Fig. 3.2. In this case a resistor is added in 
series with the feedback capacitor to form an augmented integrator. 
Computation capability is thus augmented to provide an output equal to 
the amplified sum of the input signal and its integral. This is expressed 
by the equation of the figure and can be visualized by using superposi- 
tion. With superposition, Re and C can be considered separately as feed- 
back elements to define the two terms of the output equation. Consid- 
ering the resulting inverting amplifier and simple integrator circuits, the 
errors caused by input offset voltage and current can also be described. 
The result is an error of 


paseo 1 Re 
c= ac/ Vosdt agreed los dt TR Vos + TosRi 


A similar integration is performed on a signal applied to the noninverting 
amplifier input of a conventional integrator. 

A single operational amplifier can also produce a double integral when 
connected as in Fig. 3.8. Essentially the circuit is a two-pole, low-pass 
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Fig. 3.3 A double integration is performed by a two-pole, low- 
pass filter with coincident poles. 
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filter with one pole produced by each of the two T networks. If the com- 
ponents have accurately coinciding response poles, the circuit response 
becomes that of a double integration with respect to time. As expressed, 
the integrator gain is now related to the square of the resistor and capac- 
itor values. This new gain and the double integration also act upon the 
input offset voltage and current of the operational amplifier to create 
an error of 


4 4 4 
e= pel! Vosdt + Vos + Rae sJ losdt + & J los dt 


3.1.2 Integrator reset The output signal developed with an integrator 
is cumulative and is not removed when the input signal returns to zero. 
Since the feedback capacitor holds the output voltage in this manner, 
repeated integrations can build up the output to its saturation level. 
To avoid this the integrator must be periodically reset, unless it is used in 
a feedback loop which controls the output voltage. The basic modes of 
operation used to provide integrator reset are well described elsewhere.’ 
Described here are a low-leakage RESET switch and an automatic 
RESET circuit. 

As represented in Fig. 3.4, a low-leakage RESET switch can be formed 
with two MOSFETs. Reset to zero output voltage is achieved by apply- 
ing a negative pulse to the gates of the FETs to short-circuit the feedback 
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Fig. 3.4 Two FETs form an integrator RESET switch with greatly 
reduced switch leakage current in the input. 
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capacitor. In this condition the capacitor discharges through the FETs, 
and the input signal current e;/R, also flows through these switches. 
The capacitor discharges te the low voltage maintained across the switch 
ON resistances ron by the current e;/R;. As a result, the capacitor volt- 
age is not reset to exactly zero, and a RESET error voltage is induced 
which for ron <« Rg is 


_  2Fon 
ERESET = — R ej 
1 


Two FET switches are used to achieve a dramatic reduction in leak- 
age current when the switches are at OFF and the integrator is operating. 
This leakage current reduction technique parallels the leakage de- 
coupling circuit used with feedback limiters. It is the leakage current 
from Q,; which creates an error, since this current adds to the input sig- 
nal current e;/R;. If Q; alone were used and were connected directly 
across C, the leakage inducing voltage across the FET would be the en- 
tire output voltage. In many cases the resulting leakage current would 
even be greater than the input bias current of the amplifier and would 
be the major source of error. However, the addition of Q, and Re de- 
couples this large leakage current from the input. Now the voltage 
across Q) will be very low, so that the leakage current reaching the input 
is small. One side of Q; is held at zero voltage at the amplifier input, 
and the other side is held at a voltage created by the leakage current of 
Q> flowing in Rg. This second voltage will very nearly equal (e,/rorr)Re, 
where rorr is the OFF resistance and it is assumed that the voltage across 
Qs is essentially e,. Then the voltage across Q; is (€)/rorr)Re, from the 
above. This develops a leakage current to the input related to the OFF 
resistance of Q;, which can be expressed by 

Reg 
ligarace Pe Fy 
YOFF 
The result is an input leakage current reduction by a factor of rorp/Ro. 

It is often desirable to reset an integrator when its output reaches a 
certain voltage level, such as in some integrating digital voltmeters. A 
nonzero RESET voltage is also frequently required. These reset charac- 
teristics are provided by the automatic RESET circuit of Fig. 3.5. In 
this case the circuit of Fig. 3.4 is modified to include a comparator Ag for 
the RESET drive. Since the comparator is driven by the integrator out- 
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Fig. 3.5 Automatic RESET to any voltage is provided by a comparator 
driven from the integrator output. 


put, reset will occur when this output reaches the trip voltage of the com- 
parator. This defines the maximum output voltage e€5 max Shown. When 
€o max 1S reached, the comparator output switches negative to turn the 
FETs to ON and discharge C. Discharge continues to some lower volt- 
age as determined by the hysteresis of the comparator. Hysteresis is 
developed by the comparator positive feedback through Rg and permits 
reset to any voltage below eomax. Both the RESET voltage Vresrr 
and €y max aS expressed in Fig. 3.5 are set by choosing reference voltage 
Vi, zener voltage Vz, and the constant n of the feedback. 

RESET error is reduced by the feedback of this technique. With the 
preceding circuit a RESET error voltage remained on C due to the signal 
current flow in the switch ON resistances. However, in this case the 
comparator compares the output against a reference during the RESET 
period. Asa result, C will be discharged until e, equals the desired level 
independent of switch voltage drops. Some RESET error remains due to 
the turnoff time of the switches, which causes the capacitor to discharge 
too far. So that the added discharge is small during the turnoff time, the 
discharge rate can be limited by resistance in series with the switch Qs. 
Another RESET error will be determined by the errors of the comparator 
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and will be 


| I €o2 
Ereset = Vos2 1 Is2( = 1\R, 4+—= 
nN Ag 
where Vosg, Igo, and Ag are the input offset voltage, input bias current, 
and open-loop gain of the comparator. This error can be removed by 
making compensating adjustments in the comparator trip points. 


3.1.3 Specialized differentiators Variations on the basic differentia- 
tor circuit, paralleling those of Sec. 3.1.1 for an integrator, provide a dif- 
ferential differentiator and an augmenting differentiator. Also described 
in this section is an indirect approach to differentiation which improves 
upon the noise problem characteristic of differentiators. The differential 
differentiator of Fig. 3.6 is formed by adding to the noninverting input a 
network which is identical to the feedback network. In each network a 
gain-limiting resistor R; is added to the basic elements in order to ensure 
frequency stability.!_ Below the frequency of this gain limit the response 
of the circuit is approximated by the expression in the figure. As ex- 
pressed, the differential differentiator takes the difference between two 
signals and differentiates the result. In this way the output of a floating 
source can be differentiated without its common-mode signal. 
Common-mode signals introduce one of the errors of this circuit. The 
common-mode rejection is limited by mismatch in the attenuations of the 
two networks and by the CMR of the operational amplifier itself. For 
the CMRR limit imposed by the networks, an expression can be written 
from the fractional mismatch and the circuit gain which reduces to 
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Fig. 3.6 A network identical to that of the feedback is connected 
to the noninverting input of a differentiator to form a differential 
input. 
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Fig.3.7, An added input resistor R3 converts the simple differ- 
entiator to a circuit which produces a signal equal to the ampli- 
fied sum of the input signal and its derivative. 


Gain error also limits the accuracy of differentiator circuits such as this. 
Ideally, a differentiator would display a continuously increasing gain with 
increasing frequency, which cannot, of course, be attained. Gain-band- 
width limitations of the operational amplifier greatly limit differentiator 
response. When the stabilizing gain-limit resistor R; is used, the differ- 
entiator response approximation ends at f= 1/2 7R,C. Operational 
amplifier dc errors also create an error, and this will be an output voltage 


of 
E€ — Vos i TosRo 


The computation performed by a differentiator can also be augmented 
to include an output signal term from an inverting amplifier. This aug- 
mented differentiator,® as shown in Fig. 3.7, varies from the basic differ- 
entiator by an added resistor Rg. Using superposition, it is seen that this 
input element alone would give inverting amplifier operation, while R, 
and C alone provide differentiator operation. Similarly, the error of this 
- circuit is the sum of the errors of the associated inverting amplifier and 
differentiator circuits. A similar differention is performed on a signal 
applied to the noninverting amplifier input of a conventional differentiator. 

A major problem encountered with differentiator circuits is high noise. 
This results from the increasing gain of the differentiator frequency re- 
sponse and the resulting high-gain amplification of the amplifier noise. 
With this differentiator gain the equivalent input noise voltage of the 
amplifier e, creates an output of 


€) = RCse, 


To reduce this noise an indirect method of computing the derivative of a 
signal can be used, as in Fig. 3.8. In this case the derivative of the signal 
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for f << 1/27rR,C 


Fig. 3.8 The derivative of a signal can also be computed by an in- 
direct approach to avoid the high noise of the basic differentiator. 


is derived from the signal and its integral. By analysis the response of 
the circuit is found to be 


a= —R,Cs e; 
" l ae R, Cs ; 


This response is of the same form as that of the simple differentiator with 

a gain-limiting resistor R; equal to the feedback resistor. Once again the 

denominator term limits the differentiator response approximation, but 
for f «K 1/2mR,C, 

; ; de; 

€,(s) = — R,Cs e; or €,(t) = —R, me 

However, the amplifier noises are not multiplied by the high differen- 

tiator gain. Instead the noise of A, is integrated, resulting in a noise that 

decreases rather than increases with increasing frequency. The noise of 

the integrator is combined with that of the inverter to develop an output 


of 


3.2 Controlled Current Sources 


Most electronic instrumentation is composed of circuits which produce a 
signal voltage from a control voltage. However, signal currents derived 
from control voltages can sometimes provide more straightforward solu- 
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tions for instrumentation requirements. Such voltage-controlled current 
sources are useful in testing and for driving certain loads. In transistor 
testing, as described in Chapter 6, controlled current sources provide 
simple, programmable current biasing. Resistance measurement is 
simplified with a current rather than a voltage test signal, as contact 
resistance will not affect the current supplied from a current source. 
Current output is also needed for meter drive and dc torque motor drive. 
For such motors the torque developed is proportional to the drive current. 
Operational amplifiers can be used to form precise controlled current 
sources because of the high-gain feedback possible with these amplifiers. 
Described in this section are a variety of such current sources, with both 
unipolar and bipolar outputs, intended for both floating and grounded 
loads. Additional voltage-to-current converters are described in the 
first reference. ! 


3.2.1 Unipolar output current sources For applications requiring only 
one polarity of output current, high-performance current sources can be 
formed with only an operational amplifier, a transistor, and a resistor. 
Very high output resistances and output currents can be attained with 
these circuits, and the loads do not have to be floated. The most straight- 
forward form is shown in Fig. 3.9a. This configuration resembles the 
simple transistor current source in that the transistor base is biased to fix 
a voltage on the emitter resistor. In this case the resistor voltage is 
sensed by one input of the amplifier, and feedback forces the voltage at 
that point to equal the input voltage. As a result, the signal voltage on 
R is precisely controlled by e; without error from the emitter-base voltage 
of the transistor. The resulting controlled current in R essentially all 
flows in the transistor emitter, with only a very small current drawn by 
the sensing input of the amplifier. However, the collector current which 
flows from the output differs from this controlled emitter current due to a 
transistor alpha that is less than unity. This results in an output of 


Vi-@G 
R 


lo = a 


A Darlington pair can be used in place of the single transistor to greatly 
reduce this error. 

Except for the alpha error the current source peformance is quite 
good. Even the basic error due to alpha can be compensated by an 
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Fig. 3.9 A basic transistor current source is controlled for accuracy and high 
output resistance by the high-gain feedback of an operational amplifier. 


adjustment in resistor value. This leaves only a small linearity error 
due to the variation in alpha with current level. Output current can 
be quite high since it is not supplied through the amplifier or from the 
input. High output impedance is developed by the reverse-biased col- 
lector-base junction. Since the voltage swing on the load is absorbed 
by the transistor collector-base junction, the output impedance equals 
the impedance of that reverse-biased junction, or 


y Spm en || © 


The output resistance r, equals B/h,. and will be of the order of 10 to 
100 MQ while the output capacitance C, will be typically 3 pF. In 
addition, with the load voltage swing on the transistor rather than the 
amplifier, the load voltage slewing rate is not limited by the amplifier. 

A significant limitation of the circuit of Fig. 3.9a is that the output 
current, as expressed with the circuit, is sensitive to positive supply 
variations. To avoid the sensitivity the input signal e; can be referenced 
to V, instead of to ground. Alternatively, a grounded source can drive 
the emitter resistor directly to avoid supply sensitivity, as in Fig. 3.9b. 
Although this latter connection lowers input impedance and supplies the 
output current from the signal source, performance is otherwise the same 
as before. In this case the operational amplifier feedback holds the 
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transistor emitter at very nearly zero volts so that the input signal is im- 
pressed on R, giving i, = ae;/R. The added phase compensation shown 
is required for stability when e; approaches zero, causing the transistor 
emitter impedance to become high near turnoff. A diode clamp is also 
added, and this prevents reverse breakdown of the emitter-base junction. 

In higher-precision applications the alpha error of the previous cir- 
cuits is significant. This error can be avoided by using FETs in analo- 
gous circuits, as shown in Fig. 3.10. Output resistance is also improved. 
Circuit operation parallels that described above for the bipolar transistor 
circuits with feedback controlling the source resistor voltage. Essentially 
all the resulting controlled current flows in the FET source. In this 
case the controlled current is passed to the load with no transmission 
loss like that of the base current before, and for the two circuits 


nd 
R 


15 ee R and 1g — 


However, the maximum current which can be supplied to the load 
through the FET is Ipss. High output currents are not as easily attained 
unless current is boosted, as described in the next section. 

Output impedance is boosted with the FETs since load voltage 
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Fig. 3.10 Operational amplifier control of FET current sources provides 
high accuracy and extremely high output resistance. 
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swing is impressed on the gate-drain junction. The FET junction pre- 
sents the same high reverse impedance from gate to drain as is commonly 
seen from gate to source. Feedback corrects for the output impedance 
shunt normally presented by the drain-source resistance rg,, and the 
resulting output impedance is 
Zo = gisAras|l tea || Cpa = 10” Q || 3 pF 

Unfortunately this ultrahigh 10°” O is usable only at very low frequen- 
cies, since it breaks with the 8 pF output capacitance at only 0.05 Hz. 
Output guarding reduces this capacitive shunting, as described in Sec. 
3.2.3. The output impedance is also decreased with frequency by the 
fall in amplifier gain and the associated loop gain decrease. 

Current sources similiar to those described above can be formed with 
the emitter or source as the output terminal instead of the collector or 
drain. This approach is illustrated in Fig. 3.11 for bipolar transistors. 
While it might be expected that the emitter would present a low output 
impedance, the operational amplifier feedback produces a high imped- 
ance output. Voltage changes on the load are tracked by the amplifier 
output in order to maintain a constant output current. This transfers 
load voltage swings to the transistor collector-base junction and results 
in an error signal at the amplifier inputs equal to this swing divided 
by the open-loop gain. From this error signal the output impedance is 


parisien 
: an V_ 
Z, = (rg lICdIAR Z, = (rg lIC.)ITAR 
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Fig. 3.11 Feedback control of an emitter follower results in a current source 
with added feedback gain from the transistor. 
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Fig. 3.12 Feedback control of a source follower also produces a current 
source with added feedback-loop gain. 


defined by 
Zo = (re || C.) |] AR 


In these circuits the transistor adds gain to the feedback loop and re- 
duces that required from the amplifier. 

Feedback now controls the transistor collector voltage, maintaining 
near-zero voltage between the amplifier inputs. This establishes a col- 
lector current related to the input signal and results in an emitter current 
to the load. Once again the transistors introduce an alpha error as in- 
dicated by the output current expressions 

i So and i=—- a 
Since the load voltage swing is tracked by the amplifier, the slewing 
rate of this voltage is limited by that of the amplifier. A feedback diode 
clamp and resistor are added to each circuit to prevent latching from 
phase reversal accompanying transistor saturation. For inductive loads 
additional clamping should be used to avoid reverse breakdown of the 
emitter-base junction. 

Once again the alpha error of bipolar transistors can be avoided with 
FETs, as shown in Fig. 3.12. This results in current sources analogous 
to those of the last figure, with greater accuracy but with output current 
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limited to Ipss or less. Output currents are 


; e, — V— oo e 
aan aa and b=— FP 


High output impedance is developed by feedback and the high reverse 
impedance of the FET junction. With a feedback error signal at the 
input equal to the output voltage swing divided by the voltage gain, the 
circuits have the output impedance shown. This impedance decreases 
with frequency as a result of the decreasing gain and the shunting of 
the gate-drain capacitance. Since the amplifier follows the load voltage 
swing, the slewing rate is limited to that of the amplifier. 


3.2.2 Improving unipolar output characteristics Simple circuit additions 
can improve the output impedances of the bipolar transistor-controlled 
current sources and can increase the output currents of the FET-con- 
trolled current sources. Improved output impedance is achieved by 
adding cascode bias, as shown in Fig. 3.18 for the circuit of Fig. 3.9a. 
With the addition of the cascode-biasing FET, the collector-base voltage 
of the current source transistor equals the gate-source voltage of the 
FET. Load voltage variations are not impressed on the collector-base 


Fig. 3.13 An FET cascode bias greatly increases the 
output impedance of a bipolar transistor-controlled 
current source by essentially removing load voltage 
swing from the current source transistor. 
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Fig. 3.14 A bipolar transistor connected as shown multi- 
plies the transconductance of the FET to permit output 
currents greater than Ipgs. 


junction, which previously set the limit on output resistance. Instead, 
the load voltage swing is essentially absorbed by the FET. This swing 
does not directly create an output current change with the rg, of the 
FET, since the FET must pass whatever current is supplied by the bi- 
polar transistor. To assure this condition the bipolar transistor drives 
the FET source to whatever voltage is required for transmission of the 
collector current. It is this source drive voltage that is the remnant of 
output voltage swing on the collector-base junction, and this swing is 
reduced by a factor of gs.rgs. Then, the output impedance is boosted by 
the same factor, resulting in 


Le (S¢adslc) | Cea 


A disadvantage of the FET cascode bias is that output is limited to Ipss or 
less, as with the FET-controlled current sources before. 

To remove the output current limitation of FET-controlled current 
sources or of the above cascoded circuit, a transconductance-multiplying 
transistor can be added. Such a transistor is shown in Fig. 3.14 for the 
circuit of Fig. 3.10a. With this connection the output current is not 
limited to Ipss, since additional current is supplied by the bipolar tran- 
sistor. A small drain current from the FET results in a larger current 
from the bipolar transistor, with the total current equaling that supplied 
through R. The error of this current is only the gate-drain leakage cur- 
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rent of the FET plus the input bias current of the operational amplifier. 
Transconductance is multiplied as set by Rp and the dynamic emitter 
resistance re. By these resistances the multiplying factor is set at approx- 
imately Rp/r., with a maximum limit equal to the transistor beta. Out- 
put impedance is reduced by this same factor but remains quite high as 
expressed. Overall performance of this current source is outstanding, 
as it provides high output current from a high impedance with only a 
small error. 


3.2.3 Special-purpose unipolar current sources For more specialized 
current source requirements several variations on the preceding unipolar 


circuits can be made. Such variations permit grounded loads, remove 
the alpha error with bipolar transistors, provide multiple outputs, guard 
the output, and provide an output voltage monitor without shunting the 
output. A load returned to ground, rather than to a power supply as 
before, may be desirable to avoid dc level shifting. With the preceding 
unipolar circuits the load return to a power supply provided voltage bias 
for the transistor. Alternately, the transistor can be biased away from 
ground as in Fig. 3.15. In this case the load voltage can swing below 
ground without saturating the output transistor since the base is biased 
below ground. 

Operation with this bias connection also results in other performance 
changes. First, the alpha error encountered with other bipolar tran- 
sistor-controlled current sources is avoided because of the added tran- 
sistor. If the transistors are matched, the common-emitter-base bias 


Fig. 3.15 By biasing the current source transistor below 
ground, a grounded load can be driven without saturating the 
transistor. 
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Fig. 3.16 Multiple current source outputs are achieved with common 
biasing of current source transistors. 


will result in equal collector currents. Then the output current will 
equal the current generated in R by e;, ori, = —e;/R. The alpha errors 
of the two transistors cancel. The accuracy of this error compensation 
depends upon a match in alphas and emitter-base voltages over a wide 
range of currents, which is best achieved with monolithic dual transistors. 
With discrete transistors, matching emitter resistors should be added 
to ensure equal currents, as a mismatch becomes self-increasing by 
creating a thermal mismatch. Also, this technique does limit the output 
current, which must be supplied from the operational amplifier output 
along with the current in the matching transistor. 

Multiple, weighted current source outputs are useful in such applica- 
tions as digital-to-analog converters. With the technique of Fig. 3.16 
any number of outputs with arbitrary weighting can be produced. The 
bias voltages impressed on each of the emitter resistors will be nearly 
equal. These voltages will differ by only the differences in emitter- 
base voltages, which are reduced by transistor matching and by parallel- 
ing transistors in the higher-current sections. If these voltage differ- 
ences are negligible, the emitter currents can be ratioed as shown, using 
different values of emitter resistance. Output currents have the same 
ratioing if the transistor alphas are matched, and the alpha transmission 
error is removed as in the previous circuit. The basic feedback control 
circuit used here is the same as described earlier for Fig. 3.11. From 
this feedback the magnitude of the basic current i, is precisely con- 
trolled as expressed with this new circuit. Output impedance, as ex- 
pressed, is the same as before, and the clamp diode is again required 
to avoid circuit latching when the feedback transistor saturates. 
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Very high output resistances can be attained with operational ampli- 
fier current sources, but even small output capacitances can greatly 
limit the utility of this high resistance. An output resistance of 10/7 0 
shunted by only 8 pF has a response pole at 0.05 Hz. Capacitance from 
a load voltage monitor would introduce an even lower-frequency pole. 
To extend the useful range of high output impedances, the capacitance 
shunting the output can be reduced with a guard shield. Both the 
guard shield and a load voltage monitor must be driven by a signal which 
tracks the load voltage. Such a signal is generated with A, in Fig. 3.17 
by means of a feedback loop. Feedback forces the voltage between the 
inputs of Ag to zero and establishes the output of A; at the load voltage 
for the desired drive signal. The amplifier output provides a low im- 
pedance drive to the shield, any voltage monitor, and the stray capaci- 
tance at the output. With the driven shield the output is isolated from 
stray capacitances and the monitor capacitance. No output shunting 
results from the capacitance between the shield and output, since they 
have the same voltage swing. 

The output current is also set by the feedback loop, beginning with 
the comparison made by Ag. With the inputs of this operational ampli- 


Fig. 3.17. With the two amplifier current sources shown, a voltage 
equal to that at the output is derived for driving a guard shield and 
any voltage monitor. 
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fier connected to the sense resistor Rg and to the output of A;, Ag com- 
pares the voltages of the two with respect to common. At the output of 
A, the voltage drop from the emitter is — e;Re/R,, and the feedback will 
establish an equal voltage on Rs to set i, at 


From the high-gain feedback of the operational amplifiers a highly pre- 
cise current is established within the accuracies of the resistors. The 
sensitivity of this current to load voltage changes is held low by the com- 
mon-mode rejections of the amplifiers. Such voltage changes appear 
as common-mode signals to the amplifiers, and the entire current source 
floats above the load voltage. Common-mode errors result in an output 
current sensitivity defined by an output impedance of 


Rs 
[(Re/R1)/CMRR;] + (1/CMRRg) 


Oo 


3.2.4 Bipolar output current sources for floating loads All the previously 
described current sources provided unipolar output currents as required 
in a variety of applications such as constant current sources. However, 
more general-purpose controlled current sources can be formed with 
operational amplifiers to provide both polarities of output currents. 
Several such bipolar voltage-to-current converters are described else- 
where.! Often the load to be supplied by a current source can be floated 
rather than grounded, and this condition permits the use of several sim- 
plified bipolar-controlled current sources described in this section. 

In the most basic current source configuration the load is simply con- 
nected in the feedback loop of the operational amplifier.! Then the load 
current is the well-controlled feedback current supplied in response to 
an input signal. This current is returned to the signal source in inverting 
amplifier connections commonly required for chopper-stabilized and 
some wideband operational amplifiers. As a result, a current gain of 
only unity is achieved with these inverting-only amplifiers in the simplest 
current source configuration. Greater current gain can be developed by 
adding a current divider to the feedback network as in Fig. 3.18. Now 
only a fraction of the load current is fed back to the signal source through 
the divider formed by Ry and Rs. A current gain of 1 + R»/Rs is 
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Fig. 3.18 By adding a resistor divider to the feedback loop, Rg and 
Rg, the load current is boosted above that supplied from the signal 
source in this current source configuration. 


achieved to reduce the loading on the signal source and give a transcon- 


ductance of 
1 Ro\ I 
bg. = (+B) 
ej : ( Rg / Ry 


However, the feedback divider also increases the output voltage swing 
required to supply the load current and reduces the feedback-loop gain. 
From the decreased loop gain a drop occurs in the output impedance 
presented by the current source to the load, resulting in an output impe- 
dance of Z, = A/2m. 

A second current source configuration suitable for inverting-only op- 
erational amplifiers provides an even greater reduction in source loading 
where the source can be floated. In this case both the source and the 
load are connected in the feedback loop in Fig. 3.19. Alternatively, a 
grounded signal may drive the noninverting input. In either case the 
current drain on the source is only the input bias current of the amplifier, 
making this approach well suited for standard cell sources. Further, the 
input impedance presented to the source by the amplifier is exceptionally 
high, since the signal source is connected directly to an amplifier input 
and since feedback essentially removes the signal swing from this input. 
The result is an input impedance of Z{ = AZ; for the case shown, where 
A and Z, are the open-loop gain and input impedance, respectively. 
Stray leakages limit Z{ to around 10”” Q || 1 pF. 

Feedback controls the load current by reducing the amplifier differen- 
tial input voltage to nearly zero so that the voltage on the sense resistor 
Rs equals the input signal e;. The associated current e;/Rs essentially 
all flows in the load if the amplifier input current is negligible. As a re- 
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sult, the output current is accurately and conveniently controlled by a 
single resistor Rs to be i, = e;/Rs. High-gain feedback removes most of 
the signal error associated with the amplifier, as expressed by the output 
impedance presented to the load. Load voltage changes produce small 
input voltage changes, and thereby current changes, to define the cur- 
rent source output impedance as Z, = ARs. However, this high output 
impedance is presented only to loads connected to the sense resistor Rs, 
and not to output loads returned to ground. Any grounded load, such as 
a voltage monitor, does not return a feedback current to the sense resis- 
tor to change the output voltage. Low output impedance to a grounded 
monitor permits use of the output for an indirect measure of the load 
voltage, which equals e, — «j. 

A direct measure of the load voltage, without output impedance reduc- 
tion by a monitor, is provided by the current source of Fig. 3.20. Any 
monitoring load connected as shown by the meter will be driven by the 
outputs of the two operational amplifiers with a voltage equal to the load 
voltage. None of the current drawn by this monitor will flow in the sense 
resistor Rg because of the buffering provided by voltage follower Ag. 
Thus, the addition of a monitor will not affect the load current, so that 
the output impedance presented to the load is unchanged. Only the cur- 
rent through the load, less the small input current of A», flows in the 
sense resistor to generate a voltage for feedback. This voltage is com- 
pared with the input signal e; on the feedback resistors R; and Rg. 


When 1,Rs/Re = —e;/Rj,, the input current and voltage of A; are essen- 
tially zero and the feedback loop is in equilibrium. Then 

ooh Roe; 

—— RiRs 


Fig. 3.19 When both the load and the source may 
be floated, the controlled current source shown will 
provide very light source loading even with invert- 
ing-only operational amplifiers. 
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Fig. 3.20 A voltage-follower buffer Ag in the feedback loop of this 
current source permits connection of a load voltage monitor without 
shunting the current source output impedance. 


Also established by the feedback is a high output resistance presented | 
to the load by the current source. Finite gain in A, limits the output 
impedance to that shown. The frequency stability of this feedback loop 
is affected by phase shift in the load and may require a compensating by- 
pass capacitor between the two amplifier outputs. 


3.2.5 Bipolar output current sources for grounded loads =©Grounded loads 
are somewhat more difficult to supply from bipolar-controlled currents. 
Circuits providing this type of output are described elsewhere! and in 
this section for either floating or grounded sources. When the signal 
source can be floated, the controlled current source of Fig. 3.21 can be 
applied. This configuration is analogous to that of Fig. 3.19 except that 
the load is grounded and the operational amplifier must have a nonin- 
verting signal input. Once again the signal source is very lightly loaded 
by the operational amplifier, as is desirable for sources such as standard 
cells. The source supplies the small input bias current of the amplifier 
and is loaded by a high input impedance of Zie,Rs/(Rs + Zr). 
Feedback controls the output current by forcing the differential input 
voltage of the amplifier to essentially zero so that the voltage on the sense 
resistor Rs equals the signal voltage e;. The resulting current e;/Rs 
nearly all flows into the load, as the amplifier input current drawn 
through the source is small. Note that this condition is disturbed by any 
source impedance to ground, such as biasing, since any such impedance 
draws current from the sense resistor. From the output current flow in 
the load a voltage is developed on which the current source floats. This 
voltage is a common-mode signal to the operational amplifier and results 
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in common-mode errors that create current error. Output impedance 
expresses this sensitivity to load voltage in terms of the amplifier com- 
mon-mode rejection ratio as 


Zo = (A || CMRR)Rs 


When the signal source cannot be floated, or when the source needs 
a biasing current, bipolar current drive of grounded loads can be pro- 
vided by the circuit of Fig. 3.22. This circuit is essentially the unipolar 
circuit of Fig. 3.10 expanded for bipolar operation by using two output 
FETs. Feedback forces the FET source resistors to have voltage varia- 
tions equal to the input signal e;. On one of the resistors the direction of 
the signal increases current, and on the other resistor it creates the iden- 
tically opposite change. The current changes unbalance the drain cur- 
rents to develop an output current of i, = —2e;/Rs. To permit this sig- 
nal current, the amplifier output must have a voltage swing capability 
of 5.7e; with the divider resistor values shown. Output current is limited 
to Insg unless boosted as before in Fig. 3.14. 

Errors in this circuit are primarily the signal error associated with 
finite output impedance and a dc offset error. Once again feedback 
greatly increases output impedance over that of a simple FET current 
source. Load voltage variations on the FETs do not result in source cur- 
rent changes with the rg, of the FETs since feedback controls the source 
currents. Instead the load voltage swing can change output current by 
only the amount shunted from drain to gate through the reverse junction 
impedance. Output impedance is then approximated by Z, = 10” 


Z, = (AIICMRRIRs 


Fig. 3.21 For a floating source with no bias return to 
ground and a grounded load, a simple current source 
is available. 
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- 
Z, = 10allecy, 


Fig. 3.22 Operational amplifier control of opposing FET current 
sources results in a bipolar current source for use with grounded 
load and source. 


Q ||2C,4. The other basic error of this circuit is an output offset cur- 
rent resulting from mismatches in this balanced structure. Unequal 
power-supply voltage magnitudes, source resistors Rs, or feedback resis- 
tors R; will result in significant offset error. Much smaller errors result 
from the input offset voltage and input bias current of the operational 
amplifier. Only a very small offset is produced by mismatched voltage 
dividers at the amplifier output, since the effect of this mismatch is 
divided by the amplifier gain. 


3.3 Logarithmic Amplifiers 


The exponential current-voltage relationship of a semiconductor junction 
is one of the most predictable characteristics found in electronics. With 
this precise exponential relationship, logarithmic amplifiers handling 
many decades of signal level can be formed, using operational amplifiers 
as previously described.! Logarithmic amplifier accuracy is degraded 
at low current levels by leakage currents and at high current levels by 
the bulk resistance of the semiconductor junction. At higher frequencies 
accuracy is further limited by the phase compensation required in the 
common logarithmic amplifier configuration. In this section techniques 
are described for improving accuracy through compensation of bulk re- 
sistance errors and through use of a nonlinear phase compensation. 
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3.3.1 Compensation of bulk resistance error To make use of the expo- 
nential current-voltage characteristic of a junction, it is desirable to moni- 
tor only that portion of the junction voltage which bears this relationship. 
However, the junction current flow also creates a voltage drop with the 
bulk resistance of the junction, and this added voltage bears a linear 
relationship to the current. At higher current levels this linear term 
produces a significant error, but this term can be compensated. The 
network for compensating this error is shown in Fig. 3.28 on an elemen- 
tary logarithmic amplifier circuit. In this circuit the RyD,Ry network 
provides compensation for the logarithmic R,;D, network. Both diodes 
are represented by an ideal logarithmic diode and a separate bulk resis- 
tance rg. 

As indicated, the basic output voltage e, differs from the desired junc- 
tion voltage v; by the bulk resistance error term igrg. By subtracting an 
equal signal voltage from the output, the error is removed. A signal 
current nearly equal to _ flows in the compensation network if Rg <« 
R,. Then by making Rg = rg, the required compensating signal is gen- 
erated to give ef = — v;, as desired. In this way the error from rg can 
be reduced an order of magnitude. The new output terminal cannot be 
loaded significantly, however, without disturbing the error compensa- 
tion. 

An analogous technique can be applied to remove the error from rg 
in an antilog amplifier,> as shown in Fig. 3.24. Here the elementary 
antilog amplifier is modified by the addition of the RyRy network at the 
output. Once again, the establishment of an ideal junction voltage v; 
equal to the signal voltage without the error voltage ig is desired. 


Fig. 3.23 A signal voltage equaling the error created by the 
bulk resistance rg can be subtracted from the logarithmic 
amplifier output as shown. 
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Fig. 3.24 A compensating signal 
voltage equaling the error voltage 
created by the bulk resistance rg 
can be added to the input circuit of 
an antilog amplifier. 


Without the compensation network the input signal e; would support 
both v; and iprg, and so compensation is achieved by adding a correction 
signal to e;. This signal is developed on Rg by making it equal to rg and 
by supplying it with a current equal to ir. For Ro<« Rj, the current 
supplied to Rg from e, is very nearly at the desired level. By using the 
resulting correction signal to drive the noninverting amplifier input, the 
signal is essentially added to e;. Summing the voltages around the input 
loop demonstrates that the ideal junction voltage v; will now equal the 
signal e;. Although the compensation network does supply positive feed- 

back, it will always be less than the negative feedback for Rg < rg ni Te 
where rg is the dynamic resistance of the diode. 


3.3.2 Improving frequency response = The most common logarithmic ele- 
ment used in logarithmic amplifiers is a transistor connected as shown in 
Fig. 3.25a. With this configuration the truest exponential relationship 
is attained, but the transistor adds gain to the feedback loop. The added 
voltage gain is approximately R,/(Ro + r.), where re is the dynamic 
emitter resistance of the transistor. While this gain is of some use in 
reducing low-frequency error, it also degrades frequency stability. 
Additional phase compensation is then required, as provided by the de- 
coupling network R,C described in Sec. 1.2.1. The phase compensation 
values are chosen for the highest operating current level since the tran- 
sistor r. is then lowest and gain is highest. At lower current levels this 
phase compensation is excessive and imposes an unnecessary frequency 
response limit. 

This limitation can be eased by using a nonlinear phase compensation, 
as in Fig. 3.25b. In this circuit a nonlinear compensation resistance is 
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formed, using a diode as one leg of a T network. Since the dynamic re- 
sistance of the diode is signal-dependent, the signal varies the phase 
compensation. At low signal levels the currents in the Rg resistors are 
small, making the diode current low. The low diode current results in 
a high diode resistance that only slightly shunts the T. At higher signal 
levels the diode produces an increasing shunt effect to lower the gain 
around the feedback loop. In effect the equivalent resistance of the T 
is increased by this shunting, and this resistance increase counteracts 
the decrease in dynamic emitter resistance produced by the higher sig- 
nal current. The result is a less signal-dependent gain around the feed- 
back loop and less need for phase compensation capacitance. 


3.4 Multiplier/Dividers 


The analog multiplier is a highly versatile component in analog instru- 
mentation. A variety of applications in this book make use of multipli- 
ers, including the voltage-controlled filters of the next section, the modu- 
lators and voltage-controlled oscillators described in Chapter 5, and one 
of the AGC circuits in Sec. 6.4. Operational amplifiers can be used to 
form multiplier/dividers in many ways.! Described in this section are 
circuits which make use of operational amplifier high-gain feedback to 
achieve multiplication and division with voltage-controlled resistors and 
with transistor logarithmic properties. 


3.4.1 Voltage-controlled resistor techniques A voltage-controlled resistor 
provides a very straightforward approach to multiplication and division. 
Ohm’s law relates the current in a resistor to the quotient of the im- 
pressed signal voltage and the resistance. If the resistance is linearly 


Fig. 3.25 For improved logarithmic amplifier response at low signal levels, a diode pro- 
vides a signal-dependent phase compensation resistance. 
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proportional to a control voltage, the resistor current will be related to 
the quotient of the signal voltage and the control voltage. Alternatively, 
if the resistance is inversely proportional to a control voltage, the resistor 
current is proportional to the product of the two voltages. Two elements 
used for voltage-controlled resistors below are photoresistors and FETs. 

To achieve precise voltage-controlled resistance, the resistance ele- 
ments are connected in a basic gain-setting feedback loop,? as shown — 
in Fig. 8.26 with photoresistors. Here the feedback loop around Ag 
establishes the resistances of two photoresistors as dictated by two con- 
trol voltages. To achieve this the feedback maintains near-zero input 
voltage and current for Ag, as shown. Under these conditions the voltage 
on photoresistor R; of Ag equals Z, and the current through the resistor 
is fixed at Y/Rg. With both the voltage and current of the resistor fixed, 
its resistance is also fixed and will be Ry = ReZ/Y. If the other photo- 
resistor is matched to this one, the inverter formed with A, will have 
a voltage-controlled summing resistor which is proportional to one volt- 
age and inversely proportional to another voltage. The voltage on this 
summing resistor is controlled by yet another voltage X to result in an 
output voltage of e5 = —XY/Z. From this transfer function both multi- 
plication and division can be attained. 

Circuit performance is primarily dependent upon the characteristics 
of the photoresistors. Accuracy is essentially determined by the degree 
of match and tracking of these resistors. As long as they track, the pho- 
toresistors can exhibit nonlinear resistance versus light density, and the 


Fig. 3.26 A gain-setting feedback loop with photore- 
sistors provides a multiplier/divider circuit. 
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Fig. 3.27. FETs in place of the photoresistors of the 
previous circuit provide a speed improvement. 


feedback loop will linearize the dependence upon the control voltages. 
Tracking error between the photoresistors typically produces a linearity 
error of 1 or 2 percent with this circuit. Input signal polarity require- 
ments limit operation to two quadrants. For negative feedback to result, 
Z must be negative, and then Y must be positive to accept the current 
from Z. Input offset voltages on the operational amplifiers appear as 
signal offsets and result in signal feedthrough even when X or Y is zero. 
Frequency response is limited by the response of the lamp. 

For a higher-speed multipler/divider, the photoresistors of the above 
circuit can be replaced with FETs. This results in the circuit of Fig. 3.27, 
with the FETs driven directly from the feedback amplifier, and avoids 
the slow response of the lamp above. Below pinchoff the FETs are 
essentially voltage-controlled resistors which are controlled by their 
gate voltage. While this control has a temperature-sensitive, nonlinear 
resistance-versus-voltage characteristic, the feedback amplifier Ag makes 
the resistance stable and linearly related to the Z and Y signals as before. 
However, the resistances of the FETs are sensitive to their drain-source 
signal voltages as well as to the gate-source control voltage. This signal 
dependence results as the signal voltages drive the FETs toward their 
pinchoff voltages. Thus, unequal X and Z signals result in mismatched 
FET resistances and an associated multiplier/divider linearity error of 
several percent. The circuit permits only two-quadrant operation due 
to signal polarity restrictions for negative feedback, as described for the 
last circuit. 

Significant improvement in the errors of the preceding FET multiplier 
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can be made by reducing the signal voltages on the FETs and by using 
local feedback around the FETs. These modifications are shown in 
Fig. 3.28, where the input voltage dividers provide the signal reduction 
and the resistors labeled Rg supply feedback. With the reduced signals 
the FET drain-source voltages will remain well below pinchoff, giving 
low signal-induced resistance changes. However, the reduced signals 
are now far more sensitive to the input errors of the operational ampli- 
fiers, such as input offset voltage and input bias current. The FET re- 
sistance signal sensitivity is decreased even further by feeding part of 
the drain or input signal back to the gate,® as shown. With the improve- 
ments of this circuit, the FET multiplier/divider will have a nonlinearity 
of 1 to 2 percent. 


3.4.2 A logarithmic amplifier technique Multiplication and division can 
also be achieved through the addition and subtraction of the logarithms 
of signals. Such operation is performed by the connection of logarithmic 
amplifiers and an antilog amplifier shown in Fig. 3.29. In this circuit 
the amplifiers A,, Ag, and Ag form logarithmic amplifiers with their 
associated transistors following the basic logarithmic amplifier from 
Fig. 3.25a. As before, phase compensation is added in the logarithmic 
amplifier feedback loops to compensate for the effects of the gains added 
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Fig. 3.28 Reduced input signals and local feedback around the FETs result in 
considerable reduction in the linearity error of the preceding FET multiplier/ 
divider. 
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Fig. 3.29 By appropriate interconnection of logarithmic amplifiers and an antilog 
amplifier, multiplication and division can be provided by logarithmic techniques. 


by the transistors. Amplifier Ay forms an antilog amplifier with Q, to 
develop the output voltage e, = i.4R, where i,4 is set by the emitter- 
base voltage impressed upon Q4. 
The relationship between i,4 and Vpe4 can be expressed, using the junc- 
tion equation,’ as 
; PRT 
1e4 = Ales — ale >*4 
From this expression it is seen that the current which creates the out- 
put voltage bears an antilog relationship to Vpe4. This emitter-base 


voltage equals the sum and difference of the output voltages of the three 
logarithmic amplifiers, as expressed by 


Vbe4 — Vbel — Vbe2 = Vbe3 


Each of the logarithmic amplifier output voltages is developed by the 
current from an input signal, as can be expressed using the junction 
equation to give 


KT 1. Ie] KT xX Y 
— >] cl4c3 — ~ 44 | 
q " aldcs q 7 al.RZ 


Vbe4 — 


where it is assumed that the transistors have the same a and the I,. By 
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substituting the last expression in the previous one for i.4, the output 
voltage of the multiplier/divider can be expressed as e, = XY/Z. 

Although this logarithmic technique is more complicated than the volt- 
age-controlled resistor approach, the performance of this circuit is also 
better. A nonlinearity error of less than 1 percent can be attained by 
using well-matched transistors. Operation is, however, restricted to 
one quadrant for both multiplication and division, since the input cur- 
rents to the transistor collectors can be of only one polarity. Input offset 
errors are developed in this circuit by the input offset voltages and the 
input bias currents of the operational amplifiers. Moderate response 
speed can be achieved, as can be predicted from logarithmic amplifier 
response. 


3.5 Active Filters 


Precisely tailored frequency response characteristics can be produced 
with operational amplifiers in active filter circuits. The general circuit 
techniques employed have been extensively treated.! Described in this 
section are some convenient techniques for realizing tunable filters and 
for removing dc offset in both low-pass and high-pass filtering. 


3.5.1 Tunable active filters Tunable or variable active filters pose 
special circuit problems due to the interaction of adjustments and the 
need for manual tuning. In this section circuits are described which 
permit phase variation without disturbing gain magnitude and which per- 
mit electronic tuning. For phase adjustment a circuit is required which 
has variable phase shift but a gain magnitude that is constant with 
frequency. This performance is well approximated by the circuits of 
Fig. 3.30, where phase shifts are controlled by potentiometers. To 
visualize the operation of the circuits, the extremes of the control re- 
sistance can be considered. When R = 0 in Fig. 3.80a, the input signal 
is connected directly to the noninverting amplifier input, resulting in a 
voltage-follower configuration. This configuration produces zero phase 
shift, but as R becomes large compared to the impedance of C, the circuit 
functions like an inverter, with a phase shift of —180°. Analogous 
observations can be made for the other circuit. 
The gain responses of the a and b configurations are 


_ 1—joRC _ 
A, = 2 JoRC d A,—=—A, 
i+joRC * 
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|A| = 1 |A| =1 
“180 < P< 0 -360° < B< -180° 


(a) (b) 


Fig. 3.30 Variable phase shift with constant gain magnitude is produced by the 
two circuits shown. 


Note that the responses above have a coincident response pole and zero, 
making the gain magnitude constant with frequency. However, both 


the pole and zero do create phase shift as controlled by the variable 
resistors. The phase shifts developed by the two circuits are 


ob, = —2 tan 1ORC and dp = —180° + 4, 


The accuracy of these expressions and the stabilities of the resulting 
phase shifts are essentially determined by R and C. Once again, errors 
due to the operational amplifiers are reduced to negligible levels when 
the feedback-loop gain is high. At higher frequencies the operational 
amplifiers introduce additional phase shift and produce a gain magnitude 
decrease. Any desired amount of phase shift can be achieved by using 
one or the other of the two circuits, as indicated by the ranges of phase 
shift shown with the circuits. 

In general, tunable active filters are adjusted manually, using poten- 
tiometers. Electronic tuning provides opportunities for automatic ad- 
justment, and such tuning can be accomplished with analog multipliers 
in active filters. By multiplying the signal voltage impressed on a re- 
sistor, the resulting current is increased as though the resistance were 
divided by the same factor. In other words, a change in the effective 
time constant can be achieved. Analogous observations can be made 
considering signal division or control of the signal voltages applied to 
capacitors. With this ability to control time constants, very rapid ad- 
justments to filter characteristics can be made by varying the control 
voltages on multiplier and divider inputs. This technique is described 
below for basic low-pass, high-pass, and bandpass active filter stages. 
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Fig. 3.31 A multiplier feedback around an integrator produces a voltage- 
tunable low-pass filter. 


Using these basic stages, or just their tuning techniques, more complex — 
tunable filters can be formed. 

The voltage-tuned low-pass filter of Fig. 3.31 is simply an integrator 
with a second feedback loop through a multiplier. Since this feedback 
is multiplied by a control voltage Ec, the response time constant is de- 
creased. The result is a response time constant controlled by Ec, as 
illustrated by the expression 


—F, 


Bo = TT RGs/Ec 


From this expression it is seen that low-frequency gain is unaffected by 
the control, and that the response pole frequency is directly related to 
the control voltage by f; = Ec/2mRC. The accuracy of this control and 
of the overall response of the filter is-directly affected by the multiplier 
gain error, nonlinearity, offset, and frequency response. Tuning range 
is limited by these multiplier errors and the resulting sensitivity to the 
control signal. Similarly, the speed of tuning is limited by the multiplier 
response. 

For a voltage-tunable high-pass filter, the inverse of the above circuit 
can be used. It is shown in Fig. 3.32 and consists of a differentiator- 
type circuit with a divider in the input signal path. Since the signal 
applied to the capacitor is divided, the effective capacitance is multi- 
plied, and the differentiator gain term is decreased. The overall output 
signal is 


fees 1+ 8G), for R. K R 
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Fig. 3.32 A divider in the input of a differentiator-type circuit produces 
a voltage-tunable high-pass filter. 


As desired, this response function is the inverse of that developed before 
with the low-pass filter. Once again, the response break frequency is 
f, = Ec/2mRC, except that the frequency is now that of a response zero. 
Tuning accuracy and response are determined by the divider, and the 
various divider error and response limitations are added to the filter 
characteristics. | 

A multiplier can also be used to control the center frequency f, of a 
bandpass filter. In Fig. 3.38 this control is added to the versatile, state- 
variable active filter configuration. In addition to providing response 
control, the multiplier removes the inverting amplifier common to such 


E. Oren, ROS = Was, 
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Fig. 3.33 A multiplier in the feedback loop of this bandpass filter 
provides voltage control of center frequency. 
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filters by providing negative gain in the loop. The filter is composed of 
two integrators in a feedback loop with a multiplier for voltage control 
of the feedback. In this way the filter response is controlled by Ec as 
expressed in 


ee —RCsE; 
°  10R?C’s? + RCs — Ec 

The control voltage does not move the midband gain from its level of 

—1l. Control over center frequency is nonlinear due to the multiplier 

action and is expressed in 


{= = oe — Ec 
°" QnRC WV 10 


Bandwidth is not affected by the control voltage and remains at BW = 
1/207RC. Since bandwidth is constant, the response Q will vary along 
with f, and will be Q = ~“—10 Ec. Component accuracies directly af- 
fect the response precision, as with the basic state-variable filter. By 
adding the multiplier in the feedback loop of the filter, the errors and 
response limitations of the multiplier are added to the filter response. 


3.5.2 Removing dc offset | With active filters, dc offset voltages are 
added to signals by the dc errors of amplifiers and by bias level shifts. 
Such offsets can often be removed from ac signals or avoided on dc sig- 
nals by using simple filtering techniques. For ac signals a coupling 
capacitor provides a straightforward means of removing dc offsets; how- 
ever, the resulting low-frequency cutoff is related to the signal source 
resistance. When the source resistance is quite low, such as that pre- 
sented by an operational amplifier output, a very large capacitance is 
needed to establish the cutoff at a low frequency. Larger capacitors 
tend to have higher leakage, as well as greater physical size, so that the 
straightforward coupling capacitor can impose other limitations. To 
reduce the level of capacitance required, a resistor can be added in se- 
ries with the signal source, but this directly increases output resistance. 

Alternatively, integrator feedback can be used to remove dc offset 
- from ac signals without a coupling capacitor. Two such feedback circuits 
are shown in Fig. 3.34. When the signal source can be floated, the 
circuit of Fig. 3.84a can be used. In this case the signal source receives 
a de shift from an integrator which compares the output dc level with 
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Fig. 3.34 To remove dc offsets from ac signals without using a large 
coupling capacitor, a feedback integrator can be connected to supply 
an offset compensating voltage. 


ground. When the output reaches a zero dc level, the integration stops 
and the integrator holds the negative side of the source at an offset com- 
pensating dc level. In this way the output offset developed by the source 
is reduced by a factor equal to the de open-loop gain of the operational 
amplifier. An additional output offset voltage component is, however, 
added by the input offset voltage of the operational amplifier. With 
this circuit the low-frequency cutoff is set by the integrator at f, = 
1/2mRC. The integrator resistor R can be in the megohm range, as 
compared with the few ohms often presented to a coupling capacitor, 
and so a very much smaller capacitance can be used to achieve a given 
cutoff frequency. 

Where the signal source cannot be floated, the integrator feedback 
circuit of Fig. 3.84b can be applied. Once again the integrator feeds 
a signal back to the input to reduce the dc level of the output to zero. In 
this case the feedback signal is summed with the input signal on the 
resistors labeled R; to remove dc offset. This reduces the offset from 
the signal source by the open-loop gain of the amplifier, but adds an off- 
set equal to the input offset voltage of the amplifier. The summing 
resistors labeled R, divide the signal transmitted by a factor of 2 and 
increase the circuit output resistance. However, the increase in output 
resistance is far less than would be required to achieve a low cutoff fre- 
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Fig. 3.35 With this two-pole, low-pass filter, no amplifier dc offset is added 
to the signal since the amplifier is ac-coupled. 


quency with a small coupling capacitor. Now the cutoff frequency is a 
function of the integrator resistor and will be f, = 1/4m7R.C. 

In low-pass filter circuits dc offsets are even more significant since 
they cannot be distinguished from dc signals. In some cases the dc off- 
set of low-pass filters can be removed by using the filter structure of 
Fig. 8.85. This circuit is a two-pole, low-pass active filter which has 
no dc offset introduced by the operational amplifier. One response pole 
is developed by the simple RC filter formed with R; and C,, and the 
second pole is produced by the ac amplifier formed by Rg, Cy, and the 
operational amplifier. To produce the second pole, the ac amplifier 
drives C, with an out-of-phase signal. Since the operational amplifier 
is ac-coupled at its input and output, it cannot add any dc offset to the 
signal. The filter is limited to a dc gain of unity and has an output re- 
sistance equal to Rj. To minimize Rj, and the resulting output resis- 
tance, this resistor should be used for the higher-frequency pole, and 
C, should be maximized. A further limitation of this filter is a response 
zero that results at high frequencies where the operational amplifier 
gain becomes insufficient. 
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4 


SIGNAL PROCESSORS 


Operational amplifier signal processors analyze, route, rectify, sam- 
ple, and convert electrical signals. In this chapter circuits which per-. 
form these functions are described, including comparators, multiplexers, 
clamps, absolute-value circuits, sample-hold circuits, and rms converters. 
Extensions of the basic comparator connections which provide modified 
functions and circuit simplifications are described. Improved precisions 
are provided for multiplexing and clamping operations by operational 
amplifiers, as is shown. Similar improvements are provided for full- 
wave rectification when performed by absolute-value circuits, which 
are described in numerous forms. Accuracy and speed improvements 
for sample-hold circuits are outlined as developed with various circuit 
modifications. Precise measurement of signal magnitude is provided by 
the computing and thermal rms-to-dc converters. 


4.1 Comparators 


Analog comparators are common elements in signal processing, used 
for discriminating between signal levels. An operational amplifier with- 
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out feedback serves as a basic comparator by comparing the signals at 
its inputs. When an operational amplifier is used, hysteresis can be 
added by simply supplying positive feedback. The phase compensation 
of the amplifier should generally be removed in these applications to 
improve switching speed. At low signal levels the switching speed is 
limited by the gain-bandwidth product of the amplifier, and at high 
signal levels it is limited by the slewing rate. Interconnected amplifiers 
can form a window comparator for detection of signals within a given 
band. Each of these comparator connections is described in the first 
reference.! Additional circuits described here include specialized com- 
parators and simplified window comparators. 


4.1.1 Specialized comparators The common operational amplifier 
comparator connection can be modified to provide hysteresis without 
altering the trip point,” and it can be modified to provide detection of 
the slope rather than the amplitude of a signal. For adjustable hyster- 
esis and a constant trip point, a unipolar hysteresis feedback is con- 
nected, as shown in Fig. 4.1. In this circuit the signal diode interrupts 
one polarity of positive feedback supplied through Ry. Then, hysteresis 
is developed for only one comparator state, and one trip point remains 
at the original level set by the reference Ep. The second trip point 
added by hysteresis is removed from the original trip point by a hyster- 
esis of 


Ri(Vz — Er) 
R; + Re 
By varying Rg, the hysterisis can be adjusted without disturbing the 

trip point at Ep. 


AV = where Vz > ER 


Fig. 4.1 A comparator connection with a signal diode in the hysteresis feedback 
loop provides adjustable hysteresis along with a constant trip point. 
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Fig. 4.2. A slope comparator is formed by replacing a summing resistor with a 
capacitor. 


Other performance characteristics are similar to the common opera- 
tional amplifier comparator circuit. Both trip-point accuracies are lim- 
ited by the input offset voltage, input bias current, and finite gain of the 
operational amplifier. The output signal can be taken either directly 
from the amplifier output or from the zener diode as shown. With the 
latter connection the output signal alternates between zero and Vz, as 
might be desirable for interface with digital logic circuits. However, 
in the zero volt state this output cannot sink current. Resistor Rg is added 
in series with the signal diode to limit the current drain through the 
diode, and resistor Ry is connected to provide a discharge path for the 
diode capacitance. 

Another variation on the basic comparator connection permits com- 
parison of the rate of change of a signal against a constant. Actually, 
any two signal characteristics can be compared by an operational am- 
plifier if the difference between the characteristics can be made to de- 
velop a nonzero voltage between the amplifier inputs or to force a non- 
zero current into either input. When either of these nonzero conditions 
is established, over and above the input offset voltage or input bias cur- 
rent of the amplifier, the amplifier output is driven to one of its voltage 
limits. In this way the slope comparator of Fig. 4.2 switches its output 
state when the rate of change of the input signal exceeds a constant. 
The current developed in C by e; is compared with that produced in R 
by Er, and switching occurs when the combined current changes polar- 
ity. Since this change occurs at the zero current crossing, the trip point is 

de; __ Er 


Trip-point accuracy is limited directly by the input offset voltage, input 
bias current, and finite gain of the amplifier. The feedback limiter 
shown is needed to absorb the current from Ep following transitions. 
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Fig. 4.3 With a diode bridge for feedback, an operational amplifier performs as 
a window comparator. 


Without such a limiter the current from Eg would charge C and, thereby, 
offset the amplifier input from zero. With two input capacitors the 
circuit can provide comparison of the slopes of two signals in an analo- 
gous manner. 


4.1.2 Simplified window comparators A window comparator indicates 
when a signal is within a certain band, and some comparators of this 
type also indicate whether a signal outside the band is above or below 
the band. These comparators are often formed with two operational 
amplifiers and two voltage references. Described in this section are a 
single amplifier configuration and a circuit not requiring external ref- 
erences. The single amplifier form is that of Fig. 4.8, which consists 
of an operational amplifier enclosed in a feedback diode bridge. With 
low input current i, the diode bridge provides low impedance feedback 
to hold the amplifier output near zero. As signals raise the input cur- 
rent, the output voltage change is initially only that created by changing 
diode currents. However, when the comparator input current exceeds 
that which can be supplied by the diode bias, the operational amplifier 
input is driven away from ground level. This drives the amplifier out- 
put into saturation, Eo+ or Eg— , and reverse-biases the feedback diodes. 
The current levels at which this happens are the positive and negative 
trip points of the comparator. Expressing these trip points in terms 
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of the input signals, the comparator operation is described by threshold 
voltages of | 


PhS Woes and Bye ew. By 
Ro Rg 
where V; is the forward voltage drop of a diode. 

Both the amplifier and the diode bridge limit the accuracy of the com- 
parator. As commonly encountered, the amplifier input offset voltage, 
input bias current, and finite gain add errors directly to the trip points. 
Further trip-point error is introduced by the variations in diode drops, 
but the trip point can be made independent of the diodes by using cur- 
rent sources to bias the bridge. The diode bridge also creates a mid- 
band error, as the input current i unbalances the diode voltages. As 
this current varies, the voltage unbalance produces an output offset 
voltage of V; to — V;. Output switching is rate-limited to the slewing 
rate limit of the operational amplifier. 

For a high-resolution window comparator with trip points of a few mil- 
livolts, the reference voltages can sometimes be replaced by offset volt- 
ages developed in operational amplifiers. The input offset voltage of 
an operational amplifier directly shifts its comparator switching thresh- 
old. As a result, the offset voltage null control of an operational am- 
plifier can be used to set a trip point at a level of a few millivolts. Using 
this approach, the differential input window comparator of Fig. 4.4 
produces the transfer characteristic shown. The trip points of this com- 


e; 


Vos1 > Vose Vose Vos1 


Fig. 4.4 Low-voltage trip points for this window comparator are set by 
the offset null controls of the operational amplifiers. 
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parator will generally be temperature-sensitive due to the effect of the 
null control on offset voltage drift described in Sec. 1.1.2. Where this 
represents a problem, a temperature-compensated null control can be 
applied, as described in Sec. 1.1.3. Included in the window compara- 
tor of Fig. 4.4 is a gating circuit that decodes the output signals from 
the two amplifiers. Only when both amplifier outputs are at their high- 
voltage state does the gated output reside at zero voltage. 


4.2 Multiplexers and Clamps 


Multiplexing and clamping are common operations in instrumentation 
that can be significantly improved by using operational amplifiers. Mul- 
tiplexing greatly reduces the number of signal processing channels or 
signal lines required in a system by permitting time-sharing. Clamping 
serves a number of instrumentation needs, including signal clipping, 
signal squaring, and overload protection. For all these functions, errors 
can be greatly reduced by the high-gain feedback of operational am- 
plifiers. 


4.2.1 Multiplexing amplifiers In order to multiplex various signals to 
a point, there must be switches in the signal paths. For high-speed 
multiplexing, these switches are generally solid-state devices which can 
introduce errors due to offset voltage, ON resistance, leakage current, 
and capacitance. Most of the switch errors can be removed or compen- 
sated by using operational amplifiers to form multiplexing amplifiers. 
Described here are a multiplexer with an error-compensating feedback 
network, a multiplexer with switch errors reduced by the gain of an 
amplifier, and an application of the latter in a multiplying digital-to- 
analog converter. 

A common multiplexing amplifier connection incorporates switchable 
summing resistors on an inverting amplifier, as shown in Fig. 4.5. The 
operational amplifier summing junction holds the sources of the MOS- 
FET switches at ground potential. As a result, the signal swing does 
not alter the gate-source turn-on voltage as it does when the switches 
supply a resistor load. Without signal swing on the gate-source biases, 
the ON resistances of the switches are not modulated by the signal, and 
the gate-source capacitances do not shunt the signal. However, even a 
signal-independent switch resistance introduces a gain error through 
the multiplexer. This error can be corrected at one temperature by a 
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Fig.4.5 The MOSFET in the feedback path of a multiplexing amplifier com- 
pensates for the ON resistance errors of the switches. 


decrease in the associated summing resistor, but the drift of the ON 
resistance creates a gain drift. To compensate both the gain error and 
its drift, a resistance matching the ON resistance can be added to the 
amplifier feedback resistance. This is accomplished in Fig. 4.5 by con- 
necting a matching MOSFET in the feedback loop. With matching 
MOSFETs the ON resistance error can be reduced an order of magni- 
tude. Then the remaining multiplexer errors will be the switch leakage 
in the OFF state and the normal errors of an operational amplifier 
inverter. 

It is desirable to amplify signals from remote sources before sending 
them over long wires to a multiplexer. The preamplifiers used for this 
can be switched so that they also perform the multiplexing function. 
In addition, this combination of switch and amplifier forms a precision 
analog gate with accuracy that approaches that of an ideal multiplex 
switch. This technique is applied in Fig. 4.6 with complementary 
MOSFET switches that control the feedback of an inverting amplifier.*® 
Since the switches are in the feedback loop, the effects of their ON re- 
sistances are divided by the feedback-loop gain. If bipolar transistor 
switches were used, the effects of their offset voltages would also be 
reduced by the loop gain. 

The operation of the precision analog gate shown is controlled by the 
MOSFET drive signal A. When this signal is at its high level, Q> is OFF, 
and Q, is ON to conduct the feedback current through Rg. This results 
in an inverting amplifier configuration with an output of e = —Rge;/R; 
and the normal errors of an inverting amplifier. Added to these errors 
is the effect of the ON resistance of Q,. The voltage drop on this re- 
sistance, Iron, 1s supported by a reduced summing junction voltage of 
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Fig. 4.6 By connecting switches in the feedback loop of an operational ampli- 
fier, their ON resistance errors are reduced by the feedback-loop gain. 


iron/A, where A is the open-loop gain of the amplifier. From this sum- 
ming junction voltage an amplifier output error voltage of iron/Ayz 
results, where Ay is the loop gain. Then, the effect of ron is reduced by 
Ay. In the opposite switch state Q; is OFF, and Qs is ON to conduct 
the feedback current. Now the output terminal simply sees the virtual 
ground of the operational amplifier input through Ry. This results in 
€, = 0 within the error produced by the input offset voltage of the am- 
plifier. If the output terminals of a number of these precision gates are 
connected, they will establish an amplified output voltage set by which- 
ever gate is ON. 

The above analog gate can also provide high precision to another 
gating function in a multiplying digital-to-analog converter (MDAC). 
Such a converter permits digital control of the gain by which a signal 
is amplified, and a simple modification to the specific MDAC to be de- 
scribed converts it to a multiplexer. A partial circuit of the MDAC is 
shown in Fig. 4.7 with only one gating element or bit input. By adding 
other summing networks and gates in parallel with the set shown, the 
MDAC is formed. The summing networks would be binary-weighted 
to provide conversion from a binary digital code to an analog gain. Al- 
ternately, the added summing networks can be connected to separate 
signals to achieve multiplexing. 

Each analog gate circuit either shunts or passes the signal that is on — 
its associated summing resistor network by switching the Ry element 
into and out of the feedback loop of the gate amplifier. As will be de- 
scribed, this alternately opens and closes a shunt switch around one 
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element of a T summing network. In both switch states, one end of Rg 
is connected to a virtual ground at the input of the gate amplifier. When 
Q, is OFF and Qy is ON, only the virtual ground end of Rg is held by the 
analog gate, and Ry forms the grounded leg of a T summing network. 
In this state the switch errors of the analog gate are the input offset volt- 
age and input error signal of the gate amplifier. This offset voltage can 
be made quite small, and the error signal will equal the voltage devel- 
oped by the feedback switch ON resistance divided by the open-loop 
gain of the gate amplifier. 

In the opposite switch state, Qy is OFF and Q, is ON to short the com- 
mon point of the T network to the output of the gate amplifier. This 
shunts current away from R» to the low impedance amplifier output 
with the same result as a shunt switch. With essentially no current in 
Ro, the common point of the T network is held at the virtual ground of 
the gate amplifier, and no signal is passed to the output amplifier. 
Switch errors in this mode are the input offset voltage, input bias cur- 
rent, and input error signal of the gate amplifier. Once again, the input 
error signal is that developed by signal current with the switch ON re- 
sistance divided by the open-loop gain of the gate amplifier. In both 
switch modes the offset and ON resistance errors will be very small 
compared to the errors of simple series or shunt switches, within the 
bandwidth limitations of the gate amplifier. 


| 
| 
| 
| R, Ry 


R. = 2R, + R?/Rp 


Fig.4.7 The analog gate circuit of Fig. 4.6 provides precision 
switching of summing networks for MDAC or multiplexer 
operation. 
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4.2.2 Clamping amplifiers Precision is also added to signal clamping by 
the high-gain feedback of operational amplifiers in a variety of circuit 
configurations.!. Additional clamping amplifier configurations de- 
scribed here are an adjustable clamp with a wide range of control and 
a connection which decouples the leakage current of the clamp element. 
One of the most common clamp elements is the zener diode, as it is simple 
and moderately precise. These conveniences can be extended to an 
adjustable clamp with the circuit of Fig. 4.8. With this circuit the por- 
tion of the input signal reaching the output terminal as e, is controlled 
by the zener diode; and when the potentiometer reaches the conduction 
level of the zener diode, this diode conducts feedback current to limit e,. 

For a given zener diode the clamping level is established primarily 
by the gain-setting potentiometer. It controls the gain by which the 
amplifier multiplies e, to drive one end of the zener diode. Clamping 
occurs when e; = eg = =KVz, where Vz is the zener voltage and K 
describes the potentiometer setting as shown. Then, by simply varying 
the potentiometer, clamping can be achieved at almost any fraction of 
Vz, and even millivolt-level clamping is possible. However, low-level 
clamping is limited by the dc errors of the operational amplifier, includ- 
ing input offset voltage, input bias current, and gain error. A further 
error is produced by the leakage current of the zener diode as a clamp 
level is approached. Before this level is reached, output loading can 
degrade accuracy, since the output resistance at the output terminal 
will be Rg || KR. Beyond the clamp level the zener diode provides a 
low impedance return to the operational amplifier output and results 
in a low output impedance. 

One of the error sources in the above clamping amplifier is the leak- 
age current of the zener diode, and such an error is created by most 
clamp elements. To avoid this error the leakage current of the clamp 
element can be decoupled from the input of the clamping amplifier, 


Fig. 4.8 An adjustable clamp is 
formed by using an operational 
amplifier to amplify the voltage im- 
pressed on a zener diode. 
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Fig. 4.9 The leakage current of a clamp element such as the 
zener diode can be decoupled from the input circuit without 
adding a diode voltage drop to the clamp levels. 


as shown in Fig. 4.9. This circuit is a modified form of the simple bi- 
polar clamp formed with a double-ended zener diode across the feed- 
back element of an operational amplifier. As before, the large output 
voltage of the operational amplifier induces leakage current in the zener 
diode. However, in this case the leakage current is shunted to ground 
through the decoupling resistor Rp instead of being passed to the input. 
As long as the resulting voltage on Rp is small, diodes D; and Dg will 
be OFF. The reverse-biased diodes isolate the amplifier input from the 
zener leakage current, except for the leakage current developed in D, 
and Ds. With the small voltage on these diodes, this new leakage cur- 
rent reaching the input is greatly reduced. 

However, in the clamping states the forward voltage drops of these 
two diodes increase the clamp voltages at the amplifier output. Since 
the diode forward voltages are rather temperature-sensitive, the preci- 
sion added by leakage current decoupling could be lost in thermal drift. 
To prevent this, diodes Ds and D4 are added to remove the diode drops 
from the clamp levels at the output terminal. If the forward voltages of 
Ds and D, approximately match those of D, and Dz, the diode voltage 
errors will be nearly canceled, and clamping will occur at eg = = Vz. 
Then, the principal error sources will be those of the inverting amplifier. 
High-frequency operation is limited further by the addition of Dg and D,, 
since the operational amplifier output must now slew very rapidly in 
turning one diode OFF and the other ON at the zero crossing. 


4.3 Absolute-value Circuits 


By taking the absolute value of a signal it is converted from a bipolar to 
a unipolar form, as is often required for magnitude detection and other 
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purposes. Magnitude detection in most average reading measurement 
instruments begins with an absolute-value conversion. With operational 
amplifiers various absolute-value or precision rectifier circuits can be 
formed to achieve the desired highly accurate full-wave rectification. 
In these circuits rectification is achieved without sacrificing a significant 
portion of the signal to forward-bias rectifying diodes. By connecting 
these diodes in the feedback loop of an operational amplifier, this signal 
loss is reduced by the high gain of the amplifier. With this connection 
the feedback drives the diodes into and out of conduction in response to 
very small signal changes, permitting rectification of millivolt-level 
signals. Numerous circuits providing this precision rectification are 
described in this section, including high-precision configurations, single 
amplifier connections, and circuits for improving frequency response. 


4.3.1 Precision absolute-value circuits The more precise absolute- 
value circuits are formed with two operational amplifiers connected so 
that the polarity of the net circuit gain switches when the polarity of the 
input signal reverses. In this way the polarity of the output signal is 
prevented from changing. This feature, coupled with equal gain magni- 
tudes for input signals of either polarity, results in an absolute-value 
conversion. Along with the basic absolute-value circuit, three of its vari- 
ations are presented in this section. These variations are a high input 
impedance connection, a configuration which accommodates input signal 
summation, and a simplified circuit requiring only two matched resistors. 

Shown in Fig. 4.10 is the basic absolute-value circuit! which achieves 
rectification through feedback switching around A,. For positive input 


Fig. 4.10 The basic absolute-value circuit reverses the sign of the net circuit 
gain when a signal polarity change switches the feedback around A}. 
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signals Dy is OFF and D, conducts the feedback current to connect A; 
as an inverter. This inverted signal is summed with the original input 
signal by Ay. Since the inverted signal is impressed on a smaller sum- 
ming resistor, it dominates the summation to produce a positive output 
signal. When the input signal is negative, D,; is OFF and Ds conducts 
the feedback current of A; to hold its input at its virtual ground. At 
this virtual ground all signal on one of the input paths is shunted, leaving 
only the original input signal as a signal to Ag. Inversion in this amplifier 
results in an output which is again positive. For the resistor weighting 
shown, the gain magnitude will be unity for both polarities of input sig- 
nal. Higher gain is developed by increasing the feedback resistor of Ag. 
A separate polarity indication can be derived from the output state of A, 
or from a transistor connected with its emitter-base junction as one of the 
diodes. 

A number of factors limit the performance of the above circuit, includ- 
ing resistor matching and the input offset voltages, input bias currents, 
slewing rate limits, and gains of operational amplifiers. Any deviation of 
resistor match from the ratios indicated will produce gain error, which 
in most cases will make the gain magnitudes different for the two polari- 
ties of input signal. The input offset voltage and input bias current of 
A» will create a simple output offset, but the analogous input errors of 
A, create different output errors for the two signal polarities. High- 
frequency rectification is limited by a deadband around zero resulting 
from the limited slewing rate and gain in A, and from diode capacitances. 
This limitation and some improvements on it are outlined in Sec. 4.8.3. 

Most precision rectifier circuits have low input impedances set by input 
summing resistors, and an additional buffer amplifier may often be 
needed. However, the circuit shown in Fig. 4.11 avoids the need for an 
additional amplifier,’ as it presents the high common-mode impedances 
of the amplifiers, instead of summing resistors, to the input terminal. 
This results in typical input resistances of 25 MQ, for bipolar transistor 
input amplifiers or 10’” Q for FET input amplifiers. Except for this 
input connection and deletion of a summing resistor on Ag, this circuit 
is identical to the basic form described above. Full-wave rectification is 
again achieved by feedback switching around A, that turns on and off 
one of the signal paths to Ag. Positive-going signals develop a positive 
current for i,, as shown, which turns D, to ON since neither Ds, nor the 
amplifier input can supply this current. With only D, at ON, A, is con- 
nected as a voltage follower and it forces point A to follow the input 
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Fig. 4.11 A high input impedance absolute-value circuit is formed by some 
simple modifications to the basic circuit of Fig. 4.10. 


signal e;. Similarly, feedback around A, causes its two inputs to track 
so that point B also follows e;. Then there is no voltage difference be- 
tween points A and B, so that no signal current flows between the two 
points. As a result, no signal current is generated for the feedback path 
of Ag, and the output voltage will equal the input voltage. In summary, 
positive input signals cause A, to effectively turn off one signal path 
to Ag, and A, then performs as a voltage follower. 

When the input signal is negative, both signal paths to Ag are ON. 
The resulting negative current for i, turns D; to OFF and turns Dz to ON 
to connect A; as a noninverting amplifier with a gain of +2. This ampli- 
fier presents a signal of 2e; to Ag, and this latter amplifier appears as an 
inverting amplifier with a gain of —2 to this first signal path. To the 
other signal at its noninverting input A, appears as a noninverting ampli- 
fier with a gain of +8. Using superposition to combine the effects of the 
two signals, the output signal is found to be 


e, = —4e, + 86 = —e|; for e, <0 


Then, a change in input signal polarity changes the overall circuit gain 
from +1 to —1. 

Both operating modes are limited by the errors described above for the 
basic circuit, with the exceptions that the modified circuit has higher 
input impedance, one less resistor to match, and a lower signal swing 
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capability. The reduced swing is imposed by A;, which amplifies nega- 
tive signals by a factor of 2 and will reach its output saturation limit at a 
lower signal level than would Ag. Otherwise, the circuit errors are anal- 
ogous to those described for the preceding circuit as created by resistor 
mismatch and by the dc errors, slewing rate limits, and gains of the op- 
erational amplifiers. 

Another limitation of the basic absolute-value circuit of Fig. 4.10 is that 
signal summation at its input is more complex than normal. In that cir- 
cuit the input signal is supplied to two points, but some simple modifica- 
tions reduce this to one point at which signals can be summed easily. 
The modified circuit is that of Fig. 4.12, and any number of signals can 
be summed at its input by adding summing resistors. In this circuit the 
feedback around A, switches to control the distribution of current i, 
between the two signal paths. As before, the switching is induced by a 
change in input signal polarity, and it results in a change in net circuit 
gain from +1 to —1. For a positive input voltage the current i, will 
be positive and will forward-bias D; and reverse-bias Dz. This connects 
A; as an inverter driving the inverting input resistor of Ag. With Ds 
at OFF, the noninverting input of Ag is held at the virtual ground of the 
input of Ay. Then the combined circuit is connected as two cascaded in- 
verters to give e, = e; for positive input signals. 

When the input signal is negative, D, is OFF and Dg is ON. This con- 
nects A, as an inverter driving the noninverting input of Ag, and it is this 
switch to the other input of A, that changes the sign of the circuit gain. 


i 
ae 


Fig. 4.12 An absolute-value circuit with input summing capability results from 
modified feedback switching around Aj. 


R | R 
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In this mode all i; does not flow in the new feedback resistor around Aj, 
as signal current continues to flow in the other signal path. Both signal 
paths lead to the same potential at the inputs of Ag, so that i, divides 
between the two paths as determined by their resistances. For the resis- 
tances shown, two-thirds of the current flows in the feedback resistor of 
Aj, establishing its output voltage at —2e,/8. The remaining third of 
the current flows in the opposite path through the feedback resistor of 
Ag, developing a voltage on this resistor of —e;,/8. From the combina- 
tion of these signal voltages, the output voltage becomes e, = — e; for 
negative input signals. The accuracy and speed limitations of this circuit 
are analogous to those described for the basic circuit at the beginning 
of this section except that resistor matching is made easier because all 
resistors here have the same value. 

A significant difficulty encountered in building any of the preceding 
absolute-value circuits for high accuracy is the need for accurate ratio 
matching of four or five resistors. This task is simplified with the circuit 
of Fig. 4.18.> While this circuit lacks the high input resistance of that of 
Fig. 4.11 and lacks the input summing capability of the last circuit, it 
requires only two matched resistors. If the resistors labeled R, are 
matched, the gain magnitudes presented to the two signal polarities will 
be matched. The value of Rg is somewhat arbitrary, and it is chosen 


Fig. 4.13 An absolute-value circuit with only two matched resistors 
is formed by an inverter and a voltage follower with output gating that 
selects the positive output voltage. 
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to develop low error with the input bias current of Ag in one mode but 
to present a moderate load to A, in the other mode. 

Basically the circuit consists of an inverter and a voltage follower 
connected in parallel with diode gating to select the output which is posi- 
tive. The gating diodes are enclosed in the amplifier feedback loops 
so that they introduce only small errors. When the input signal swings 
positive, the output of A, becomes negative and the output of Ag becomes 
positive. These outputs reverse-bias Dg and torward-bias D, to connect 
Ag to the output terminal for a voltage-follower configuration. No signal 
current flows in Rg in this state, as Dg is reverse-biased by the positive 
output, and this makes the output voltage essentially equal to the input 
voltage. In this mode the output of A, is clamped by D, to prevent sat- 
uration and an associated switching delay. 

For negative input signals A; develops the positive output voltage and 
is connected to the output terminal of the overall circuit. This results 
in an inverter circuit connection to give e, = —e;. In this state A» 
is clamped by Ds to avoid saturation, and A, draws current through Rg 
from A,. Since a different amplifier is now connected to the output, 
the output offset created by dc amplifier errors will have changed with 
the switching. Switching speed and the associated response limit are 
determined by the slewing rate limits and gains of the amplifiers as de- 
tailed in Sec. 4.8.3. 


4.3.2 Single amplifier configurations = tach of the absolute-value circuits 
of the previous section uses two operational amplifiers to develop precise 
full-wave rectification. For moderate accuracy requirements the circuits 
of this section provide absolute-value conversion with one amplifier. 
Once again, the circuits have some means of switching the net circuit 
gain from -+1 to —1 when the input signal polarity reverses. One of 
the circuits switches from a voltage-follower configuration to an inverter 
configuration, and the last two circuits employ current rectifiers. The 
follower/inverter circuit is illustrated in Fig. 4.14. In this circuit the 
polarity of the input signal is detected by the zero-crossing switch formed 
with Qs and Q4. This switch drives Q, to alter the effective circuit con- 
figuration. 

For negative input signals Q, is at ON to turn Q, to ON and to ground 
the noninverting input of the amplifier. In this state the amplifier oper- 
ates as an inverter, with Q> serving simply as a compensation resistance. 
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Fig. 4.14 A simple absolute-value circuit is formed with a zero- 
crossing switch which converts an inverter to a voltage follower. 


This added FET behaves as a resistor as long as its current is below Ipss, 
and the voltage developed on this resistance compensates for that lost 
on the switch Q;. When the input signal becomes positive, both Q, 
and Q,; are turned to OFF. Then the noninverting input is returned to 
the input signal through a resistor. Essentially no signal current flows 
through this resistor to the amplifier input, and so this input follows the 
input signal voltage. The inverting input of the amplifier will follow this 
signal on the noninverting input, so that no signal voltage is impressed on 
the R; summing resistor. As a result, no signal current is supplied to the 
R, feedback resistor, and the output follows the input signal. In other 
words, the circuit operates as a voltage follower. 

Performance is primarily limited by the errors of switch Q,, with 
smaller errors contributed by the operational amplifier. When at ON, 
this switch has an ON resistance error which is largely compensated by 
means of Qy. The residual ON resistance error voltage has the effect 
of a gain error, since it is related to signal current. A compensating gain 
adjustment can be made by adjusting the value of the summing resis- 
tor. In the OFF state Q, creates a leakage current flow in its input re- 
sistor to develop an error voltage. A similar error is developed by the 
input bias current of the amplifier. All the errors developed by the 
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amplifier are the same as those developed in the common inverter and 
voltage-follower circuits. Another source of error can be the extreme 
change in circuit input impedance as its state switches. This impedance 
changes from (R,/2) || Re to the common-mode input impedance of the 
amplifier, and this can result in a severe change in input loading effects. 

Where the input signal is a current, the absolute-value conversion can 
be performed with the simpler circuit of Fig. 4.15. In this case the signal 
itself switches the connection to the amplifier. For a negative signal 
current D, is ON and the current flows in the feedback resistor to de- 
velop an output voltage of e, = — i;R. When the input signal current 
is positive, De is turned to ON to pass the current to the noninverting 
input. Here it develops a voltage on the input resistor that is followed 
by the amplifier to give an output of e, =ijR. In summary, the signal 
current is gated by the diodes to that input which will result in a positive 
output. 

Another absolute-value conversion technique makes use of the ease 
with which currents can be rectified. When the signal is a current in- 
stead of a voltage, no error is introduced by the forward-biasing voltages 
of rectifying junctions. To make use of this property, the controlled cur- 
rent source techniques of Sec. 3.2 can be used for voltage-to-current con- 
version. In this way the absolute-value circuit of Fig. 4.16 is formed, 
with Q; and Qs, as current output transistors for opposite current polari- 
ties. The operational amplifier drives either Q or Qg to whatever level 
is required to make the inverting input follow the noninverting input. 
Then a voltage equal to the input signal is established on Rj, and the as- 
sociated current is supplied through either Q; or Qg. 


D4 R 


Fig. 4.15 Absolute-value conversion of a signal current is per- 
formed in this circuit by signal switching of input connections. 
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Fig. 4.16 Absolute-value conversion is achieved here by convert- 
ing the signal to a current and rectifying the current. 


If the input signal is positive, Q, supplies the current from its emitter, 
and the resulting collector current flows in the load resistor Rg to devel- 
op the output voltage. In this state no current is supplied to the load 
resistor from Qs as this transistor has zero base bias when Qz is OFF. 
Then the load current is essentially the current in R, less the base current 
of Q;. For Ro = Rj, this results in E, =e. When the input signal 
is negative, Q; is OFF, and Qs» supplies the current to R;. Collector cur- 
rent from Qs» flows in Q4 to develop base bias for current source Qs. 
The collector current which Qs supplies to Rg equals the biasing current 
supplied by Qz for the configuration shown. Then, once again, the cur- 
rent in R, is transferred to the load, except that the current is inverted in 
this case. Either polarity of input signal results in the same polarity for 
the load current. | 

The principal error sources of this circuit are the base current losses 
of Q; and Q, and the mismatch between Q, and Qs. From the base 
current losses a current-sensitive gain error results which equals 1/8. 
This error is greatly reduced if Darlington pairs are used for Q; and 
Q,, making the gain error 1/8”. Additional error is introduced by the 
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base current lost to Qs, but this error is already limited to 1/8’. Unequal 
base currents or emitter-base voltages for Q4 and Qs make the transmis- 
sion gain of this current source nonunity. For accurate circuit gain, Q4 
and Qs must be closely matched for B and emitter-base voltage over the 
full range of signal currents. Matching over a wide current range is most 
easily approximated with monolithic dual transistors. Operational 
amplifier errors add to the limitations of the circuit, but these latter 
errors are a relatively small addition. Response speed is the primary 
characteristic limited by the amplifier, as detailed in the next section. 


4.3.3 Improving frequency response High-frequency performance with 
most of the preceding absolute-value circuits is limited by the speed with 
which an operational amplifier can turn OFF one rectifying diode and 
turn ON the other. While the first diode is being turned to OFF, a signal 
is passed with the wrong polarity, and while the second diode is turning 
to ON, no signal is passed. For there to be no error during this transition, 
the transition would have to be instantaneous. However, the slewing 
rate and gain of the operational amplifier limit the speed with which the 
output of the amplifier can swing the voltage equal to two diode voltage 
drops 2V;. Ifthe input signal e; is small, the rate of change of the ampli- 
fier output voltage will equal the rate of change of the input signal mul- 
tiplied by the open-loop gain of the amplifier at the signal frequency 
A(f;). The transition time will then be the time required for the input 
signal to transverse a voltage of 2V;/A(f;). For larger signals, the rate 
of change of the amplifier output voltage is limited to its slewing rate 
limit S,, and the transition time will be 2V;/S,. Since the ideal transi- 
tion time would be zero, the response limitations imposed during this 
time by A and §S, are far more serious than those imposed in simply fol- 
lowing the signal. This results in response limits at much lower fre- 
quencies for absolute-value conversion than for simple amplifier appli- 
cations. 

Two techniques for reducing these frequency response limitations are 
presented in this section. The first is a means of removing the response- 
limiting phase compensation during the switching transition, and the sec- 
ond is a biasing circuit that reduces the transition voltage range. During 
that portion of the switching transition for which neither rectifying diode 
is ON, the feedback path around the amplifier is open. In this open-loop 
state most operational amplifiers require no phase compensation and 
would have a much higher slewing rate and high-frequency gain without 
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the phase compensation. Then, by switching out the phase compensa- 
tion for the open-loop state, frequency response limitations are signif- 
icantly reduced. 

For operational amplifiers with external, Miller-effect, or feedback 
phase compensation, the described operation is achieved by the circuit 
of Fig. 4.17. Shown here are the switching portions of an absolute- 
value circuit with conventional feedback phase compensation (a) and the 
modified compensation (b). With the conventional connection the phase 
compensation is connected at all times. However, with the modified 
configuration the amplifier output is connected to a compensation capac- 
itor only when one of the diodes is ON. Asa result, phase compensation 
is connected when it is needed for stability but is not connected when it 
would unnecessarily limit the switching transition time. This technique 
can be applied to or adapted to all the previous absolute-value circuits 
which rely on an operational amplifier to drive the rectifying diodes. 

Alternately, the transition time and its associated error can be reduced 
by decreasing the transition voltage range. As mentioned above, the 
amplifier output must swing a voltage of 2V; during transition in order to 
turn one diode OFF and turn the other one ON. This voltage swing re- 
quirement can be reduced by biasing the diodes near their ON states. 
To achieve this without slightly forward-biasing the diodes, the room- 
temperature bias voltages must be below the ON voltage V; by 60mV 
per decade of current reduction desired in switching to the new OFF 
state. An 18mV error in this bias voltage will change the OFF state cur- 
rent by a factor of 2 at room temperature. Not only must the diode bias 
be accurately placed below a given diode forward voltage V;, but it must 
also track the highly temperature-sensitive V3. 


(a) 


Fig. 4.17 Response limitations in absolute-value conversion are re- 
duced by disconnecting the phase compensation during the switching 
transition. 
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Fig. 4.18 The principal response limitation in absolute-value conversion is 
reduced by diode biasing for transition swing reduction. 


Fortunately, the required bias level and bias tracking can be derived 
from a matching semiconductor junction, as shown in Fig. 4.18. Here 
the conventional absolute-value switching section (a) is altered by diode 
bias networks in (b). In the modified circuit the switching diodes are 
biased away from the amplifier output level so that both diodes are on 
the verge of turn-on at the signal zero crossing. The diode bias levels are 
the voltages on the resistors labeled 0.7R,. No current flows in these 
resistors from D, and Dy at the signal zero crossing, so that the bias levels 
are set primarily by currents from the resistors labeled R,. If the base 
currents of Q; and Qs, are negligible in comparison, then the currents 
in the bias resistors are essentially equal to the current Vgz/R, supplied 
by the R resistors. This results in diode biases of 0.7Vpx, and, if Var 
approximately matches V;, the diodes will be biased at 70 percent of 
their forward voltages. Transition time and its associated errors will be 
similarly reduced. When switched from the ON state to the biased 
state, the diode voltages drop by about 0.3V;, or around 180 mV at room 
temperature. This decreases the diode currents by a factor of 1,000 to 
limit OFF state leakage. For the most accurate biasing each diode can 
be replaced by the emitter-base junction of a transistor which is matched 
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to the associated bias transistor. The emitter-base junction breakdown 
voltage does, however, limit signal swing in the latter case. 


4.4 Sample-hold and Peak Detector Circuits 


In analog instrumentation, sample-hold and peak detector circuits serve 
as memory elements. With a memory capability computation involving 
signals which occur at different points in time can be performed, and 
brief signals can be extended in time. In this way sampled signals are 
held between updates, and analog signal delays are produced. By hold- 
ing the output signal of a digital-to-analog converter during switching, a 
sample-hold circuit removes the transients created by nonsimultaneous 
bit switching. Most sample-hold circuits can be converted to peak de- 
tectors with simple modifications that make the signal determine the op- 
erating mode. Specifically, the peak detector circuit switches to a SAM- 
PLE mode whenever the signal exceeds a previously stored level, and 
then the circuit returns to a HOLD mode whenever the signal drops be- 
low the most recently stored level. Generally this operation is achieved 
by replacing mode-control switches with diodes that are switched by the 
circuit currents themselves. Some provision is also added for resetting 
the storage capacitor. Peak detectors are well suited to detection of sig- 
nal maxima and minima and to amplitude detection with periodic signals. 

Discussed in this section are various techniques for improving the 
accuracy and speed of conventional sample-hold and peak detector cir- 
cuits.! Typically, speed and accuracy are interchangeable in these types 
of circuits, as they are controlled largely by the size of the storage capaci- 
tor. A large storage capacitor reduces the droop with time produced by 
parasitic current drain on the capacitor, but a small storage capacitor can 
be charged faster in acquiring a new signal level. The techniques pre- 
sented here improve performance without making this compromise. 
Most of the circuit techniques described can be applied to either sample- 
hold or peak detector circuits. 


4.4.1 Accuracy improvements Typical sample-hold and peak detector 
circuits are accuracy-limited by the errors of operational amplifiers, of 
switches, and of the storage capacitor. Finite switching times result in 
errors considered in the next section. Leakage and dielectric absorption 
in the storage capacitor are primarily controlled by the choice of capaci- 
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tor type. Inthe SAMPLE mode the stored voltage does not track the sig- 
nal exactly as a result of signal losses on the control switch and of the nor- 
mal errors of amplifiers. In the HOLD mode the stored voltage droops 
or decays with time due to parasitic currents, including switch leakage, 
amplifier input currents, and capacitor leakage. Several circuit modifi- 
cations are described in this section which reduce or compensate for the 
errors in the two operating modes. 

Some of the simplest sample-hold circuits are variations on resettable 
integrators, which were covered in Sec. 3.1.2. In the RESET mode the 
voltage on the integrating capacitor will track the voltage on the RESET 
input. The capacitor will hold its final RESET voltage level when the 
RESET circuit is switched out if there is no signal at the integrator input. 
Then, by removing the input connection to an integrator and applying the 
signal to the RESET input, a sample-hold circuit is formed, as shown in 
Fig. 4.19. With this circuit a mode control is achieved with switch Q> 
which connects resistive feedback around the amplifier in the SAMPLE 
mode. 

By itself, Q2 would introduce major errors. In the SAMPLE mode the 
ON resistance ron of the switch supports part of the voltage intended 
for the capacitor. This error is developed with a current of Ig + 
(1/C)(de;/dt), and for slowly varying signals, the error reduces to Igron. 
In the HOLD mode Q, is OFF to disconnect the signal sensing point of 
the amplifier. Now the drain-source leakage current of Q», creates error 
as it discharges C. To greatly reduce this discharging the switch Q, 
is added. This second switch shorts the drain of Qz to ground so that the 


Fig. 4.19 In a simple integrating 
sample-hold circuit the leakage 
current of mode switch Qo _ is 
greatly reduced by holding its OFF 
stage voltage near zero, using 
switch Q}. 
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leakage-inducing voltage across the FET is near zero. In this way the 
parasitic discharge current is essentially reduced to the small gate-source 
leakage of Q, and the input bias current of the operational amplifier. 

For sample-hold circuits the choice between JFET or MOSFET 
switches is largely dictated by the type of leakage current that can be tol- 
erated. With JFET switches the gate-source leakage current increases 
drastically at high temperature. While the corresponding leakage cur- 
rent of an MOSFET does not have this high thermal sensitivity, the MOS- 
FET switch does have an equally serious junction leakage current. This 
is the leakage of the substrate-to-channel junction, and this error current 
will flow to either the drain or the source or both as controlled by bias 
voltages. Another significant leakage current not avoided with a MOS- 
FET switch is the drain-source leakage. Both of the leakage currents 
mentioned can be greatly reduced by maintaining zero voltage drops 
across their leakage paths. 

A means for implementing this leakage reduction technique in a com- 
mon sample-hold circuit! is shown in Fig. 4.20. The basic circuit is mod- 
ified by the insertion of switch Qs, and resistor Rg. In the HOLD mode 
Q, is ON for feedback around A,, and Q», and Qs are OFF to disconnect 
the storage capacitor from the input amplifier. Then the voltage on this 
capacitor is established at the output by voltage follower Ay. A decay 
in this voltage results from the leakage current through Qs, which is com- 
posed of the gate-drain, drain-source, and drain-substrate leakage cur- 
rents. Generally, the gate-source leakage is a negligible component, 
and the other leakages are governed by their supporting voltages. 

With the drain-substrate junction across the inputs of Ag, this junction 
is essentially zero-biased for greatly reduced leakage. Similarly, the 
drain-source voltage on Qs is quite low in this mode, with both Q», and 
Qs OFF. The voltage at the source of Qs differs from that at its drain by 
only the drop on Rg created by the leakage of Qs added to the input offset 
voltage of Ay. Both of the described leakage-reducing biases on Qs 
are made possible by the addition of switch Q2. This added switch dis- 
connects Qs from the input amplifier in the HOLD mode to remove sig- 
nals that would forward-bias the substrate junction and create drain- 
source leakage. Without Qs, the substrate of Q3 would have to be biased 
below the most negative signal level, and this bias would result in drain- 
substrate leakage. 

In the SAMPLE mode Q, is OFF while Q, and Q3 are ON to connect 
the input amplifier to the capacitor. Current flow in Qs develops a small 
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Fig. 4.20 Addition of a third switch to a common sample-hold configuration 
maintains low voltages on the switch leakage paths that create storage capaci- 
tor voltage decay. 


voltage with the ON resistance which can tend to forward-bias the 
source-substrate junction, but any resulting substrate current will not 
create error under the feedback connection of this mode. With Q; OFF 
the feedback to A, is directly from the output. This forces the voltage on 
the capacitor to remain at whatever level makes eg = e; within the input 
errors of A,. Essentially no errors are developed by the ON resistances 
of Qs and Qs or by the input errors of Ag, as these errors are within the 
feedback loop. These errors become significant only at high frequencies 
where the gain of A, is low. 

The input bias current of an operational amplifier can be as significant 
an error source in sample-hold circuits as the leakage current of the 
switch. Further reduction can be made in the HOLD mode voltage 
droop by means of a circuit that reduces both sources of error current. 
Once again the associated circuit modifications are illustrated on a com- 
mon sample-hold configuration (Fig. 4.21). Here the basic circuit is 
modified by the insertion of switch Qs; and the feedback capacitor on Ag. 
As before, Q; and Qs are switched out of phase to alter the feedback: 
around A, and to interrupt the connection to the storage capacitor. 
However, the HOLD mode decay of the storage capacitor voltage is now 
compensated by a voltage on the added feedback capacitor. Each capac- 
itor will have a voltage change created by an amplifier input current and 
by the drain-source and gate-source leakages of the associated switch. 

The capacitor voltage changes will be equal and will result in no out- 
put voltage droop if the various error currents are matched. Generally, 

the input bias currents of the operational amplifier will be matched, and 
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Fig. 4.21 To compensate for the storage capacitor voltage decay during the 
HOLD mode, a correction voltage is developed on a feedback capacitor. 


matched switches will have matching leakages under equal voltages. 
Since the gates of Qs and Qs are common, the gate-drain voltages of the 
switches differ by only the input offset voltage of Ag, and the associated 
leakage currents will be essentially equal. In this HOLD mode the 
sources of Qs and Qs are connected by switch Q), so that the drain-source 
voltages and resulting leakage currents are matched. Straightforward 
matching of switch leakages and capacitor values will provide an order- 
of-magnitude reduction in output droop. The compensating capacitor 
voltage is reset to zero in the SAMPLE mode by the shunting of Qs. 
For rapid reset R, should be small, but not so small as to heavily load 
the output of Ag in the HOLD mode. In HOLD a voltage is developed on 
R, that equals the difference between the input and output signals. 


4.4.2 Speed improvements Ideally, a sample-hold circuit should re- 
quire only a very short SAMPLE time and should be capable of a very 
long HOLD time. As described in the previous section, the HOLD time 
is limited by the output droop resulting from storage capacitor discharge 
by parasitic currents. The principal determinants of the required SAM- 
PLE time are the transistion times between the two operating modes. 
For the SAMPLE-to-HOLD transition the aperture time is defined as the 
time required for switch opening and circuit settling. For the HOLD- 
to-SAMPLE transition the acquisition time is that necessary for switch 
closure, capacitor charging, and circuit settling. 

Typically, charging the capacitor to the new signal level is a major 
component of acquisition time, and the charging is rate-limited by either 
the available current or the slewing rate of the driving amplifier. With 
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a large storage capacitance, the capacitance and the available charging 
current define the rate limit, yet large capacitances are desirable to re- 
duce droop from parasitic discharge. Then, the large capacitance 
needed for long HOLD times increases the required SAMPLE time, re- 
sulting in a compromise between the two time characteristics. One 
way to avoid this compromise is to use two cascaded sample-hold circuits. 
In this approach the first circuit has a small storage capacitance for rapid 
acquisition. The associated high droop rate is circumvented by the sec- 
ond sample-hold circuit, which acquires the stored voltage from the first 
circuit before significant droop occurs. For this transfer the second 
circuit can have a longer SAMPLE time and a larger capacitance for long 
HOLD time. 

Obviously, another way to increase the capacitor charging rate and 
decrease acquisition time is to boost the charging current. To boost 
the charging current from the driving operational amplifier, the tech- 
niques of Sec. 2.2.1 can be applied. This task is eased by the low duty 
cycle of the charging current in short SAMPLE times, which permits 
use of transistors of lower power capability. In peak detector circuits 
the current boosting can often be achieved by simply replacing a rectify- 
ing diode with an emitter-follower. Such a modification is shown in Fig. 
4,22 for a common peak detector circuit.' When the input signal to this 
circuit slightly exceeds the stored voltage established at the circuit out- 
put, the output of A, swings positive to turn ON the transistor and 
further charge C. The charging current is primarily limited by the col- 
lector resistor instead of by the output current capability of A,;. Charg- 
ing continues to make the output voltage follow the input signal until this 


Fig. 4.22 A peak detector with an emitter follower in place of 
a rectifying diode has a higher limit on the capacitor charging 
rate. 
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signal begins to decrease. Since the transistor cannot then supply the 
opposite polarity current for discharge, it becomes reverse-biased, dis- 
connecting the storage capacitor from the signal. As a result, the capaci- 
tor voltage remains at the level of the most recent signal peak unless 
reset by some discharge mechanism. If the reverse-bias voltage on the 
transistor is capable of driving the emitter-base junction into breakdown, 
a protection diode must be added in series with the transistor base. 

Another SAMPLE speed limiting factor is the circuit settling time, 
which affects both acquisition and aperture times. Fast settling is some- 
what more difficult to achieve when the circuit feedback loop encloses 
two operational amplifiers, and will require additional phase compensa- 
tion. Added phase compensation reduces bandwidth and increases 
settling time, as discussed in Sec. 1.2.2. 

A variety of sample-hold circuits avoid the above settling time increase 
by using separate feedback loops for individual amplifiers. While this 
normally leaves the switch ON resistance without feedback for error 
reduction, this compromise can be avoided with the circuit of Fig. 4.28. 
In the SAMPLE mode Qs, connects A; to C and Qs: connects the feedback 
of A; directly to the capacitor. Then, the ON resistance error of Q» 
is within a feedback loop and is greatly reduced. While Qs introduces a 
new ON resistance error, the current in this added resistance is only the 
input current of the amplifier, so very little error results here also. In 
the HOLD mode Q, connects the feedback of A; to the amplifier output 
instead of to the storage capacitor. Both Qs» and Qs: are then OFF to 
disconnect the storage capacitor from the signal. The added feedback 
switch Qs adds a switch leakage current drain on the storage capacitor 


Fig. 4.23 Improved sample-hold settling time is achieved with separate ampli- 
fier feedback loops, and the switch ON resistance error can be removed by 
connecting it in the feedback loop of the input amplifier. 
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equal to that from Q». This independent feedback approach also places 
the input offset voltage and common-mode error of Ag outside the SAM- 
PLE mode feedback loop. As a result, these error sources are not 
avoided as they are in the two-amplifier feedback loop. 


4.5 RMS Converters 


Several characteristics of a signal can be meaningful measures of its mag- 
nitude, including its rms value, its peak value, and its average value. 
While there are specific cases where the peak or average value is the 
most direct measure of magnitude, the rms value of a signal is generally 
the most meaningful since it is an indicator of the energy content of the 
signal without regard to its waveform. A number of operational ampli- 
fier circuit techniques indicate the rms signal level by converting the 
signal to a corresponding dc voltage. These techniques include analog 
computing methods and thermal approaches, which use the heating value 
of a signal as a measure of its energy content. 


4.5.1 Computing techniques By means of analog computation a signal 
can be electrically processed through the mathematical operations re- 
quired to derive its rms value. This can be done either by detecting the 
average value of a given waveform and relating it to the associated rms 
value or by computing the rms value directly. Although it is limited to a 
specific waveform, the average reading method is simpler to instrument. 
To derive the average value of a signal magnitude, it is first rectified by 
an absolute-value circuit, as discussed in Sec. 4.3, then the rectified sig- 
nal is filtered to find its average value. The rms signal magnitude is 
found from this average value using the conversion factor appropriate for 
the waveform of the signal. To derive this conversion factor the average 
value of a waveform is compared to the rms value of the waveform, 


which is defined by 


E (rms) = [= [Telt)? at = e(t)? 


For a sinusoid the resulting rms value is 1.11 times the average of the 
absolute value, and for a bipolar square wave the conversion factor is 
1.0. By adding the appropriate conversion factor to the gain of the aver- 
aging circuit, an rms-to-dc converter is formed. 

In the general instrumentation application it is desirable to detect the 
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Fig.4.24 Straightforward analog computation can provide rms-to-dc conversion. 


rms value of any arbitrary waveform, and the average reading circuit in- 
troduces significant errors when used with other than its design wave- 
form. Even if only one type of waveform is to be measured, distortion 
components will disturb precise rms measurements. For these reasons 
it is often desirable to use a true rms reading circuit. To compute the 
true rms value of a signal the mathematical operations defined in the 
above expression for rms value can be performed. From this expression 
it can be seen that the rms computation involves squaring the signal, 
averaging this result, and then taking the square root of this average. 

The circuit of Fig. 4.24 performs these mathematical operations for 
rms-to-de conversion. First the input signal is squared by an analog 
multiplier, then it is averaged by a low-pass filter. To determine the 
filter element values, the permissible ripple and response time are con- 
sidered. The output of the filter is applied to an operational amplifier 
which has a feedback multiplier to form a square-root circuit. To main- 
tain near-zero voltage between its inputs, the amplifier will develop that 
output voltage which will make the feedback multiplier output voltage 
equal that of the filter. Since the feedback multiplier is connected in a 
squaring configuration, the required amplifier output has the indicated 
square-root relationship with the filter output voltage. The overall result 
is adc output voltage equal to the rms value of the input signal. Conver- 
sion accuracy is directly limited by the errors of the multipliers and the 
amplifier, but total low-frequency error can be reduced to 0.1 percent of 
full scale. Added to the operational amplifier feedback loop are phase 
compensation elements Rg and Cy, which may be required to compensate 
for the phase shift of the feedback multiplier. 
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4.5.2 Thermal techniques Since the rms value of a signal magnitude 
represents its energy content, a direct measure of rms value is the heating 
value of the signal. By comparing the heating produced by power dissi- 
pation from a signal to that produced by a dc voltage, a null can be at- 
tained for which there is equal heating. At this null the dc voltage will 
equal the rms value of the signal voltage. Since the signal can be isolated 
to a heating element, the rest of the circuit can be connected to process 
essentially dc voltages, and very wide measurement bandwidths can be 
achieved. The key components in this thermal approach are the heating 
and sensing elements. For heating elements resistors are convenient be- 
cause of their ease of fabrication and matching. Two types of heat-sens- 
ing elements are described below; they are thermocouples and semicon- 
ductor junctions. 

By wrapping a thermocouple in resistance wire, a closely coupled heat- 
er/sensor element is formed for rms detection as shown in Fig. 4.25. As 
connected, the circuit is a null-seeking feedback loop that develops that 
output voltage needed to maintain equal thermocouple voltages. Any 
signal applied to preamplifier A; will increase the dissipation in the input 
heater resistor. The resulting temperature change varies the input ther- 
mocouple voltage and momentarily unbalances the input voltages of the 
operational amplifier. To correct the unbalance, the amplifier develops 
an output voltage that heats the feedback thermocouple to the same tem- 
perature. This output signal is reduced to a dc level by the filtering of 
the phase compensation and the slow thermal responses of the heater/ 
sensor elements. Since the dc output voltage produces the same heating 


Fig. 4.25 To provide thermal rms conversion, matched heating resistors and 
thermocouples are connected in a null-seeking comparison circuit. 
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effect as the input signal, the output voltage equals the rms value of the 
input voltage. When the input signal is removed, the input thermocou- 
ple voltage drops and the polarity of the amplifier output voltage re- 
verses. This reverse-polarity voltage would also create heating, and so it 
is disconnected by the diode shown. 

In addition to the normal accuracy limitations imposed by the ampli- 
fiers, the heater/sensor elements introduce several sources of error. Any 
mismatch in heater resistors results in unequal input and output rms volt- 
ages for the equal-heating null. Analogously, any mismatch in the ther- 
mal resistances controlling heat losses will result in unequal voltages at 
the equal-temperature null. A similar error is produced by differences in 
thermocouple temperature characteristics, which are nonlinear and diffi- 
cult to match. With care these errors can be reduced to 0.1 percent of 
full scale. Output settling to this error level is limited to several seconds 
by the thermal responses of the heater/sensor elements. 

Several of the difficulties encountered with the above thermal rms 
converter can be reduced by using semiconductor junctions instead of 
thermocouples as the heat-sensing elements.® This is accomplished in 
the circuit of Fig. 4.26 by using the emitter-base junctions of transistors 
as heat-sensing elements. Due to the gain developed by these sensing 
transistors, the error effects of the monitoring amplifier are significantly 
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Fig. 4.26 Thermal rms conversion can be achieved with transistors as sens- 
ing elements to reduce several errors of the previous thermocouple circuit. 
(Koerner, U.S. Patent 3,668,428, 1972) 
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reduced over those of the thermocouple form. Circuit operation is anal- 
ogous to that of the thermocouple rms converter described above. Once 
again, matched heaters and sensors are connected in a null-seeking feed- 
back loop which reaches equilibrium when the input and output voltages 
have the same rms value. Under this condition the two voltages create 
equal heating for equal emitter-base voltages and balanced collector 
currents. 

As with the thermocouple circuit, errors are largely determined by 
mismatches between the input and feedback signal paths. Unequal in- 
put and output rms values result from mismatches in heater resistors, 
thermal losses, and sensors. In this case thermal losses are easier to con- 
trol since the resistor and transistor can be integrated together on a small 
chip. In addition, the low thermal mass of this chip responds faster, im- 
proving output settling time. Now the settling time is primarily deter- 
mined by the filtering phase compensation. Sensor matching is much 
simpler with semiconductor junctions, as they have linear temperature 
characteristics which ensure close thermal tracking from matching at 
only one temperature.! Added sources of mismatch error in this circuit 
are the differences in transistor betas and collector resistors. Overall, 
the transistor sensor significantly eases reduction of error to 0.1 percent 
of full scale for this rms converter configuration. 
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SIGNAL GENERATORS 


Precise, controllable signals of almost any type can be generated by using 
operational amplifiers.! Sime waves, square waves, triangle waves, 
ramp trains, pulse trains, and timed pulses are generated by circuits of 
varying complexity and convenience as described in this chapter. In 
most cases, the signal characteristics are determined by a few compo- 
nents external to the operational amplifiers for ease of control. Variable 
controls over numerous signal characteristics are also achieved. Voltage 
control of signal characteristics is outlined for various modulation 
techniques. | 


5.1 Sine-wave Generators 


As a reference signal, test signal, or carrier, the sinusoidal waveform is 
the most commonly used. A great variety of circuits have been devel- 
oped for generating sine waves, including a number of operational ampli- 
fier circuits which provide signal precision and circuit simplicity. With 
operational amplifiers the signal frequency and amplitude can be essen- 
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tially set by feedback elements alone. Discussed in this section are 
Wien-bridge oscillators and a variety of other sine-wave generators which 
are controlled by phase shift, a crystal, a square wave, and multipliers. 


5.1.1 Wien-bridge oscillators For fixed-frequency applications the 
Wien-bridge configuration is about the simplest precision sine-wave gen- 
erator. With an operational amplifier as a gain element, such an oscilla- 
tor will have a frequency that is precisely controlled by the bridge ele- 
ments. Amplitude control is achieved by means of automatic gain 
control (AGC), and several such control techniques are described below. 
Shown in Fig. 5.1 is one of these, where the Wien bridge is formed by the 
components labeled R and C, and where AGC is provided by zener diode 
feedback. The Wien-bridge elements supply positive feedback around 
the amplifier to induce oscillation, and oscillation results at the frequency 
f = 1/2mRC, where the positive feedback peaks. A peak in the positive 
feedback results because the series capacitor increases feedback with 
frequency while the parallel capacitor decreases it. For equal resistors 
and capacitors in the Wien bridge, as shown, the peak feedback factor is 
1 Then, for a gain of 3 through the amplifier, the gain around the 
positive feedback loop is unity and oscillation results. The amplifier gain 
is set by the feedback to its inverting input. 

Deviations from unity in the gain around the positive feedback loop 
cause the oscillation amplitude to diverge or converge with time. Ex- 


Fig.5.1 With this Wien-bridge oscillator, the frequen- 
cy is determined by the positive feedback, and the 
amplitude is set by the negative feedback. 
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tremely precise gain setting would be required for amplitude stability 
without AGC. With AGC the initial gain is set slightly high to initiate 
oscillation; however, the greater this gain is, the greater the distortion. 
As the signal amplitude approaches the desired peak level, AGC feed- 
back begins to reduce gain and stops the signal increase. Without AGC 
the signal amplitude would be limited only by the saturation of the ampli- 
fier, and the resulting distortion would be quite high. In Fig. 5.1 the 
increasing signal turns on the zener diode feedback for the desired gain 
reduction. A resistor in series with the zener diodes limits the gain re- 
duction to prevent distortion from a drastic gain change. The gain 
change is further reduced by returning this AGC feedback to the input 
resistor rather than directly to the amplifier input. 

For this sine-wave generator the frequency is determined by the feed- 
back to the noninverting amplifier input and the amplitude is primarily 
set by the feedback to the inverting input. The accuracy and stability of 
the waveform frequency are controlled by the characteristics of the 
Wien-bridge R and C elements. A maximum frequency of operation is 
set by the slewing rate limit of the operational amplifier. Waveform 
amplitude will be slightly greater than the zener diode voltage. While 
the exact amplitude can be varied slightly by adjusting the negative feed- 
back, this also greatly affects distortion. Generally these feedback resis- 
tors are chosen for low distortion, and the zener voltage is selected for the 
desired amplitude. In this way distortion can be reduced to around 0.5 
percent with this circuit. 

A significant reduction in distortion can be achieved by using an AGC 
loop that produces the ideal gain level rather than the clamping of the 
above zener diode approach. The zener clamp technique introduces dis- 
tortion by the abruptness of the gain change accompanying zener turn-on 
and by the positive feedback gain of greater than unity needed to initiate 
oscillation. For more gradual gain change, thermistors and incandescent 
lamps are often used as signal-sensitive feedback elements. Both types 
of elements change their resistance to lower gain as their temperatures 
are raised by increasing feedback signal currents. While this produces a 
more gradual gain change, the initial gain must still be set high for 
turn-on. 

To also avoid distortion from excess gain, an active AGC loop which 
reduces gain to the optimum level following turn-on can be used. This 
is achieved by using an FET as a voltage-controlled resistor, as in Fig. 5.2. 
The control voltage is derived from the output signal with a common 
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Fig. 5.2 A continuous-acting AGC loop reduces distortion for a 
Wien-bridge oscillator. 


rectifying and filtering detection approach. Here the detected voltage is 
that which exceeds the turn-on level of the zener diode reference. When 
the signal peaks are below the detection level, as during turn-on, the FET 
has zero gate-source bias and appears as a low resistance. This connects 
the resistor labeled 10R, to temporarily raise gain and initiate oscillation 
or increase amplitude. As the amplitude passes the detection level, the 
gate voltage is pulled below that of the source to begin turning the FET 
OFF and raising its resistance. At some signal amplitude the FET resis- 
tance is that which makes the net gain unity around the positive feedback 
loop, and the amplitude stabilizes. The gain remains near unity through- 
out the oscillation cycle, as the filter capacitor holds the gate bias be- 
tween peaks. 

In the above operation the critical gain is made greater than unity for 
turn-on, but the gain is lowered to unity at equilibrium for low distortion. 
Since the AGC loop controls the gain in both the turn-on and equilibrium 
states, the adjustment of feedback resistors for gain trim is far less critical 
than in the previous zener clamp circuit. Some gain change does occur 
during each oscillation cycle due to the discharge of the filter capacitor 
C, by the reset resistor Ro. By making the associated time constant 
large, this effect is reduced, but so is the response of the AGC. How- 
ever, distortion can be limited to 0.2 percent with this active AGC loop. 

For a highly precise and stable signal frequency, a parallel mode crys- 
tal can be added to the Wien-bridge oscillator of Fig. 5.2, as shown in 
Fig. 5.8. The very high selectivity of the crystal greatly sharpens the 
frequency peak of the positive feedback to control the oscillation fre- 
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Fig. 5.3 Addition of a crystal to a Wien-bridge oscillator 
provides highly accurate frequency control. 


quency. In this case the conventional positive feedback elements R and 
C serve primarily to filter out harmonics of the crystal and must be tuned 
with the resonant impedance of the crystal. At resonance the phase shift 
through the crystal is zero, and so its impedance is resistive. This resis- 
tance replaces one of the resistors of the conventional positive feedback 
in the circuit shown, although further resistance can be added in series 
with the crystal. To match the frequency peak of the conventional feed- 
back with that of the crystal, the resistor R is chosen or trimmed to equal 
the resonant impedance of the crystal, and the capacitor value C is select- 
ed for RC = 1/2mf,. Since the crystal impedance varies with tempera- 
ture, the gain of the positive feedback loop tends to vary, but the contin- 
uous-acting AGC loop will adjust for this. Where the thermal variation 
is too great, the gain can be desensitized from the crystal impedance by 
designing the positive feedback with a resistor in series with the crystal. 


5.1.2 Variable frequency circuits For the Wien-bridge oscillators de- 
scribed above, the frequency-determining elements also affect the critical 
gain of the positive feedback loop. Thus, any change in frequency made 
by altering these components must be followed by a precise adjustment 
of gain. For this reason a Wien-bridge oscillator does not permit simple 
frequency adjustment unless it has a sophisticated AGC circuit to auto- 
matically readjust gain over a wide range. Further discussion of AGC 
circuits is included in Sec. 6.4.2. Two other approaches to variable- 
frequency sine-wave generators which are discussed below are a special- 
ized phase-shift oscillator and a voltage-controlled quadrature oscillator. 
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The first circuit uses the phase-shift circuit of Sec. 3.5.1 to form a sine- 
wave generator that has a single resistor frequency control. To form 
the oscillator, two of the phase-shift circuits are connected in a loop with 
an amplitude limiter, as shown in Fig. 5.4. While the phase-shift cir- 
cuits, formed with A; and Ag, have phase shifts that vary with frequency, 
the circuits have gain magnitudes which are constant over the bandwidth 
of the amplifiers. This independence of gain magnitude and phase 
responses permits phase response variation for changing oscillation fre- 
quency without disturbing the gain magnitude of the feedback loop. 
The initial gain around the loop is set slightly greater than unity to initi- 
ate oscillation. As the oscillation amplitude rises, the zener diode feed- 
back provides AGC action by lowering gain, as discussed before for 
Fig. 5.1. 

At one frequency the phase shift around the overall feedback loop 
of Fig. 5.4 reaches 360°, and this will be the frequency of oscillation. 
For the phase-shift circuits the phase responses are determined by Rj, 
Rg, and the capacitors, as expressed by 


6; = —2 tan 'wRiC—180° and dg =—2tan !wR,C— 180° 


Added to these phase shifts is the 180° phase shift of the amplitude 
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Fig. 5.4 A sine-wave generator with a single resistor frequency control 
and a second, phase-delayed, output is formed with phase-shift circuits. 
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limiter, and the combination results in an oscillation at 


1 

as /RiRs 

To vary f{,, either R; or Rg or both can be adjusted. A 10:1 range can 
be reliably achieved by varying only one of the resistors, as drawn. 
Beyond this range the phase-shift contribution of one of the phase-shift 
circuits becomes small, and frequency control is degraded by extraneous 
small phase shifts. For greater range, Re should be switched as a range 
control while R; is used for the variable control. If highly accurate 
frequency control is needed, R; and Rg should be varied together to keep 
the phase-shift contributions of both circuits high. A maximum fre- 
quency limit is imposed by either the slewing rates or the phase shifts 
of the operational amplifiers. One unique feature of this circuit is that 
it will produce two sine-wave outputs with a known, controllable phase 
difference of 


o — bd, = —2 tan” *wRC for Rj = Rp =R 


A signal generator which has electronically variable gain permits 
automated instrumentation. For this purpose a quadrature oscillator’ 
can be frequency-controlled by electronic multipliers,” as shown in 
Fig.5.5. The principle of operation of a quadrature oscillator is based on 
the fact that the double integral of a sinusoid yields the negative of a sinu- 
soid of the same frequency and phase. Thus, the result of the double 
integration can be inverted and used for in phase positive feedback to 
induce oscillation. With amplitude stabilization, oscillation will occur 
at that frequency for which the integrator gains are such that integration 
does not change the signal amplitude. For the elementary quadrature 
oscillator the oscillation frequency will be that for which 


1 1 2 ee 
RG 7 fe JA sinagt at) dt = —A sin @ot 


In that case oscillation occurs at f, = 1/2mRC. 

For the modified quadrature oscillator of Fig. 5.5, the added multi- 
pliers vary the frequency of oscillation. Note that one of the multipliers 
has a negative gain to provide the required inversion in the feedback 
loop. Alternately, an inverter can be used or feedback can be returned 
to a noninverting integrator input.! With this circuit the output of each 
integrator is multiplied by Ec/10, and this has the same effect as multi- 
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Fig. 5.5 A sine-wave generator with voltage-controlled frequency is formed by 
using multipliers to control the gain in the feedback loop of a quadrature oscillator. 


plying the integrator gains by the same factor. This alters the frequency 
at which integration does not change signal amplitude, and thereby 
alters the frequency at which amplitude-stabilized oscillation will occur. 
This results in 


ee 
~ 10 2nRC 


fo 


As a result, the signal frequency can be varied in direct proportion to the 
control voltage Ec. To achieve this, some means of amplitude stabiliza- 
tion must be added to the circuit shown. While most of the AGC tech- 
niques of Sec. 6.4.2 can be used for this, the computing feedback tech- 
nique shown later in Fig. 5.7 is attractive for AGC over a wide range of 
frequencies. 

Other advantages are provided by the multiplier frequency control. . 
Very rapid frequency adjustment is permitted by the fast responses of 
the multipliers. Following a change in Ec, the frequency can stabilize 
in a fraction of a cycle if a fast-responding AGC circuit is used. With 
voltage control over frequency, this circuit readily provides frequency 
modulation. A combined frequency and amplitude modulation is at- 
tained if the outputs are taken from the multipliers rather than from the 
integrators. The range of frequency control is determined by the dy- 
namic range of the multipliers, and a 100:1 range is attainable. 


5.1.3 Variable-amplitude circuits For a variable-amplitude sine-wave 
generator, the previous circuits could be modified with a variable refer- 
ence for the AGC loop or with a variable-gain output amplifier. In any 
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case, some form of AGC must be used for amplitude stabilization with 
every sine-wave oscillator. Conventional AGC loops introduce distor- 
tion from the inevitable gain variation produced during each cycle. 
Described below are two other approaches to amplitude control which 
avoid adding distortion and permit simple amplitude variation. These 
circuits are a square-to-sine-wave converter and a computing feedback 
configuration that avoids the frequency sensitivity of common AGC 
circuits. 

With a square-to-sine-wave converter the amplitude control can be 
applied to the square wave without developing distortion in the sine 
wave. To make the conversion, the circuit of Fig. 5.6 simply filters out 
signal components. at all frequencies other than the fundamental fre- 
quency. Such filtering results in a sine wave at the fundamental fre- 
quency with some harmonic components. The harmonics to be filtered 
out can be determined with a Fourier-series representation of the square 
wave. 

To perform this filtering the circuit of Fig. 5.6 employs a multiple- 
feedback, bandpass filter! preceded by low-pass filter RjC,. The band- 
pass filter is designed for the fundamental frequency by choosing com- 
ponent values to satisfy the equation 


p — + /Rell Rs 

277 R4CeCs 
Beyond the bandwidth of the operational amplifier, the bandpass filter 
does not provide the needed filtering. To block the associated high- 


frequency harmonics, the low-pass filter R,C, is added. When accu- 
rately tuned, this circuit will produce a sine wave with less than 1 percent 


1 RoIIR 
° = or R4CoCz 


for R,C, << V/2rf, 


Fig. 5.6 A variable-amplitude sine-wave generator without distortion from ampli- 
tude control can be formed by controlling the amplitude of a square wave and filter- 
ing the result. 7 
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distortion. Further reduction in distortion can be achieved by adding 
filter stages identical to the bandpass circuit. 

As described earlier for the Wien-bridge oscillators, the distortion 
introduced by AGC is reduced with a continuous-acting gain control. 
To make the control continuous, the output signal is rectified and fil- 
tered to derive a control voltage. However, the decay of this voltage 
between charging peaks results in a residual gain change and distortion. 
In addition, the time constant of the filter is well suited to only a narrow 
frequency range, so that this AGC technique is not usable in variable- 
frequency circuits. Both the distortion and the frequency sensitivity 
of conventional AGC circuits can be removed by using a computing feed- 
back with a quadrature oscillator. The fundamental principle behind 
this approach is the trigonometric identity 


sin? wt + cos” wt = 1 


Since the quadrature oscillator has both sine and cosine outputs, the 
computation can be made to provide an amplitude-controlling feedback. 

The computing feedback is shown in Fig. 5.7. Here the sine and co- 
sine outputs are squared and compared with a control voltage Ec. At 
equilibrium the squared signals cancel the control voltage as expressed 


by 
A’ sin” wot + A’ cos? wt + Ec = 0 
Then, the amplitude will be 


Neem 25 5 


If the amplitude deviates from this level, the signals do not exactly cancel 
Ec on the summing network, and a correction signal is developed at the 
input of comparison amplifier Ags. Then, As changes the voltage it im- 
presses on a gain-control multiplier to correct the amplitude. When 
equilibrium is restored, Ag supplies to the gain-control multiplier the 
voltage that makes its gain —1l. 

In addition to reducing distortion, this amplitude control improves 
control accuracy and speed. With a high-gain operational amplifier in 
the control loop, the amplitude error can be reduced to essentially that 
caused by the offset and gain errors of the multipliers. In general, the 
offset of the comparison amplifier and the errors of the comparison re- 
sistors can be made negligible. The time required for amplitude change 
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Fig. 5.7 Precise, fast amplitude control is achieved with a computing feedback that 
makes use of the identity sin“ wt + cos“wt = 1. 


is now not limited by AGC filters, but merely by the responses of multi- 
pliers and amplifiers, so that amplitude changes can be made in a frac- 
tion of a cycle. Also, since the amplitude is controlled by a voltage, 
this oscillator is suited for automatic instrumentation or amplitude 
modulation. 


5.2 Square- and Triangle-Wave Generators 


Square waves and triangle waves are generated simultaneously by opera- 
tional amplifier circuits through two electronic functions. These func- 
tions are integration and voltage comparison with hysteresis. Integration 
of the output of a comparator in one of its states develops a ramp, and 
this ramp can be used to trigger the comparator to reverse its state. In 
the reversed state the signal integrated will be of opposite polarity, and 
so the resulting ramp will be of opposite slope. With hysteresis in the 
comparator, the new ramp will cause reversal at a different trigger 
point, and at this point the original state is resumed. As this action 
continues, the comparator output traces out a square wave, and the in- 
tegrator output is a triangle wave. Described in this section are several 
circuits which generate these signals with only one operational ampli- 
fier and additional circuits which use two amplifiers to improve precision 
and provide variable waveform controls. 
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5.2.1 Single amplifier configurations Both the integration and voltage 
comparison required for generating square and triangle waves can be 
performed by one operational amplifier. This is achieved by using a 
simple resistor/capacitor integrator as a feedback network to the input 
of a comparator circuit, as in Fig. 5.8. Here R and C perform the inte- 
gration and the amplifier compares the voltage on C with the reference 
established at its other input by the hysteresis feedback of Ry and Rg. 
When the capacitor voltage integrates up to the level of this feedback 
reference, the comparator state reverses to reverse the slope of the in- 
tegration voltage and to reverse the polarity of the feedback reference 
voltage. 

The continuation of this action produces a moderately precise square 
wave at the comparator output. To fix the amplitude of this signal the 
dual zener diode clamps the output, with current-limiting provided by 
Rg. The rise time is set by the slewing rate of the amplifier. Deter- 
mining the frequency of the signal are the integrator time constant and 
the hysteresis feedback as expressed by 


= 1 
= 2RC In (1 + 2R;/Rg) 


This frequency can be varied by means of resistor R without altering 
the amplitude of either signal output. Note that the frequency as ex- 
pressed is independent of the square-wave amplitude even though the 
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Fig. 5.8 Integrating feedback around a comparator circuit produces an oscillation with 
square- and triangle-wave outputs. 
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amplitude determines the capacitor charging rate. This is because 
the same amplitude determines the level of the hysteresis feedback. 
If a variable output clamp were used, the circuit would have amplitude 
control that would be independent of the frequency control. 

For the simple integrator used in this circuit the slope of the ramp 
is not linear, but rather it is a portion of an exponential capacitor charg- 
ing characteristic. Improved linearity is achieved by using only the 
initial portion of this charging characteristic, as occurs when the com- 
parator trip points are well below the output voltage levels. To establish 
this condition, the comparator hysteresis should be made a small portion 
of the output voltage, as described by the fraction 


Ry 
C= ee 
Ry + Re 


Note that the linearity of the triangle wave, as well as the oscillation 
frequency, can be seriously affected by any input current drawn by the 
operational amplifier. Such current will flow into many operational 
amplifiers under the differential input overload created by the opera- 
tion of this circuit. With amplifiers which have input protection circuits 
that lower input resistance, large resistors should be added in series with 
each amplifier input. 

Far better triangle-wave linearity can be achieved by maintaining a 
constant capacitor charging current magnitude, as this results in a con- 
stant rate of change of voltage with time. In the above circuit the charg- 
ing current decreases as the capacitor voltage increases, but this can be 
avoided by replacing the charging resistor with current sources, as in 
Fig. 5.9. In this circuit the capacitor charging feedback consists of FET 
current sources that will supply both polarities of charging current. For 
a given polarity of output voltage, one gate will be reverse-biased for 
current source operation, and the other gate will be forward-biased, 
operating simply as a diode in series with the drain of the current source. 
When the output polarity switches, the roles of the two FETs are inter- 
changed, and the polarity of the charging current reverses. Now the 
frequency of oscillation is controlled by the charging current i,, as re- 


lated by 


le 


= 4KV7C 
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Fig. 5.9 Improved triangle-wave linearity is provided by current source charging of the 
capacitor. 


As indicated by the term Vz above, this circuit modification makes the 
frequency dependent on amplitude. Otherwise, this circuit is identical 
to that of Fig. 5.8. 

Since the FETs will operate as floating current sources, their bias is 
fairly simple. No separate reference voltage is needed to set their cur- 
rent levels. However, for thermal stability, the bias-setting resistors 
labeled Rs should be chosen to set the current levels near the zero tem- 
perature coefficient level of the FETs. In addition, the FETs should 
be matched to ensure waveform symmetry. To operate as current 
sources, the FETs must have a gate-drain voltage large enough to induce 
pinchoff. Then, the triangle-wave amplitude must be less than that of 
the square wave by a voltage that at least equals the sum of the pinch- 
off voltage and the forward gate drop. It is the residual current depen- 
dence on gate-drain voltage that is now the major source of nonlinearity 
in the triangle wave. This dependence is expressed by the current 
source output resistance of Ro = (1 + g;,Rs)rg,, and the associated non- 
linearity is typically around 1 percent. This nonlinearity can be further 
reduced by increasing Ro with cascode bias on the current sources. The 
significance of the operational amplifier input current is greater in these 
attempts to improve linearity. For this reason the amplifier used should 
retain high input resistance under differential input overloads. Note 
that any load current drawn from the triangle-wave output also disturbs 
linearity, and buffering may be necessary. 

Another variation on the signal generator considered here is one that 
adds a synchronizing input for timing coincidence. To achieve synchro- 
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Fig. 5.10 To synchronize the square- and triangle-wave generator with another 
signal, the hysteresis feedback is shifted to make zero an initial capacitor voltage, and 
the timing capacitor is reset to zero voltage. 


nization, the timing capacitor voltage must be reset to the initial value 
it normally has at the beginning of one half cycle. With the circuit of 
Fig. 5.10, the capacitor voltage is reset to zero when a control signal 
e, turns ON the FET switch. This resets the circuit to the beginning 
of the positive half cycle of the square wave coinciding with the end of 
the control pulse. To make the zero volt RESET level one of the capaci- 
tor initial voltages, a constant voltage is added to the hysteresis feedback. 
The added voltage is supplied by a zener diode as shown, and it provides 
the desired voltage shift as long as its voltage matches that of the dual 
zener. Any mismatch in these voltages will result in a difference be- 
tween the capacitor RESET voltage and its true initial voltage. The 
effect of this RESET error can be trimmed out by unbalancing the hys- 
teresis feedback resistors. In fact, by varying this feedback, the signal 
generated can be made to either lag or effectively lead the control signal. 
Another source of RESET error is the residual capacitor voltage left 
because of finite discharge time. The discharge is controlled by a time 
constant of ronC, where ron is the ON resistance of the FET. 


5.2.2 Variable circuits By using separate operational amplifiers for 
the integration and the voltage comparison, waveform control and 
greater precision are added to square- and triangle-wave generators. 
Described below are generators which have potentiometer controls for 
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virtually every waveform characteristic and which have a multiplier for 
electronic control of frequency. A more precise triangle wave and more 
accurate frequency control are attained by using a separate amplifier 
for the integrator. The first circuit is basically an integrator with a feed- 
back comparator that switches the reference voltage to be integrated,°® 
as shown in Fig. 5.11. Forming the integrator are A,, Rs, and C. The 
voltage integrated is the difference between those supplied by the com- 
parator output and the symmetry control, or e, — Vs. Since e, switches 
polarities, Vs alternately increases and decreases the voltage integrated. 
This increases one integration rate and decreases the other to control 
the waveform symmetry, as expressed by the ratio of the two integration 
times in the form 


Vz — Vs 


Sc 
Vz + Vs 


Symmetry is then affected only by control potentiometer Rs. The ac- 
curacy of this control is primarily set by the accuracies of Rs and its 
biases, while the errors produced by the input bias current and offset 


Symmetry 


Ve, - V V2 - V2 
Z S 
E = 2Vz(1/K - 1) f = pt TR ee 


a are p-p 2E 5 -pVz RC 


Fig. 5.11 Comparator feedback around an integrator produces precise square and 
triangle waveforms that are highly controllable. 
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voltage of A; are negligible in most cases. Control range is limited by 
the maximum integration rate, set by either the operational amplifier 
slewing rate or the charging rate limit of C, set by the output current 
of A. 

As the output of A, traces out the triangle wave, the waveform peaks 
are set by the trip points of the comparator. The comparator is com- 
posed of amplifier Ay, the zener diode output limiter, and hysteresis 
feedback through Ra. Switching occurs when e; overcomes the hys- 
teresis feedback from e, to raise the noninverting input of Ag to the off- 
set voltage set by Ros. Both the positive and the negative switching 
points are affected by the offset control, so that it merely shifts the mid- 
point of the waveform, as expressed by Vmiq = Vos/K. The controls 
which determine the midpoint are Ros and Ra, which sets K as illus- 
trated. The offset accuracy is essentially determined by the precisions 
of Ros, Ra, V+, and V_, with generally negligible errors contributed 
by the input offset voltage and bias currents of Ag. | 

In determining the comparator trip points, the hysteresis feedback 
signal of Ra is combined with Vos. Hysteresis is established by the 
alternating polarity of the voltage supplied through Ra, and this separates 
the two trip points to establish the triangle-wave amplitude at 


Ep—p = 2Vz (1/K — 1) 


The amplitude is then controlled only by the setting of amplitude control 
Ra, as expressed by K. Both the accuracy and the stability of the ampli- 
tude are set by those of Ra and Vz. The range of amplitudes attainable 
is limited to below the output swing limits of A; and above the com- 
parator input offset voltage. 

Since the amplitude determines the voltage change of the integration, 
it directly affects the time of integration and thus the waveform fre- 
quency. The other factors determining frequency are the two integra- 
tion rates, as set by the time constant R¢C, and the input voltage e, — Vs 
of the integrator. Considering these factors, the frequency is found to be 


V2" = Vs? l 


{= = 
2Ep—pVz RyeC 


While the frequency is directly varied by the control R;, the amplitude 
and symmetry controls also create variations. The accuracy and sta- 
bility of the frequency are set by the accuracy and stability of the ele- 
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ments of the above expression. The upper limit is set by the maximum 
integration rate, controlled by the slewing rate limit of A, or by the 
charging rate limit of C from A,. <A lower limit is imposed at a very 
low frequency by the integration error of the input bias current of A,.’ 

Once again, a multiplier can be used to provide electronic control for 
automatic signal variation. For electronic frequency control of a square- 
and triangle-wave generator, a multiplier is inserted in the generator 
feedback loop, as shown in Fig. 5.12. Otherwise, this circuit consists of 
an integrator with a feedback comparator as described above. With the 
multiplier the amplitude of the signal to be integrated is multiplied by 
control voltage Ec, and this multiplies the rate of integration or the 
triangle-wave slope by the same factor. As a result, the integration time 
between comparator trip points is reduced, and the oscillation frequency 
becomes related to Ec by 


Ec 


a 20Rc 


The accuracy of this control is primarily limited by the nonlinearity and 
the offset of the multiplier. Very rapid frequency changes can be made, 


e e 
V, 1s v, Ant 
O ‘ 
as Vz -Vz 


Fig. 5.12 Electronic frequency control is achieved with a multiplier in the feedback 
loop of a square- and triangle-wave generator. 
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as permitted by the responses of the elements in the feedback loop. 
Any mismatch in the voltages of the dual zener diode will disturb the 
symmetry of the waveforms, but this can be corrected by a trim resistor 
to the comparator feedback point from a dc bias or by a diode bridge 
limiter. ! 

Electronic amplitude control can also be produced with multipliers. 
The multiplier shown varies the square-wave amplitude, but it cannot 
do so without affecting frequency. Analogously, a multiplier between 
the integrator output and the comparator input varies the triangle-wave 
amplitude along with the frequency. For independent amplitude con- 
trol, multipliers can be used to simply multiply the output waveform 
amplitudes. 

One further waveform characteristic that can be readily controlled 
with an operational amplifier square- and triangle-wave generator is the 
shape of the triangle wave. In particular, the normally linear slopes 
of the triangle wave can be made exponential, with either a positive or 
negative exponent. With this control the nonlinearities of loads driven 
by a triangle wave can sometimes be compensated by the appropriate 
exponential wave shape. Such a requirement can arise when driving a 
long line that has a capacitive load. 

While a negative exponent can be developed with a simple resistor 
capacitor lag network, a positive exponent requires positive feedback. 
By increasing the positive feedback supplied to a lag network, the ex- 
ponent can be varied from negative values through zero to positive 
values. This exponent control is achieved with the square- and triangle- 
wave generator of Fig. 5.18. Once again, integration and voltage com- 
parison combine to generate the waveforms. The comparator shown is 
the same as that of previous circuits, and it again produces a square 
wave that swings from Vz to —Vz. However, the integration function 
is provided by a circuit with the desired exponential response control.‘ 
Without Rs this circuit would have the decreasing exponential response 
of the lag network formed by Ry and C. With Rs a positive feedback 
is supplied to C, and it tends to make the triangle-wave shape that of an 
increasing exponential. 

By combining the responses of the lag network and the positive feed- 
back, an exponential response with an exponent of any magnitude and of 
either polarity can be produced. The shape of the triangle wave gen- 
erated is described by 
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Fig. 9.13 A triangle wave with a variable exponential shape is generated by using 
positive feedback to a lag network. 


mea (e’~7 —]1)  where7 = eeioe 


css 
; R4C Ry a Rs 


From the expression for 7 it is seen that the exponent becomes positive 
when Rs becomes less than Ry. When the two resistors are equal, the 
triangle wave is linear with a frequency of 


The signal frequency varies with the response exponent, since the capac- 
itor charging speed is changed. 


5.3 Ramp and Pulse Generators 


A ramp waveform is useful for sweep testing and display, and generation 
of this waveform often also produces a pulse train that aids in timing 
and sampling. To build a ramp and pulse generator, one half cycle of 
a square- and triangle-wave generator can be shortened. In this way 
the circuits of Sec. 5.2 can be converted for ramp and pulse outputs. 
Generally, the conversion is accomplished by greatly reducing the time 
required to charge the timing capacitor in one direction. Described in 
this section are several such converted circuits and a staircase ramp 
generator. 
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9.3.1 Single amplifier configurations To generate a ramp waveform 
a voltage is integrated on a capacitor, and this ramp can be sensed by a 
comparator which produces a pulse in resetting the circuit. Both the 
integration and the voltage comparison can be performed with one opera- 
tional amplifier in several ways to be discussed. The first approach, 
shown in Fig. 5.14,° parallels that of the square- and triangle-wave gen- 
erator of Fig. 5.8. With the pulse width control potentiometer indicated, 
a wide range of duty cycles can be accurately developed; however, the 
ramp output is nonlinear. 

Essentially, the circuit is an astable multivibrator having its two char- 
acteristic time intervals determined by separate feedback elements. 
Astable operation is ensured by positive feedback through Rg and Rg. 
From this feedback the switching threshold voltage is set at the non- 
inverting input. Switching occurs when the inverting input voltage is 
brought to this threshold level by the charging of capacitor C. The ca- 
pacitor charging current is supplied from e, by one of the feedback re- 
sistors, Ry or Rg. A positive e, forward-biases D;, and R,; controls the 
rate of charging with time constant RyC. When e, reaches KVz, the 
output switches, reversing the polarities of the charging current and the 
positive feedback. The negative output then discharges C through 
Re with a time constant that is now RgC. Since separate resistors control 


Duty Cycle = 


Ry 


V¢ a (K + 1)Vz 
Vy + (K=1)Vz 


(R, + Ro)C In 


Fig.5.14 By means of separate feedback resistors for the two output states, this ramp and 
pulse generator provides a controllable duty cycle. 
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the time intervals of the two output states, the duty cycle is set by simply 
choosing the resistors, and it will be R,/(R; + Rg). 

In practice the range of duty cycles attainable is limited by the slewing 
rate, output current, and input bias current of the amplifier. Slewing 
rate controls the large-signal rise time and, thereby, limits the minimum 
time interval of either state. This minimum is also limited by the slew- 
ing rate of the capacitor as set by the amplifier output current available 
for charging. With the minimum interval determined by the preceding 
two factors, the maximum interval length is limited by input bias current. 
This input current must be small compared to the charging currents 
supplied by R; and Rg. For this reason high input resistance must be 
maintained by the operational amplifier under input overload. The 
ramp output is nonlinear since it is generated by means of capacitor 
charging through a resistor. 

To improve the linearity of the ramp waveform, the appropriate ca- 
pacitor charging current can be made constant with a feedback current 
source. This is achieved with the same technique that was used to 
linearize the triangle wave of Fig. 5.9. The result is the circuit of Fig. 
5.15, and it has the same basic astable operation as described above 
except for the capacitor charging. Now the capacitor is charged by an 
FET which supplies a constant current for charging and a low impedance 
path for discharging. When the amplifier output voltage is positive, 
the gate junction of the FET is reverse-biased for operation as a constant 
current source. However, when the amplifier output voltage swings 
negative, the gate junction forward-biases, providing a diode feedback 
for rapid discharge. The speed of the discharge is determined by the 
current available from the amplifier output through resistor Rg. Assum- 
ing that the discharge time is small, the generated signals have a fre- 
quency of 

1 


a IKV7C 


To ensure a linear, stable ramp the normal limitations of an FET cur- 
rent source must be observed. Since an FET current source will float 
without a separate reference voltage, it is very convenient for this appli- 
cation. However, a temperature-stable current output requires that bias- 
ing resistor Rs be selected to set the FET at its zero temperature coef- 
ficient point. In addition, a minimum bias voltage must be maintained 
across the FET to keep it in pinchoff and maintain a constant output 
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K = RR 


f= BkKvzc 


Fig.5.15 A linear ramp output is produced by constant capacitor charging current from an 
FET current source. 


current. Even when this voltage bias condition is maintained, the charg- 
ing current supplied will vary slightly with the change in voltage across 
the FET. This effect is represented by the current source output re- 
sistance, which is 


Ro as (1 iF Zishts)ras 


Further degradation of ramp linearity is produced by amplifier input 
current and load current from the ramp output. To avoid this degrada- 
tion the amplifier must maintain high input resistance under input over- 
load, and output buffering may be needed. 

Yet another ramp and pulse generator circuit can be formed with a 
single operational amplifier, and this one avoids the need for a separate 
output buffer. In this case the circuit is an integrator with a voltage- 
sensing RESET switch, as represented in Fig. 5.16.° By integrating a 
constant voltage, a constant capacitor charging current produces a linear 
output ramp. The output voltage rise continues until Q; and Q» turn 
ON, as initiated by the emitter-base breakdown of Qo. Breakdown 
results from the inverted connection of Qg and provides a low output 
voltage limit expressed by 


Crinax A Vp = —V: + Vcp — BVep + Vee 


Since the collector-base junction of inverted Qs, is forward-biased, its 
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voltage drop is that of a forward-biased junction and —V;-+ Vcz = 0. 
Then 


Vp = —BVrg + Ver ~7 V typically 


This peak voltage is quite temperature-stable, as the typical +2.6 
mV/°C sensitivity of —BVegp is largely canceled by the —2mV/°C 
variation in Vg. As a result, the temperature coefficient of the output 
peak V, is around 0.01%/°C. Since the signal is a linear ramp, frequen- 
cy drift is also 0.01%/°C. Frequency is set by the integration time at 


Once the emitter-base junction of Q. breaks down, a base current is 
supplied to Q;. Then Q, in turn supplies base current to Qe and dis- 
charging current to the capacitor. As the capacitor voltage drops below 
the breakdown point, Q,; and Q, remain ON from their positive feed- 
back to continue discharging C. Discharging continues until the capaci- 
tor voltage will no longer sustain Vgr. At this point the capacitor voltage 
equals Vpr and the output is 


Cr min — NA ale VBE = 0 
The canceling voltage provided by V; thereby removes the output offset. 


With the above circuit, the ramp-train frequency is limited only by the 
slewing rate of the operational amplifier. Ramp linearity is limited by 


Fig. 5.16 A buffered, linear ramp output is provided by an integrator with a volt- 
age-sensitive RESET switch. 
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leakage from Q, and Qo, the sensitivity of V; to e,, and an amplifier input 
overload recovery following discharge. Leakage from Q, and Qz is 
limited by R,, which also prevents this leakage from turning the transis- 
tors ON. A stray turn-on current is also created by capacitance coupling 
from the output, making the required value of R, frequency-dependent. 
Linearity error from variations in V; is a result of the change in its cur- 
rent as e, changes the drop on diode bias resistor Rg. Nonlinearity from 
these effects is about 0.3 percent. | 


5.3.2 Other ramp and pulse generators By using two operational ampli- 
fiers to form a ramp and pulse generator, greater waveform control and 
precision is achieved. Described below are a circuit having potentiom- 
eter control over most waveform characteristics and a circuit that gener- 
ates a staircase ramp. The first circuit is quite similar to the triangle- 
and square-wave generator of Fig. 5.11. Once again, an integrator and 
a voltage comparator are connected in a feedback loop, but in this case 
they are connected so that the comparator forces a rapid negative inte- 
gration, as shown in Fig. 5.17. Only the negative integration is influ- 
enced by the comparator, as the diode shown disconnects the compara- 


E ae Epp = 2Vz(I/K - 1) 


Fig. 5.17 An integrator and a comparator generate a controllable, highly linear ramp 
and an accurately timed pulse train. 
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tor during the positive integration. By making R; much smaller than R, 
the fall time of the ramp will be made much less than the rise time. 

With the circuit of Fig. 5.17, the waveform is largely controlled by 
three potentiometers. To set the amplitude of the ramp, the comparator 
trip points are adjusted by means of Ra to give 


1 
E,—p = Val = ) 


By varying the midpoint of the comparator trip points with Ros, the 
waveform is offset by a voltage of Vos/K. The ramp frequency is varied 
by adjusting the integration resistor as related by 


pesees 
~ Ep—p RC 

A minimum fall time is imposed by the limited currents available from 
the amplifier outputs to discharge the capacitor. To avoid this limit the 
comparator can instead be used to drive an FET RESET switch con- 
nected across C. 

A staircase waveform is a specialized ramp that is useful for sequential 
control and multiple-level testing. Such a signal can be precisely pro- 
duced with a D/A converter driven by a clock-controlled counter. A 
much simpler staircase generator which retains moderate precision can 
be formed with operational amplifiers, as shown in Fig. 5.18.7 As will 
be described, this circuit forms a staircase by differentiating and reinte- 
grating a square-wave train with a rectification that eliminates one tran- 
sition of the square wave. 

Amplifier A; performs the differentiation and rectification. Square 
wave e;, which can be produced with the circuits of Sec. 5.2, is impressed 
on C, to develop a current i = C,de;/dt for R,; small. For the positive 
transistion this current is positive, and D, conducts with Q, and Qz, OFF. 
For the negative transition the conductions reverse, and Q, and Qs, con- 
duct the derivative current. From this rectification action only the nega- 
tive-going transition transfers a current through Q, and Qz to the second 
amplifier. Voltage bias across these transistors is provided by biasing 
one input of A, below ground through Rg» and Rg. 

Integration of the current supplied by Q; and Qs is performed by Ag 
to produce the staircase output. This current flows in integrating capaci- 
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Fig.5.18 To form astaircase, A; differentiates a square wave and passes 
the derivative current of the negative transition to Ag, where it is rein- 
tegrated. 


tor Cg to produce an output voltage change of 
ee 
Ae, = = fidt fori <0 and Bip > 1 
2 
Replacing i with its expression above gives 
Ac, = — >= €; for negative transitions 
Or more simply, Ae, is related to the input transition Ae; by 
Ae, = — = Ae for Ae; < 0 


Each negative transition of the input square-wave train creates a step 
in the output voltage, producing a staircase waveform. 

Output steps continue until the output voltage reaches the trigger level 
of the RESET clamp. This clamp is described for the circuit in Fig. 
5.16, and it triggers when the emitter-base junction of Q, breaks down, 
limiting the output to a peak of 


Vp = VBE ee. BVeEp as Vcs =a Vi 
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This peak is quite temperature-stable, as the thermal variations of Vgr 
and BVgp largely cancel, and the resulting temperature coefficient of V, 
is around 0.01%/°C. The breakdown supplies base current to Qs and 
turns ON the positive feedback loop it forms with inverted transistor Q,. 
With this conduction Cg, is discharged until its voltage reaches Vpr, 
below which the clamp conduction is not sustained. At this point, the 
output voltage has been returned to es = Vgg — V;= 0. The clamp 
then turns OFF and a new staircase begins. 

Gain errors and nonlinearity vary with the operating frequency and 
component characteristics. The input currents of the amplifiers remove 
some of the derivative current pulses, and they also create output sag by 
discharging Cy. To avoid severe error from these input currents, ampli- 
fier input protection which draws high current during input overload 
must be avoided. Overload recovery and slewing rate limit the operat- 
ing frequency range. Further current transfer error results from the 
finite betas of Q; and Qo. However, for this Darlington pair the loss 
is only about 0.002 percent. Leakage of the RESET clamp introduces 
an output nonlinearity which is reduced by Ry and Rs. The endpoints 
of the staircase are controlled by the voltage relationships described 
earlier. With these error sources the gain error is typically 0.05 per- 
cent, and the nonlinearity will commonly be 0.1 percent. 

Several other ramp and pulse generators can be formed by circuits 
similar to the triangle- and square-wave generators of Sec. 5.2. The 
electronic frequency control achieved with a multiplier in Fig. 5.12 can 
be applied in an analogous manner to the ramp and pulse generator of 
Fig. 5.17. Once again, the multiplier is connected in series with the 
frequency-control resistor, and it sets the voltage to be integrated. A 
ramp with a controllable exponential shape can be generated with the 
circuit of Fig. 5.18 if a diode is connected in parallel with the control 
potentiometer. 


5.4 Monostable Multivibrators 


A monostable multivibrator is a widely used timing signal generator 
that can be formed with an operational amplifier for timing precision and 
stability. As will be described, these monostable circuits can be de- 
signed for either reset capability or reset immunity during the timing 
pulse and for sequential generation of two independent pulses. In the 
simplest case, the monostable multivibrator is formed by a voltage com- 
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parator that compares the voltage on a charging capacitor with a refer- 
ence voltage, as in Fig. 5.19. Here the comparator is an operational 
amplifier, and the reference voltage V; sets the switching threshold. 
To initiate the timed output pulse, a trigger signal e, turns ON the FET 
switch and resets the capacitor voltage to zero. This places the inverting 
amplifier input at a voltage below the noninverting input so that the out- 
put swings positive. Then, the capacitor charges through resistor R 
to raise the voltage on the inverting input and reverse the output state 
when this voltage reaches the threshold voltage V;. The charging time 
from the end of the trigger pulse until V; is reached will essentially be 
the pulse length if trigger pulses are short. Under this condition the dur- 
ation of the pulse will be 


tp == RC In (1 = Ro/R}) 


By means of potentiometer R a linear control over tp is achieved. 
Timing accuracy is controlled by only a few components with this 
circuit. Only minor errors will be introduced by the gain error, input 
offset voltage, and input bias currents of the operational amplifier, as 
long as it maintains high input resistance under overload. If overloads 
lower the input resistance, as occurs with some input protection tech- 
niques, large resistors should be connected in series with the amplifier 
inputs. Otherwise, the primary sources of timing error are the inaccu- 
racies of the passive component values. Some additional error will re- 
sult if the trigger pulse is either too short to allow capacitor voltage 
RESET or if it is significant in length compared to tp. However, this 
circuit does avoid the customary error associated with triggering most 


tp = RC In (1 + Ro/R)) 


Fig. 5.19 A precise, variable monostable multivibrator is formed with an 
operational amplifier that compares the voltage on a charging capacitor with a 
reference. 
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Fig. 5.20 By means of a feedback clamp this monostable multivibrator is made 
immune to trigger signals that continue into or occur during the timed interval. 


monostable multivibrators before a recovery time has elapsed. While 
most such circuits require time to recover between timing pulses, this 
circuit can be retriggered any time after or even during a timing pulse. 
In every case the trigger causes the timing to start at zero. 

In some applications it is undesirable to have the timed pulse affected 
by trigger signals that continue into or occur during the timed interval. 
This is true where the time added by the trigger pulse duration would be 
significant in comparison with the duration of the output pulse. For 
these applications the trigger input can be disabled during the timed 
interval by using the monostable multivibrator of Fig. 5.20.8 Once the 
circuit has been triggered, the resulting positive output voltage clamps 
the trigger input through Do. In this way the inverting amplifier input 
is held at a voltage that sets the switching threshold, and the voltage is 


y, = (Vz — V—)Rs 
Rg + Ry 


No signal at the trigger input will alter this threshold to affect timing as 
long as the clamp holds. Since the clamping might be upset by fast posi- 
tive trigger pulses, such pulses are suppressed by diode Dj. 

Monostable action results from feedback through the timing capaci- 
tor C. When the circuit is triggered by a negative-going pulse, the out- 
put swings positive and supplies positive feedback through C to hold the 


—V; for Rs > Re || Ra 
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output in this state. But C discharges through R; and Rg until it lowers 
the noninverting input voltage to the threshold level V;, and then the out- 
put switches back to the negative state. Now the capacitor charging is 
reversed to return the noninverting input to its equilibrium voltage. 
This voltage is set by the divider action of R; and Rg at 


— RyV_ 
‘eo R; + Ro 


Until this equilibrium voltage is reached, the circuit cannot be retrig- 
gered without encountering timing error, and so this circuit is limited by 
arecovery time. This recovery time is greatly reduced by adding D3 to 
provide a low irapedance charging path in this mode. To ensure that 
this diode does not alter V;,,, the voltage is set well below the forward- 
bias level of the diode. In practice, V,. need only be large enough to 
hold the output negative in the presence of noise and offset. By the 
above action, the timing pulse has a duration of 


2Vz 


tp = (Rill Ry)CIn VV 


Another monostable multivibrator configuration produces two sequen- 
tial timing pulses.° The two pulses are of opposite polarity and have 
independent time durations, so that they can be used to time two sepa- 
rate, sequential operations. Once again, monostable timing action is 
achieved by positive feedback through the timing capacitance, as de- 
scribed for the last circuit. In the circuit of Fig. 5.21, two such feedback 
paths are provided. Each feedback path controls timing for only one 
polarity of output voltage, as controlled by D; and Dy. By means of neg- 
ative feedback through Reg, the equilibrium output level is made zero, 
and so a three-level output is now produced. 

When the circuit is in the equilibrium state, a positive trigger pulse 
will raise the noninverting input voltage through D, and cause the output 
to swing positive. This output swing supplies positive feedback through 
C, and D, to hold this state as long as the positive feedback exceeds the 
negative feedback, with ig > i,. If Ry < Re, the positive feedback is 
initially greater for the essentially equal voltages on the two resistors. As 
the voltage on C, increases, ig decreases until it equals 1,;, for which the 
output falls toward zero. With this fall, C, couples positive feedback 
through Dz to make the output continue its negative swing to its negative 
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Fig. 5.21 Two sequential pulses are produced by monostable action where sep- 
arate positive feedback paths are provided for the two output pulses. 


state. The output remains in this state until the positive feedback cur- 
rent declines to the level of the negative feedback current as Cg, dis- 
charges. At this point the output rises and would couple positive feed- 
back through C, again if C; were not chosen to be greater than Cg. 
Under this condition the voltage on C, will not change enough during 
the shorter Cy, timing cycle to forward-bias D, when the output reaches 
zero. Asa result, the output rise stops at zero until the circuit is trig- 
gered again. Before retriggering, the capacitors should be allowed time 
to recover their equilibrium zero voltage states. With C; greater than 
Cs, the positive pulse must be the longer one, but the time intervals 
can otherwise be separately set. 


5.5 Modulated Signal Generators 

Signal generators which have a voltage control over some waveform 
characteristic produce waveforms which are modulated by the control 
voltage. A variety of waveform characteristics are commonly modulated 
for information transmission, and operational amplifier signal generators 
can be precisely controlled for most of these modulation approaches.’ 
Many of the previous signal generators in this chapter can be modulated, 


including those of Figs. 5.4, 5.5, 5.7, 5.8, 5.12, 5.16, and 5.17. The 
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modulation of these signal generators is described in this section along 
with other modulated signal generators. With these circuits modula- 
tion is achieved over amplitude, frequency, and pulse width. 


5.5.1 Amplitude-modulated generators To modulate the amplitude of 
virtually any signal, the signal can be multiplied by the modulating sig- 
nal. For the general case an analog multiplier is the most straightfor- 
ward modulator, although some simpler circuits can be used to modulate 
the amplitudes of square waves and pulse trains. Through the use of 
multipliers the quadrature oscillator presented in Fig. 5.7 computed a 
feedback signal to stabilize amplitude. While providing the required 
amplitude stabilization, this feedback circuit also permits amplitude 
modulation by the control voltage. If a modulation signal e, is applied 
to the control input, the sine wave generated will have a modulated 
amplitude of 


A= Y/—-en 


Since the amplitude-control feedback is continuous, the response to the 
modulating. signal is as fast as the multiplier responses permit. The 
multipliers also determine the modulation range by their dc offset limita- 
tions on accuracy for small amplitudes. 

Amplitude modulation of a square wave or a pulse train can be 
achieved without multipliers by using the signal to control the amplifi- 
cation of a modulation signal. Specifically, the square wave or pulse 
is used to control gain polarity. Wher a signal causes this gain polarity 
to alternate, the amplified signal alternates in polarity, tracing out a 
modulated signal as illustrated in Fig. 5.22. The modulated square 
wave shown is produced as the square-wave generator formed with 
A, switches the gain polarity of the amplifier formed with Ag. Opera- 
tion of the square-wave generator was described in Sec. 5.2.1, and it has 
a highly predictable oscillation frequency, as long as the differential 
input resistance of the amplifier remains high with large differential 
input voltages. 

Square-wave switching of the amplifier formed with Ag reverses the 
amplifier gain polarity by converting Ag from an inverter to a voltage 
follower. This conversion is like that previously performed for absolute- 
value conversion (Fig. 4.14). When the output of A, is negative, Q, 
is ON to ground the noninverting input of Ag. The ON resistance of the 
switch produces an input error voltage, but this error is compensated by 
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Fig. 5.22 An amplitude-modulated square wave is generated when a square wave 
is used to alternate the polarity of the gain by which a modulation signal is amplified. 


connecting a matching ON resistance in the amplifier feedback. As 
biased, the compensating FET Qs» acts simply as a resistor. With Q,; ON, 
Ag appears as a unity-gain inverter to the modulation signal e,,. When 
Q, is OFF with the positive state of A;, the modulation signal reaches 
the noninverting input of A, directly. No voltage is then across the 
R; summing resistor, and so essentially no feedback current flows around 
Ag. With no feedback current there is no feedback voltage drop, and the 
output of Ag follows its input signal e,. In other words, Ay has been 
switched to a voltage follower from an inverter to reverse the polarity 
of the gain it provides to en. 


9.9.2 Frequency-modulated generators requency-modulated sine waves, 
triangle waves, square waves, ramp trains, and pulse trains can be gen- 
erated by operational amplifier signal generators. For frequency- 
modulated sine waves, the circuits of Figs. 5.4 and 5.5 can be voltage- 
controlled. While the phase-shift oscillator of Fig. 5.4 is resistor- 
controlled rather than directly controlled by a voltage, it is readily 
adapted for frequency shifting by a control signal. To shift frequency 
one or both of the phase-shifting resistors, previously shown as R, and Rg, 
are shunted by other resistors. By electronically switching these shunt 
resistors, the frequency shift can be voltage-controlled for virtually any 
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number of steps in frequency. Both phase-shifting resistors should be 
shunted for wide-frequency-range operation so that both phase shifters 
have significant control at each frequency. 

To modulate the frequency of a sine wave in direct proportion to a 
modulation voltage, the multiplier-controlled quadrature oscillator 
presented in Fig. 5.5 can be driven by a modulation signal. This results 
in a modulation described by 


Cm 


t= D0aRG 


where ey, is a modulating signal of much lower frequency. A highly 
linear modulation over a wide range of frequencies can be achieved with 
this circuit, as it is controlled primarily by the linearities and frequency 
responses of the multipliers. Some means of amplitude control must 
be added to the oscillator. Fairly simple amplitude stabilization can be 
applied where the only important waveform characteristic is frequency. 
If a highly stable amplitude over a wide frequency range is required, 
the computing feedback shown in Fig. 5.7 can be used. | 

Frequency-modulated ramp and pulse trains are somewhat easier to 
develop and can be generated with the circuits of Figs. 5.16 and 5.17. 
In both circuits the signal frequencies are determined by a voltage 
input to an integrator. Previously the negative supply voltage served 
as the integrator input voltage, but this can be replaced by a modulation 
signal e, for direct, linear control over frequency. With the single 
amplifier circuit of Fig. 5.16, the ramp and pulse trains are then fre- 
quency-controlled by e,,, as expressed by 


€m 
VpRC 


Both circuits offer wide modulation frequency ranges, although the fre- 
quency sensitivity of the clamp of Fig. 5.16 makes this circuit more 
limited. Otherwise, the frequency ranges are limited by the integrator 
drifts from amplifier dc input errors! and by the amplifier slewing rates. 
Frequency-modulated square waves and triangle waves can also be 
generated by modulating integrator input voltages. While it was possi- 
ble to directly connect the modulating signal to the integrator in the ramp 
and pulse generators above, the polarity of the integrator input must 
be reversed each half cycle for the square- and triangle-wave generators 
to reverse the direction of integration. This operation is achieved di- 
rectly with a control multiplier in the circuit of Fig. 5.12. By inserting 


Signal Generators 179 


a multiplier in the basic integrator/comparator feedback loop, the alter- 
nating comparator output is multiplied by a control voltage. If this con- 
trol voltage is made the modulating signal e,, the oscillation frequency 


will be 


e 


t= SOR 


The modulation linearity and range will be essentially set by the linearity 
of the multiplier, the drift with time of the integrator, and the responses 
of the feedback loop. 

As an alternative to the multiplier control above, a frequency-modu- 
lated triangle- and square-wave generator can be formed with the aid 
of the square-wave amplitude modulator from Fig. 5.22. Just as with the 
multiplier control above, modulation of the amplitude of a square-wave 
input to an integrator varies the integration time between comparator 
trip points. By this control over integration time, a frequency modula- 
tion is attained with the integrator/comparator configuration, as shown 
in Fig.5.28. The basic generator consists of integrator Ag and compara- 
tor Ag, with operation as described for Fig. 5.11. Added to the normal 


V+ 
Ry Ry R C 


Fig. 5.23 Frequency-modulated square and triangle waves are generated 
by the circuit of Fig. 5.11 when it is combined with the amplitude modulator 
of Fig. 5.22. 
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feedback loop is the modulator formed with A;. The polarity of the gain 
provided by A; to em reverses each time the integrator output reaches 
a comparator trip point and causes the comparator to reverse the state of 
switch Q,;. As described in Sec. 5.5.1, reversing the state of this switch 
converts the amplifier configuration from that of an inverter to a follow- 
er, and this reverses the polarity of the modulation signal reaching the 
integrator input. With either gain polarity, e, controls the magnitude 
of the integrator input voltage and thereby controls frequency by the re- 
lationship 


f= —s_. 
4V7RC 


5.5.3 Pulse width-modulated generators Simple circuitry and high power 
efficiency characterize pulse width modulation. Since the pulse is gen- 
erated by switching, control is simplified, and the modulator output 
is always either saturated or off for low power loss. The power efficien- 
cy is especially advantageous in the controllers of the next chapter where 
higher output power is needed. Modulation control of the switching fixes 
the relative time intervals of the two output pulse states, as described 
with the circuits below. 

Highly precise pulse width modulation is attained with a triangle-wave 
generator and a comparator, as illustrated in Fig. 5.24. The triangle- 
wave generator can be formed as described in Sec. 5.2. If the triangle 
wave is compared with the level of a modulation signal, a positive output 
pulse is generated when the triangle wave is greater. When the modu- 
lating signal is zero, the triangle wave is greater one-half the time, so that 
the generated pulse then has a duty cycle of one-half. As the modulat- 
ing signal increases, it linearly decreases the interval of the positive 
pulse, since the triangle wave is a linear function of time. The result 
is an output pulse train with an average value that is directly proportional 
to the modulating signal and with a duty cycle of 0.5 — e,/2E,, where 
E, is the amplitude of the triangle wave. The linearity of this modula- 
tion is determined by that of the triangle wave. Any comparator switch- 
ing delay will limit the extremes of the duty cycle range, but otherwise 
equal positive and negative switching times will have compensating 
errors. | 

By using the integrator/comparator configuration for a triangle-wave 
generator, linear pulse width modulation can be produced without a 
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Fig. 5.24 By comparing a modulation signal with a triangle-wave refer- 
ence, a linear pulse width modulation is achieved. 


separate comparator. With this configuration, presented in Fig. 5.11, 
the modulating signal can be summed into the integrator input on a re- 
sistor. During a given cycle, the addition of this modulation signal will 
increase the integration rate in one direction and decrease it in the other 
direction. The result is an unsymmetrical triangle wave and a corres- 
ponding modulated pulse output from the comparator. With equal 
integrator summing resistors, the duty cycle of the output pulse is equal 
to 0.5 — em /2Vz, provided the symmetry control of that circuit is set for 
S=1. Alternatively, the symmetry control can be replaced with the 
modulation signal for a high impedance modulation input. 

Although it is nonlinear, a pulse width modulation can be produced 
by summing a modulation signal into the single amplifier triangle-wave 
generator. For feedback controllers the modulation nonlinearity is over- 
come by the feedback, and this simple approach need not limit precision. 
Shown in Fig. 5.25 is the result of this summation in the basic circuit 
from Fig. 5.8. The effect of the modulation signal is analogous to that 
just described above in that one integration rate is increased and the 
other is decreased to alter the duty cycle. Since the capacitor charging is 
nonlinear, the effect of em is nonlinear as expressed by the duty cycle of 


In(1 + 2Vz/em) 


Duty cycle = ———_—_ 
a In(1 — 4V72/en2) 


As always with this basic square- and triangle-wave generator, the opera- 
tional amplifier input impedance must remain high under overload so 
that amplifier input currents do not affect capacitor charging. 
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Fig. 5.25 Nonlinear pulse width modulation is produced by adding charging 
current from a modulation signal to the elementary square- and triangle-wave 
generator. 


REFERENCES 


1. 


m OO 


oO N 


G. E. Tobey, J. G. Graeme, and L. P. Huelsman, Operational Amplifiers: Design and 
Applifications, McGraw-Hill Book Company, New York, 1971. 

. T. Cate and H. Handler, Designing with Packaged Analog Multipliers, EEE, May 1969. 
. J. G. Graeme, Triangle-Wave Circuit Has Wide Range Controls, EDN/EEE, April 1972. 


. W. Neeland, Function Generator Has Variable Polarity Exponents, Electron. Eng., 


December 1969. 


. J. G. Graeme, Pulse Generator Offers Wide Range of Duty Cycles, EDN/EEE, Sept. 


1, 1971. 


. J. G. Graeme, Simple Op Amp Relaxation Oscillator Generates Linear Ramp Output, 


EDN/EEE, March 1, 1972. 

. J. G. Graeme, Op Amps Generate Precision Staircase, Electronics, Jan. 31, 1972. 

. P. Weil, Feedback and Clamping Circuits Improve Comparator One- Shot, Electron. 
Design, April 12, 1970. 

. G. Flynn, Sequential Bipolar Multivibrator, EEE, April 1969. 


6 


SPECIAL-PURPOSE CIRCUITS 


In the previous chapters general-purpose operational amplifier circuits 
were described. Numerous special-purpose circuits of general interest 
are presented in this chapter, including transistor test circuits, measure- 
ment circuits, controllers, and others. For transistor testing, operational 
amplifiers provide simple, independent control of dc biases and test sig- 
nals to test virtually any bipolar transistor or FET characteristic. Opera- 
tional amplifiers permit simple circuit configurations for precise meter 
circuits and for circuits that measure frequency, phase, and high voltage. 
High gain in operational amplifiers produces a sensitive monitor of sys- 
tem deviation from a desired setpoint in controller applications for on-off, 
proportional, and optimizing control. Other special-purpose circuits de- 
scribed here include some for audio and AGC. 


6.1 Transistor Test Circuits 


All the basic low-frequency characteristics of bipolar transistors and 
FETs can be measured with circuits using only one or two operational 


183 


184 Applications of Operational Amplifiers 


amplifiers.!_ These circuits are described, with comments on accuracies 
and alternate techniques, below. Only resistors are adjusted in the test 
circuits, as will be described, to provide independent adjustments of dc 
bias current, dc bias voltage, and the ac test signal. Resistive controls 
without interaction are made possible by the high-gain feedback, high 
input resistance, and low output resistance provided by an operational 
amplifier. While the basic test circuits are intended for voltmeter dis- 
play, they can be used with a simple ramp generator to provide oscillo- 
scope traces of a wide variety of transistor parameters. 


6.1.1 Gain measurement Curve tracer bias of bipolar transistors sets 
the base current for a common-emitter configuration. Beta is then found 
by observing the resulting collector current. This is a poor bias approach 
for beta testing, as the magnitudes of the collector bias and signal cur- 
rents then vary with beta. Instead, it is better to measure beta at a spe- 
cific collector bias current and signal current. Beta is then determined 
from the resulting base current magnitude. Fixed collector bias and sig- 
nal currents are established in the beta test circuit of Fig. 6.1 by the feed- 
back around A,. In establishing these currents, A; drives the transistor 
to maintain near-zero input voltage and current at the amplifier inputs. 
For zero input voltage, the common ends of R,; and Re are at ground level, 


+V ° 
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Fig. 6.1 Static and dynamic current gains are measured with this cir- 
cuit at bias and signal levels set by independent control potentiometers. 
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and the entire input signals are impressed on these resistors. For zero 
amplifier input current, the currents from R, and Re all flow in the collec- 
tor. Thedcand ac collector currents are then Ic = V/R, and I, = E;/Re, 
respectively. 

The base current resulting from the above collector currents is sup- 
plied to Ag and flows in the feedback resistor R;. From this current an 
output voltage is generated equal to 


Ic I, ; 
e, =(-~ ++] R 
(= be 
where hgg is the dc or static value for beta and h;, is the ac or dynamic 


value. Using the last result, the two current gains are expressed in terms 
of the dc and ac components of e,, Eo and E,, by 


_# V _—% EB 
Ri Eo eT ~ “Ag. Be 


Amplifier Ag also serves as a convenient means of setting the collector- 
base bias Vcg. From Rg a voltage is set at one amplifier input and is, 
thereby, set at the test transistor base. This base voltage establishes 
Vcp, since the collector is held at zero voltage by A,;. Then, from Fig. 
6.1, Vcr = —Vj\. 

Using this circuit, low-frequency measurements can be made within 
the accuracy permitted by the temperature coefficient of beta. This tem- 
perature coefficient is about 0.5%/° C near room temperature, and nor- 
mal ambient variations limit beta test accuracy to around 1 percent. 
Test accuracy is also directly related to the accuracies of voltages V and 
E; and of resistors R;, Re, and Rs. At low currents an additional error in 
the test for hrg is the input bias current of Ag, but this may be avoided by 
using an FET input operational amplifier. Further limitations on the 
hy. test are the amplifier bandwidth and stray capacitance shunting the 
high resistance of R;. These latter factors limit hy, testing to 10 kHz or 
lower. By using a low test frequency. with low-level tests, the stray ca- 
pacitance effects which often limit curve tracer measurement by hystere- 
sis looping are avoided. 

The forward transconductance g;, of a field-effect transistor (FET) can 
be measured in a manner similar to that of the beta test above. Again it 
is preferable to test at a fixed operating point rather than with a fixed 
driving signal. Therefore, the drain bias and signal currents are fixed in 
Fig. 6.2, as were the collector currents in Fig. 6.1. In this case, the dc 
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Fig.6.2 Static and dynamic forward transconductances are measured 
in this circuit as bias and signal levels set by independent control 
potentiometers. 


and ac drain currents are set by R; and Ry to be Ip = V/R, and ly = 
E,/Re, respectively. The biasing voltage on the FET is set directly by 
establishing the gate voltage with Rs. Since the drain is held at zero volt- 
age at the operational amplifier input, the gate-drain voltage Vcp is set 
by the gate bias at Vep = V;. To find g;,, the gate-source voltage vg, 
developed by the drain current is measured at the output. By relating 
this voltage to the current, the static and dynamic values of forward 
transconductance are found in terms of the dc and ac components of e€o, 
Eo and E,, as 

= Be sag 
&Fs = RiEo Lis = RoE, 


As before, the primary limitation on test accuracy is generally the tem- 
perature coefficient of the device under test. The exact coefficient en- 
countered varies from zero to 0.7%/° C, depending upon how close the 
test current is to the FET zero temperature coefficient point. The cir- 
cuit-oriented accuracy limitations are the same as those encountered with 
the corresponding elements in the beta test above. Test bandwidth is 
again de to 10 kHz. 


6.1.2 Breakdown and leakage testing ©The breakdown voltage of a tran- 
sistor is not an exact voltage, since this voltage varies in several ways with 
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the current flow under breakdown. As this breakdown current is the 
source of circuit error, it is desirable to set the current level at which 
breakdown voltage is measured. Such testing is readily performed with 
an operational amplifier, as illustrated in Fig. 6.3 for several cases. The 
amplifier output increases the voltage on the device under test until the 
device breaks down and supplies a feedback current to the amplifier in- 
put. With this feedback, the amplifier input voltage and current are 
returned to zero, and the breakdown current Igy will be Ipy = V+/R. 
Any breakdown voltage can be tested in this manner by connecting the 
appropriate device terminals between the amplifier input and output. 
The connection polarity is that which results in breakdown with a current 
flow into the terminal connected at the amplifier input. 

Errors in this breakdown voltage are negligible for the measurement 
accuracies normally desired. Test accuracy is maintained at low current 
levels unti] the input bias current of the operational amplifier becomes 
significant. Since this limit can be quite low, breakdown testing at very 
low currents, for close examination of junction quality, is possible. How- 
ever, the range of voltages accommodated in this test is more limited. It 
is limited by the output voltage range of the operational amplifier, and a 
high-voltage amplifier is required. Often breakdown voltages that ex- 
ceed the capabilities of most high-voltage operational amplifiers are en- 
countered. In this case the output voltage range can be extended, as 
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Fig. 6.3 Direct reading of breakdown voltage with independent current adjustment is 
provided by an operational amplifier. 
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shown in Fig. 6.4. The circuit shown adds voltage gain following the 
amplifier with a common-emitter p-n-p driving an FET current source 
load. By using the FET, a high gain and a current-limited output are 
achieved simply. Output current drawn through the test device is limit- 
ed to the Ipss of the FET. Further voltage-range improvement can be 
achieved with a stacked output stage.” By stacking output transistors in 
series, the voltage range can be made greater than the individual break- 
down levels of these transistors. 

The very low leakage currents of silicon bipolar transistors and FETs 
present a significant measurement challenge. Bipolar transistor leak- 
ages of 0.1 nA and FET leakages of 0.1 pA are now attained. Such low 
current levels cannot be measured on most curve tracers or specialized 
transistor testers. Fortunately, an operational amplifier readily permits 
measurement of these low-level leakage currents, as demonstrated in 
Fig. 6.5. In each case the leakage current flows in the amplifier feed- 
back to develop an output voltage directly proportional to the leakage 
current. Feedback constrains one terminal of the device under test to 
zero voltage at the amplifier input, and the bias voltage is established by 
a potentiometer which controls the voltage at the other device terminal. 

The principal limitations on test accuracy and test current range are 
the input bias current of the amplifier, stray leakages, and noise. To 
avoid input bias current error, which adds directly to the leakage current, 
an operational amplifier is chosen which has negligible input bias cur- 
rent. For most bipolar transistor leakage current testing, an FET input 


OV. (High Voltage) 


Fig. 6.4 Breakdown voltages exceeding the operational 
amplifier output voltage range can be tested by adding a 
gain stage to the amplifier. 
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Fig. 6.5 Extremely low leakage currents are measured accurately by using FET or 
varactor input amplifiers which have comparatively negligible input bias currents. 


amplifier has negligible input current. For FET leakage current mea- 
surement, a varactor input operational amplifier and a very high feed- 
back resistance are required. For all cases stray leakages should be 
minimized by the use of clean surfaces and isolation from supply or bias 
voltages. To reduce noise, various degrees of shielding and filtering are 
needed. In general, bypass of the feedback resistor provides adequate 
filtering. 


6.1.3 Output resistance measurement For high gain in common-emitter 
amplifiers, high resistance loads are used. The ability of a bipolar tran- 
sistor to drive a high resistance load is expressed by its output conduc- 
tance h,.. To measure hg., the slope of the common-emitter character- 
istic curve can be calculated with a curve tracer. Alternatively, this 
small slope can be measured accurately and quickly with the circuit of 
Fig. 6.6. Basically, this test circuit provides an output voltage propor- 
tional to the emitter current change induced by a collector-emitter volt- 
age change. The collector-emitter signal voltage is established by Ej, the 
emitter signal current is supplied by E, from Ag, and biasing is set by Ay 
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Fig. 6.6 Output conductance measurement is performed by this circuit with biases set 
by Rj and Rj}. 


and Ag. A differential current source formed with Q; and Qe and con- 
trolled by A; biases the base of the test transistor. With current source 
base bias, the biasing impedance will be much greater than the load 
impedance presented by the transistor. Thus, the output conductance 
measured will be the worst-case value h,.. Operational amplifier feed- 
back around the current sources from the test transistor emitter forces 
the emitter voltage to equal that presented by R;. This sets the collector- 
emitter dc voltage Vcr at Vcr = V}. 

The other amplifier is also biased from R, so that the adjustment of 
Vcr does not affect the emitter bias current Iz. As R; causes A; to vary 
the test transistor emitter voltage, this potentiometer also causes Ag to 
identically vary the dc voltage at the other end of the emitter resistor Rj. 
No change in emitter resistor voltage results, and Ip is unaffected. In- 
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stead, the dc voltage on Rj, is established by the zener diode in the feed- 
back around As. The zener drops the dc output voltage of A> below its 
input voltage, which is also the emitter voltage. Then Ig = Vz/Rj1. 

If the output voltage of Ag had a fixed dc level only, then emitter signal 
currents created by V.. variation would not develop. Instead, the feed- 
back provided by A; would drive the base to hold the emitter voltage 
constant and would, thereby, remove the current which is to be mea- 
sured. The desired emitter signal is restored by the ac coupling from the 
output of A; to Ag. From the signal coupled, the output of Ag drives Rj, 
to supply the signal current and to present a buffered output for measure- 
ment. This yields a signal output of E, = I.Ri; and an ho. given by the 
ratio I./Voe, or 


_ _& 
Doe = Ry Ey 


Other than errors in E; and Rj,, the major accuracy limitations are the 
finite gain and bandwidth of Ay. To supply all the emitter signal current, 
A, must have a current gain through R,, that is much greater than the 
beta of the transistor tested. This commonly sets the upper limit of the 
test bandwidth at about 200 Hz. A lower bandwidth limit is similarly 
imposed by coupling capacitor Cg. Within this bandwidth it is possible 
to make low-frequency h,. measurements which avoid the stray capaci- 
tance hysteresis looping encountered on many curve tracers at low 
current. 

Somewhat simpler than h,, testing is the measurement of the drain- 
source resistance rg, of an FET. For an FET, its rg, is the measure of its 
ability to drive high resistance loads. The rg, test circuit of Fig. 6.7 is 
analogous in form to the previous h,. test circuit, but a high driving im- 
pedance is not required for the FET gate. Once again, A, fixes the dc 
bias voltage at V,, giving Vps = V;. The feedback zener sets the dc 
voltage on the source resistor, giving Is = Vz/R». As before, Ag supplies 
the signal current, which is now I, = E,/Re, and the drain-source resis- 
tance is found from 


This result is accuracy-limited by errors in FE, and Rg and by the finite 
gain of Ag. In this circuit, the current gain through A, and Rg must be 
much greater than the g;, of the FET in order to have E, supply all the 
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Fig. 6.7 At an operating point set by Ry and Re, the drain-source resistance of 
an FET is measured under a signal voltage EF). 


signal current. Measurement bandwidth is, then, about 20 Hz to 20 
kHz. 


6.1.4 Noise measurement To simplify noise considerations, the noise 
sources of transistors can be considered as equivalent noise generators at 
the terminal used for the signal input. In this way the noise contributed 
by the transistor can be compared directly with the input signal to deter- 
mine signal sensitivity. This noise representation closely parallels that 
used for operational amplifiers.? All transistor noise sources are consid- 
ered at the appropriate terminal, and the combined effects are repre- 
sented by an equivalent noise voltage generator in series with the termi- 
nal and a noise current generator that supplies current to the terminal. 
Measurement of these equivalent input noise sources is straightforward 
with feedback circuits. 

For a common-emitter bipolar transistor or a common-source FET, the 
equivalent input noise signals can be measured with the circuit of Fig. 
6.8. When the transistor is connected in an operational amplifier feed- 
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back loop, as shown, the equivalent input noise sources are accurately 
related to output signals, and biasing is easily controlled. Biasing is fixed 
when feedback reduces the differential input voltage of the amplifier to 
near zero. Then Vcg = Vj, and the transistor operating point is set by 
Rs and Ry. The transistor acts as an added gain stage for the amplifier, 
and overall feedback is supplied by R;, Re, and C. Since the transistor 
adds voltage and current gain, it reduces the equivalent input noise con- 
tributed by the operational amplifier input noise voltage and current. 
With reasonable care the reduced noise contribution of the amplifier can 
be made negligible in comparison with that of the transistor. Then 


see Rg Cn - 
Co — (1 om a Cnl > (ea =e ) Te 


where e,) is the equivalent input noise voltage of the transistor and ey2 
and ino are the operational amplifier input noises. In an analogous man- 
ner the equivalent input noise voltage of an FET is measured with this 
circuit. 

For both cases, the added gain of the transistor may necessitate added 
phase compensation. The phase compensation will fix the overall ampli- 
fier bandwidth and, thereby, the maximum noise measurement band- 
width. Further restriction of the measurement bandwidth is readily 
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Fig. 6.8 To measure the equivalent input noise of a transistor, the transistor is 
inserted as an input stage in an operational amplifier feedback loop. 
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achieved with capacitive bypass of Ro. A low-frequency limit is estab- 
lished by R, and C at their break frequency. Whenever the measure- 
ment bandwidth includes frequencies of the noise environment, careful 
shielding must be used. | 

To measure the equivalent input noise current of a transistor, the cir- 
cuit of Fig. 6.8 is modified to amplify this noise signal rather than the 
noise voltage. This modification deletes R; and C to reduce the voltage 
gain to unity and increases Rg so that it develops a measurable voltage 
from the input noise current. The level of Rg required is that which 
makes the output signal created by noise current much greater than the 
equivalent noise voltage. Then, if the noise current of the amplifier is 
adequately reduced by the transistor beta, 


Co = In Re > 3B Ro a i Cnl 
where i,g is the input noise current of the operational amplifier. For a 
bipolar transistor this measurement can be made highly accurate with 
careful shielding. However, the extremely low noise current of FETs 
can be measured only with exceptionally high resistance levels and the 
greatest attention to shielding. 


6.1.5 Other transistor test circuits When operational amplifiers are 
used to provide control of biases and test signals, several other transistor 
characteristics can be measured. Described below are test circuits for 
pinchoff voltage measurement, transistor matching, and oscilloscope dis- 
play of characteristics. In order to easily measure the pinchoff voltage 
Vp of an FET, the current in the FET must be nearly pinched off. The 
low current level remaining is sensitive to voltmeter loading, but can be 
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Fig. 6.9 Pinchoff voltage mea- 
surement is undisturbed by volt- 
meter loading with the buffered 
output of the biasing operational 
amplifier. 
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buffered with an operational amplifier which also biases the FET. Fig- 
ure 6.9 shows such a circuit. With the FET source voltage driven to zero 
at the amplifier input, the output voltage is Vcs. This voltage approxi- 
mates Vp for a specified, small source current supplied through the 
resistor R. | 

Matched pairs of bipolar transistors or FETs are essential for differ- 
ential amplifier stages with low dc error and thermal sensitivity. Such 
transistor pairs have a match in emitter-base voltage Vr or a match in 
gate-source voltage Vcs. Elementary biasing is not generally suitable 
for matching purposes, as a mismatch, AVgpr or AVcsg, creates a compen- 
sating current unbalance between the two transistors. Operational am- 
plifiers can remove this interdependence. In Fig. 6.10 a matching circuit 
is shown which makes the current balance between the transistors inde- 
pendent of their emitter-base voltage difference. The individual bias 
currents and voltages are also independently controlled. Although 
shown with bipolar transistors, the same circuit provides Vcs match-test- 
ing for FETs. To set the two collector-emitter bias voltages, R, sets the 
voltage at the inputs of both amplifiers and, thereby, at the two emitters. 
This gives Vcg = V;. With the two emitters at the same voltage, the 
base voltages will differ by AVgre. This mismatch is measured as 
Eo — AV pe. 

For the above output voltage to represent the transistor mismatch, the 
emitter currents must be identical. Feedback sets the two emitter cur- 
rents as the amplifiers drive the transistors to accept the currents sup- 
plied by the resistors labeled Rg. These resistors carry emitter currents 
derived from the zener diode voltage Vz. Since the diodes are refer- 
enced to one amplifier output, rather than to ground, a change in V; from 
R; does not alter the voltage on the current-setting resistors Rg and Rg. 
The voltage across Ro and Rg is —Vgr + Vz + V;. Since the diode 
voltage V; will approximately cancel —Vg r, the drop on Rg and Rg is Vz. 
The emitter currents are then 


Ip = — 2 
FE Ry + 2Rs 


The dominant measurement errors are those created by differences in 
operational amplifier offset voltages, in the emitter resistors Rg, and in 
the temperature of the two transistors. A difference in input offset volt- 
ages AVos results in an identical difference in the transistor emitter volt- 
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Fig. 6.10 Measurement of Vgr match, or similarly Ves match, is made with accurately 
matched currents set by the same bias source. 


ages to directly produce an output error equal to AVos. To remove this 
error, AVog is nulled by adjusting for Ej = 0 when the emitter-base 
junctions are shorted. 

A difference between the resistors labeled Ry creates a current unbal- 
ance and an associated error AVgxz of 


Ir 
AVse = 25 mV In Iz + Alp + Ale 


Since the currents in this expression are directly determined by the resis- 


tors, the expression may be rewritten in terms of the resistances as 


Ry + AR, 
2 


AVgr = 25 mV In 


For small unbalances, the above resistance ratio is near unity, and the 
logarithm may be expanded to yield 
ARe 


AVép == 25mV ( 


) for ARg K Ro 
| Rog 


This result indicates that only a 1 percent emitter resistor mismatch will 
produce a AV$r error of 0.25 mV. Removal of this error is accomplished 
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by adjusting the Rg resistors until interchanging the two transistors cre- 
ates only a reversal in the polarity of Eo. 

Another AVfx error is produced by the transistor temperature differ- 
ence AT. From the —2mV/° C thermal sensitivity of a silicon junction 
voltage, the resulting error is 


AVE = —(2 mV/° C)AT 


Just a 0.1°C difference results in a 0.2-mV error, and so thermal con- 
ditions must be very well matched. Matching of the thermal environ- 
ments of the two transistors is improved by using adjacent test sockets 
and by avoiding air drafts and nearby thermal radiation. If each of the 
above error sources is controlled, overall measurement error may be re- 
duced to 0.1 mV. 

A wide variety of transistor parameter dependencies can be displayed 
on acommon oscilloscope using the preceding circuits with a ramp gener- 
ator. The ramp provides a linear sweep of one parameter so that the 
dependence of another characteristic can be observed, as with a curve 
tracer, but for a greater variety of measurements. In this way, i, versus 
v,; can be displayed to locate an FET zero temperature coefficient point. 
Or beta versus i, can be viewed to determine the usable current range of 
a transistor. Similarly, g;, versus i, can be displayed for an FET. More 
conventional traces, such as the current-voltage characteristic of a junc- 
tion, are also possible. 

One example of this display technique is illustrated in Fig. 6.11. Here 
the i, versus v,, characteristic is produced for oscilloscope display. As 
with the pinchoff measurement circuit of Fig. 6.9, the output voltage 
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Fig. 6.11 A ramp generator drive replacing a bias volt- 
age permits oscilloscope display of characteristic curves, 
such as for is versus vgs. . 
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equals v,, This voltage is displayed with respect to the ramp voltage 
that sets the source current. Display error common to this type of appli- 
cation is largely that created by nonlinearity in the sweeping ramp. 
However, a nonlinearity of 0.25 percent is acceptable, and such a ramp is 
easily produced with the circuits of Sec. 5.8. 


6.2 Measurement Circuits 


In addition to the transistor parameter measurements of the last section, 
numerous other measurements can be made with operational amplifier 
circuits. Operational amplifiers generally permit simple circuit config- 
urations for precise measurements. Described first in this section are 
circuits for a voltmeter and an ammeter. Then, circuits are presented 
for measurement of frequency, phase, kilovolt-level voltages, and thresh- 
old voltages. Other circuits useful for measurement include the abso- 
lute-value circuits of Sec. 4.8, the peak detectors of Sec. 4.4, and the 
rms-to-dc converters of Sec. 4.5. | 


6.2.1 Meter circuits By using operational amplifiers, the current 
through a meter can be made precisely dependent upon the absolute 
value of a signal. The normal current errors created by voltage drops on 
the meter and on rectifying diodes are avoided by connecting the meter 
circuit in the feedback loop of an operational amplifier. For use as a 
voltmeter, the meter is connected as in Fig. 6.12. Since feedback main- 
tains near-zero voltage between the amplifier inputs, it forces a current 
of e;/R, to flow in R, to develop a voltage matching e;. Little current is 
drawn by the amplifier input, and so essentially the same current is sup- 


| & Ry 
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Fig. 6.12 A voltmeter with precisely controlled meter current is 
formed by connecting the meter circuit in the feedback loop of an 
operational amplifier. 
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Fig. 6.13 By connecting the meter circuit in an operational amplifier 
feedback loop, an ammeter is formed which has a voltage drop that is 
only the differential input voltage of the amplifier. 


plied through the meter circuit independent of the meter and diode volt- 
age drops. The current is rectified by the diode bridge for a unipolar 
meter current. Meter damping is provided by Rg and filtering by C and 
Rg along with the meter resistance R,, for a time constant of (Rg || Ry) 
C. In this way, the average meter current is controlled to be 


_ Ra 
Ra + Rn 


Si 
R 


ln — 


Only the small input bias current and input offset voltage of the amplifier 
limit the dc accuracy of this voltmeter beyond the limitations of the meter 
itself. The effects of the voltage drops on the meter, the diodes, and 
the damping resistor are reduced by a factor equal to the gain of the 
amplifier. 

To form a low impedance ammeter, the meter circuit is again con- 
nected in the feedback loop of an operational amplifier, as shown in 
Fig. 6.13. Once again, feedback will supply that current needed to 
maintain near-zero voltage between the amplifier inputs. In this case 
the voltage so controlled is the drop across the ammeter. For this zero- 
voltage condition, the ammeter input current i; must flow into the feed- 
back meter circuit rather than into the amplifier input. Except for the 
small error of the amplifier input bias current, the meter current will be 


. _ iy __Ra 
in = Til ROP Ra 
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With this current, voltage drops are developed on the meter resistance 
Rn, damping resistance Ry, and amplifier output resistance Ro, but the 
resulting voltage drop reaching the amplifier input is reduced by the 
amplifier gain A. Thus, the voltage across the ammeter due to the meter 
resistance is reduced by A, and the effective ammeter resistance is 


— Rall Ra + Ro 
as A 


Added to the voltage produced with this ammeter resistance is the input 
offset voltage of the operational amplifier. 

For general-purpose use an ammeter must be capable of being inserted 
in series with a current path. This requires that the ammeter return 
from one terminal the same current that it accepted into its other termi- 
nal. Such an operation is achieved with the above circuit through the 
use of the floating power supplies shown. The input current i; is re- 
turned through the supply common, as it is the only current drain from 
the amplifier that does not flow from one supply through the amplifier to 
the other supply. Instead the meter current flows from one power sup- 
ply and out the output terminal so that the supply currents are unbal- 
anced by precisely i;. This difference current flows from the supply 
common. Of course, if the amplifier has an internal bias return to com- 
mon, the above condition does not hold. 


6.2.2 Frequency and phase measurement circuits To measure signal 
frequency or phase, a dc voltage that is proportional to either signal 
characteristic can be developed. This dc voltage is readily measured for 
the frequency or phase indication with a voltmeter such as that shown in 
Fig.6.12. For frequency measurement the frequency-to-dc converter of 
Fig. 6.14 produces the desired output voltage by time-averaging the 
pulses developed with each signal cycle. Amplifier A; operates as a 
comparator to convert the signal to a controlled-amplitude square wave. 
If the input signal has unequal time intervals above and below the zero 
level, the comparator output will be similarly unsymmetrical, but this 
will not affect the output voltage developed. ‘To improve the rise and 
fall times of an operational amplifier used for the comparator, its phase 
compensation should be removed. 

Following the comparator, the signal is differentiated, rectified, and 
then averaged to produce a dc output. The differentiation and rectifica- 
tion are performed with Ag. From the rapid rises and falls of the com- 
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Q, = 2V2R5C,f 


Fig. 6.14 Frequency-to-dc conversion is performed by deriving one current pulse per 
cycle and time-averaging the resulting pulse train. | 


parator output voltage, differentiation capacitor C,; produces current 
pulses that are supplied to either the transistors or the diode around Ag. 
Only one polarity of current pulse is conducted by the transistors to the 
output amplifier Ag. This rectification action results in only one current 
pulse per cycle to Ag rather than pulses with both the rise and fall of the 
signal. As a result, the time average of the pulses reaching Ag is inde- 
pendent of the signal symmetry. 

The averaging is performed by Ce, and the average current is deter- 
mined by the change in capacitor charge that generated it and by the 
time between pulses. This is expressed by 


AQ = 2VzC = iAt for ReC; « At 


Here the term At is the time between pulses, and this is the period of the 
signal or the inverse of the frequency. Thus, the average voltage gener- 
ated by the flow of i in Rg is related to the signal frequency by 


Co — 2V7Rs Cif 


Much of the ripple on this output is filtered out by the damping of any dc 
voltmeter used as a readout. At low frequencies the accuracy of this 
frequency-to-dc converter is determined primarily by the components in 
the above expression. However, at higher frequencies the parasitic and 
stray capacitances of the differentiator/rectifier circuit introduce charge 
errors. Atsome high frequency the slewing rate limit of A; will prevent 
it from completing its output swing, and very large errors will develop. 

To measure the phase of a signal, its phase difference from a reference 
signal can be used to develop a proportional dc voltage. The circuit of 
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Fig. 6.15 A dc voltage proportional to phase difference is developed by using the 
phase difference to control the time interval for which a nonzero signal is connected 
to an averaging amplifier. 


Fig. 6.15 is such a phase-to-dc converter. It consists of two signal-squar- 
ing comparators A, and Ag followed by an amplifier with a switched 
input. As before, operational amplifiers used for the comparators should 
not be phase-compensated, since this would reduce switching speeds. 
Comparator A; generates a zero-based square-wave input signal for the 
~ amplifier. So that the negative switching of this signal stops at zero, D, 
disconnects the amplifier, and Ry discharges the capacitance of the zener 
diode. The square-wave signal is impressed on resistor Ry and switch 
Q;, so that the ON resistance ron of Q; affects the amplifier gain. To 
compensate for this effect, a matching ON resistance is added in series 
with the zener diode by means of Qs, to increase the signal amplitude. 
As long as the current in the compensating Qs is less than Ipss, the FET 
acts as aresistance. For accurate compensation the current in Qs is set 
_ to match that of Q, by appropriate selection of Rg. Then, the amplitude 
of the square wave will be 


TON 


The second comparator switches the input to the amplifier by driving 
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Q,. Ifthe two input signals are in phase, the amplifier input is connected 
to the square wave only when this signal is at zero, and so the amplifier 
output is zero. As a phase difference develops, the switch remains ON 
during a portion of the nonzero state of the square wave. This portion of 
the cycle is proportional to the phase difference, as is the time average of 
the signal reaching Ag. To average this signal a feedback capacitor is 
added, and the average of the output voltage becomes 


= 3 (3%) $ 
Yo ~ ~~ R, \180°/ 2 


where Ad is the phase difference. Ripple remaining on this signal is 
filtered by most voltmeters that would be used as monitors. An offset is 
added to the output voltage if the switching times of Q) and the square 
wave differ. Addition of Do reduces this time difference by decreasing 
the voltage through which Ag slews in turning OFF Q,. The gate return- 
resistance of the FET switch must be low enough to rapidly discharge the 
FET capacitance during turn-on. Any dc offsets in the input signals must 
be removed to avoid errors in switching times. 


6.2.3 Other measurement circuits Among the other measurements 
performed with operational amplifier circuits are kilovolt-level voltage 
measurement and switching-threshold measurement. The high-voltage 
measurement is made with a low-voltage amplifier using charge ampli- 
fier techniques,” and threshold is measured using integrator feedback. 
To make the high-voltage measurement without loading errors, a small 
capacitor is charged to the high voltage, and then its charge is transferred 
to a much larger capacitor, where the charge develops a low voltage.‘ 
This operation is performed with the circuit of Fig. 6.16. First, Cy, is 
charged to the level of the high voltage through current-limiting resistor 
R. Then this charged capacitor is switched to the input of the charge 
amplifier, and again resistor R limits current flow. Without this limiting 
resistor the high voltage would be initially impressed on the amplifier 
rather than dropped across the resistor. Such a high-voltage input over- 
load would probably destroy the amplifier, or any input protection 
clamp would dissipate the capacitor charge. 

With the limiting resistor the discharge of C is controlled so that virtu- 
ally all the discharge current flows through Cy, to transfer the charge. 
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Fig. 6.16 To accurately measure a high voltage with a low- 
voltage meter, the voltage can be reduced with a charge ampli- 


fier. 


This produces a low-voltage output from the amplifier that is an accurate 
measure of the high input voltage through the relationship 


Eo — c Ex 

This reduced voltage can be measured with almost any voltmeter. Er- 
rors in this measurement technique are essentially due to the tolerances 
and dielectric losses of the capacitors. Virtually no measurement loading 
error is introduced, as the monitor capacitor C, draws only a leakage 
current when it reaches its final charge. Where such loading would not 
create significant error, a simple inverting amplifier connection with very 
low closed-loop gain can be used. Voltmeter loading on the holding ca- 
pacitor Cz is removed by the buffering of the operational amplifier. The 
amplifier loads Cy with its input bias current, but this current can be 
made quite small by using an FET or varactor input amplifier. 

To measure the switching thresholds of logic circuits and digital-to- 
analog converters, the input voltage is varied until the output just begins 
to switch. Integrator feedback around such switching circuits establishes 
a threshold-seeking operation for rapid testing. Such a feedback loop is 
represented in Fig. 6.17 for a D/A converter. If the converter output 
voltage differs from the reference voltage Ep, there will be a voltage 
across the integrator input resistor. Integration of this voltage difference 
produces a change in the converter input voltage E; applied by the inte- 
grator. The integrator output continues to change the converter input 
voltage until the converter output equals Ep. Then the integrator capac- 
itor holds EF; at this level. This equilibrium voltage will be the switching 
threshold if Eg is set near but not at the final value of the output voltage. 
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For the feedback connection shown it is assumed that there is no volt- 
age inversion through the D/A converter. If the converter has comple- 
mentary logic inputs, an inversion does occur, and the feedback and 
reference connections to the integrator must be interchanged to maintain 
negative feedback. The integrator time constant is chosen large enough 
to stabilize the feedback loop but not so large as to delay testing. 


6.3 Controllers 


Electronic analog controllers derive precision and stability from the high 
feedback-loop gain provided by operational amplifiers. The amplifiers 
provide precise comparison of reference and feedback signals for on-off 
control, and they produce continuous adjustment of a control signal in 
proportional controllers. For optimization control, operational amplifi- 
ers can generate a sweep signal that stops when a desired response is 
achieved. The various types of controllers described in this section can 
be used to control a variety of devices in addition to the heaters, motor, 
and receiver used for illustration. 


6.3.1 On-off controllers In the simplest applications a controller mere- 
ly turns an actuator on and off as a system output falls below or rises 
above a reference setpoint. Such on-off controllers typically drive an 
actuator completely on and completely off, and this switched operation 
simplifies the actuator requirements. For switched operation the actua- 
tor control element can be a simple on-off device such as a relay, an SCR, 
or asolenoid valve. Hysteresis is often added to on-off control so that the 
actuator does not switch on and off too frequently. With hysteresis the 
actuator remains on for a system response somewhat above the setpoint 
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Fig. 6.17 Integrator feedback 
around switching circuits automa- 
tically seeks out the switching E, 
threshold. 
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and then remains off as the response falls somewhat below the setpoint. 

Both the setpoint comparison and the hysteresis are readily provided 
by an operational amplifier. Such control is achieved with the compara- 
tor connection shown for heater control in Fig. 6.18. Here a transistor 
switch is alternately turned on and off to control the power supplied to a 
heater element. The temperature of the object being heated is detected 
by a sensor, which is a diode in this case. Below 150°C, a forward- 
biased diode is an excellent temperature sensor due to its exceptionally 
linear voltage sensitivity to temperature? of around —2 mV/°C. While 
the exact thermal sensitivity of a given diode is a function of its biasing 
current and its construction, its thermal variation is highly repeatable. 
Alternately, thermistors or thermocouples can be used as sensors in simi- 
lar circuits, but the polarity of the associated thermal sensitivity must be 
considered to ensure that it supplies negative feedback to the comparator. 

As temperature changes the sensor voltage V;, the voltage is compared 
against the setpoint reference voltage Er by the inputs of the operational 
amplifier. This comparison is altered by the positive feedback supplied 
through potentiometer R to develop hysteresis where desired. When the 
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Fig. 6.18 On-off heater control with accurate comparison of sensor and 
reference voltages and with hysteresis is provided by an operational 
amplifier comparator. 
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sensor voltage reaches that of the reference plus that of the hysteresis, 
the comparator switches to reverse the heater mode. This results in a 
controlled temperature of around 
0) + 
V(25°) = KVz for Fa 


= 95°C + R= 


< V,(25°) and Rr < R 
—2 mV/°C 


In practice, the precision of this control is limited by sensing accuracy. A 
time lag exists between a heater output and the sensing of its effect. 
While the heat travels to the sensor, additional heat is being generated 
that will produce overshoot. This time lag and the overshoot are re- 
duced by placing the sensor close to the heater element, but the tempera- 
ture sensed is then more that of the heater than that of the object heated. 
To sense the temperature of the object more accurately, some overshoot 
must generally be accepted with on-off heater controllers. 

For reduced overshoot a multiple-level on-off controller or a propor- 
tional controller can be used. Proportional controllers are described 
later. An on-off controller with a multiple-level output decreases over- 
shoot by reducing the actuator signal to a lower level when the system is 
near the setpoint. Away from the setpoint a full output is maintained for 
rapid response. To provide a two-level control, two comparators are 
used, as shown in Fig. 6.19 with a heater. Both comparators drive heat- 
er supply transistors, but the transistors supply different current levels. 
One transistor switch has a series-dropping resistor to limit its current 
supply to a lower level, and this lower output is supplied near the set- 
point. Control of the lower level is provided by the comparator and 
hysteresis action of Ag with the same operation as described for the pre- 
vious circuit. However, the comparator action of A; is modified by the 
biasing of Ry and Rg. With this added bias, A, switches before the set- 
point is reached to turn off the unlimited, higher-level switch. By appro- 
priate choice of the transition point and the reduced output level for a 
given system, overshoot can be greatly reduced without a similar reduc- 
tion in response speed. 


6.3.2 Proportional controllers Greatly improved control precision is 
achieved by developing a control signal that is proportional to the differ- 
ence between the system state and the setpoint reference. Such pro- 
portional control gradually reduces the correction signal as the system 
approaches the setpoint to avoid most of the overshoot of on-off control. 
Sensing time lag still results in an excessive controller output, but the 
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Fig.6.19 With two comparators, an on-off controller supplies a reduced output 
near the setpoint to decrease overshoot. 


output during the time lag is reduced so that the overshoot is smaller. 
Proportional control also supplies very small correction signals for fine 
adjustments. 

In addition, a proportional controller can be made to supply any output 
level at equilibrium that may be needed to sustain an equilibrium state. 
Such a sustaining output is needed where there is a continuous drain at 
equilibrium on the element being controlled. Examples of this are the 
heat loss in high-temperature control and the leak loss in pressure con- 
trol, which occur at a steady rate in equilibrium. In basic proportional 
control such losses are not compensated until they produce an error sig- 
nal. If instead a continuous sustaining compensation is provided for 
these equilibrium losses, resolution is improved. 

A sustaining proportional heater controller formed with two operation- 
al amplifiers is shown in Fig. 6.20. It is basically a pulse width modula- 
tion circuit with feedback from a heater to sensing diodes through the 
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medium being heated. If the sensor diodes change in temperature, their 
voltage drops change and produce a voltage difference from the refer- 
ence level. This difference is integrated by A ,, and the resulting voltage 
change on Rg alters the charging current to Cy. The charging and dis- 
charging rates of C, determine the output pulse width from Ag as de- 
scribed in Sec. 5.5.38. As a result, the duty cycle of the heater current is 
altered, correcting the sensor temperature and returning the sensor 
voltage to that of the reference. As the sensor temperature is gradually 
corrected, the pulse width also changes due to the decreasing error. At 
equilibrium the pulse width settles at that width which sustains the zero 
error. This operation is made possible by the holding feature of the inte- 
grator. When the integrator input error signal goes to zero, the inte- 
grator output holds at the existing voltage level. This in turn holds the 
controller output width at that equilibrium level until a change in heat 
loss occurs. 

Since the controller described is a null-seeking feedback system, non- 
linearities in the controller are diminished in effect by the feedback-loop 
gain. This permits the use of a rather crude pulse width modulator when 
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Fig. 6.20 An integrating error amplifier in this proportional controller holds the heater 
current pulse width at a sustaining value at equilibrium. 
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it is preceded by the high gain of an integrator. Resolution is then deter- 
mined by the sensing and comparison accuracies. Sensing accuracy is 
primarily limited by sensor placement and the thermal transfer delays. 
Placement affects the thermal resistance and thermal loss between the 
object controlled and the sensors. Thermal transfer delays cause a hunt- 
ing-type oscillation that is common to servo applications. To limit this 
hunting error, very long integrator time constants are used. This 
matches the controller response with the thermal response. Further 
improvement is provided by using multiple sensors with appropriately 
weighted integrator summing resistors. In this way, the controller re- 
sponse can be tailored to a weighted average of the thermal responses of 
many points on the object controlled. 

For motor control a proportional controller can be made to supply a 
dither signal at equilibrium that avoids the delay and error introduced by 
motor-starting friction. In dc servo control a pulse width modulation 
commonly replaces a straightforward dc drive to improve power efficien- 
cy and to reduce power dissipation requirements on the controller ele- 
ments. However, such a controller can be formed with two operational 
amplifiers to provide moderately precise dc servo position control.° 

Unlike the elementary pulse width modulator which switches between 
two levels, the modulator required for dc servo control must switch be- 
tween three levels. The servo motor drive voltage must switch from 
zero to a positive level for one rotational direction, and must switch from 
zero to a negative level for the opposite rotation. This three-level, or 
ternary, control is illustrated in Fig.6.2la. Here the solid outlined wave- 
form is the equilibrium condition, with dither pulses in both directions. 
Due to this dither signal, the motor shaft is in continuous motion, chatter- 
ing about its. null position. With this continuous motion, the motor-start- 
ing friction does not interfere to prevent small signals from moving the 
shaft or to create response delay. Rotation of the motor shaft is produced 
by increasing the widths of pulses of one polarity and decreasing the 
widths of the others. The dashed lines represent the pulse width in- 
crease which produces one direction of rotation. Both the positive and 
negative pulse widths must be alternately variable from zero to 100 
percent. | : 

Basically, this control is provided in the manner represented by the 
block diagram circuit of Fig. 6.2la. At equilibrium the control signal Ic 
and feedback signal Ip cancel, and only the triangle wave i, exercises the 
window comparator. The bipolar output window comparator provides 
the required three output levels, positive, zero, and negative. To pro- 
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Fig. 6.21 (a) A three-level pulse width-modulated control signal with dither is derived 
with a triangle-wave generator and window comparator; (b) an operational amplifier 
realization simplifies the controller by preserving only those characteristics of the gener- 
ator and comparator which are important in the controller. 


vide dither pulses when exercised by i,, the comparator trip levels are set 
just below the peaks of the triangle wave. To produce a shaft-angle 
change, the control potentiometer Rc is varied, which adds a dc offset to 
the triangle-wave signal. The offset holds the triangle signal above one 
trip point for a greater time and moves it away from the other trip point. 
As a result, the pulses of one polarity increase in width and the others 
decrease. This unbalanced output signal drives the motor, from which a 
change in the feedback potentiometer Rr is derived. Rotation continues 
until the feedback signal again balances out the control signal. 

The typical triangle-wave generator and window comparator repre- 
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sented by the block diagrams are somewhat complex. However, each 
can be replaced by a simple operational amplifier circuit which preserves 
only those generator or comparator characteristics that are significant 
in the servo controller. Such a simplified controller is represented in Fig. 
6.21b, where A, is used for the triangle-wave generator and Ag is used 
for the comparator. Both amplifiers must have a high input resistance 
under input overload to avoid loading of surrounding elements. The 
triangle-wave generator is essentially that in Fig. 5.8. The triangle- 
wave nonlinearity makes the pulse width modulation nonlinear, but this 
error is removed by the null-seeking feedback loop. Similarly, the feed- 
back loop removes window comparator errors. Moderately stable trip 
points ensure dither signal control, but otherwise errors are negligible 
under feedback. With low comparator input current i, the diode bridge 
around Ag provides low impedance feedback to hold the amplifier output 
near zero. As signals raise the input current to the comparator above 
that which can be supplied by the diode bias, the output is driven away 
from ground level. A more detailed description of the comparator opera- 
tion is given with Fig. 4.3. 


6.3.3 An optimizing controller For many systems operation is de- 
sired at an arbitrary point that results in optimum performance rather 
than at a fixed setpoint. Electronic control for an optimum operating 
point can be achieved by sweeping the control variable and using feed- 
back to stop the sweep when the optimum is reached. This control 
operation is illustrated below for automatic receiver tuning. Tuning can 
be rapidly locked on narrowband signals in a broad frequency search 
band by electronically sweeping the tuned frequency until the AGC out- 
put reaches an adequate level. Such automatic tuning is provided by a 
feedback-controlled ramp generator, as shown in Fig. 6.22. The ramp 
generator is similar to the circuit of Fig. 5.17, and it uses an integrator 
and a comparator in a positive feedback loop to create a ramp oscillation. 
By using this ramp to drive a varactor tuning diode, the tuned frequency 
of the receiver is swept in search of a strong signal. To avoid forward- 
biasing the diode, the driving ramp is made zero-based. For this a zero- 
level comparator trip point is produced by using diode D, to disconnect 
the hysteresis feedback of the comparator on the negative swing. 
When the receiver detects a signal, the AGC output rises, and this out- 
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Fig. 6.22 Automatic receiver tuning is provided by a ramp generator with feed- 
back from the AGC output. 


put is fed back to control the ramp generator. At some positive level the 
AGC output cancels the negative integrator input signal supplied by the 
comparator, and integration stops. Then, the voltage on the tuning 
diode is held constant to lock tuning at the frequency of the detected 
signal. Since the integrator is in a feedback loop with the receiver, the 
integrator drift is compensated by the feedback. When higher-level sig- 
nals are being searched for, the level adjustment is set so that only high 
AGC levels will stop the sweep. For very low-level signals the frequency 
sweep could be stopped by a peak detector, giving fine tuning to the best 
reception point. To remove the frequency lock and advance in search of 
another signal, the switch shown is depressed. This charges C, through 
an integrator summing resistor and produces an equal increase in charge 
on Cg. By this increase the integrator output rises to detune the receiver 
and thereby remove the locking AGC feedback. The permissible sweep 
rate of the controller is limited by the responses of the I-F strip and the 
AGC circuit. If the controller sweep changes tuning before a detected 
signal can produce an AGC output, frequency lock will not occur. 
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6.4 Other Special-purpose Circuits 


Among the other circuits formed with operational amplifiers are audio 
and AGC circuits. For audio circuits operational amplifiers are well 
suited to the needs for stable, controllable gain and for an equalizing, 
variable-frequency response. High feedback-loop gain for precise AGC 
is also provided by operational amplifiers. Greatly improved response 
and linearity is achieved with phototransistor circuits by using opera- 
tional amplifiers to bias the transistors and to provide linearity com- 
pensation. 


6.4.1 Audio circuits | Operational amplifier circuits useful in audio ap- 
plications include the low-noise amplifier of Fig. 1.27, the power circuits 
of Sec. 2.2, the filters of Sec. 3.5, the AGC circuits of Sec. 6.4.2, and the 
response control circuits of this section. Using simple active filter tech- 
niques, operational amplifiers can provide the precise response shaping 
needed for equalization and the response adjustment desired for tone 
control. Frequency response equalization is required to compensate for 
the varying levels at which different frequencies are commercially 
recorded. 

A preamplifier designed for the standard RIAA equalization for rec- 
ords and the NAB equalization for tapes is shown in Fig. 6.28. The basic 
amplifier has a voltage gain of 60 dB as set by R; and Rg. Below 10 Hz 
the gain is rolled off by capacitor C;, which adds impedance in series 
with R;. At higher frequencies the switched feedback elements de- 
crease the gain. For the RIAA equalization a response pole is developed 
at 50 Hz by the shunting of C. and Cg on feedback resistor Rg. This 
shunting is interrupted by a response zero at 500 Hz produced by stop 
resistor Rg in series with Cg. Then, at 2 kHz, Cs creates a pole with this 
stop resistor to continue the gain rolloff. For the NAB equalization, Cy, 
creates a 50 Hz pole with Rg, and stop resistor Ry produces a response 
zero with Cy, at 3 kHz. | 

As long as the operational amplifier has an open-loop response signifi- 
cantly greater than the desired equalizing responses, performance is 
essentially determined by the feedback elements. Component toler- 
ances determine the accuracies of the response break points. Note that 
a polarized capacitor is shown for the large C; even though the signal on 
this capacitor is bipolar. This is possible for most preamplifier applica- 
tions, as the input voltage is well below the reverse voltage limitation of 
the capacitor. Alternately, the capacitor can be returned to the positive 
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Fig 6.23 Equalization responses for a preamplifier are readily tailored by choice of 
operational amplifier feedback elements. 


supply to avoid reversing the capacitor voltage. An input ground return 
resistor of 47 kO is shown, but this value may be altered to match the 
specific signal source used. 

Independent control of the high- and low-frequency gains of an audio | 
amplifier provides bass and treble adjustment. Once again, the desired 
response control can be achieved with simple feedback around an opera- 
tional amplifier, and one such tone-control amplifier is shown in Fig. 
6.24. Separate variable-feedback networks are connected for the two 
controls. At very low frequencies where all the capacitor impedances 
are high, the only effective feedback is the resistive portion of the bass 
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Fig. 6.24 Independent bass and treble tone control is 
achieved with separate feedback networks around an 
operational amplifier. 


control. Then, the circuit acts as a simple variable-gain amplifier with a 
gain range of +22 dB at the extremes of the bass region. The effect of 
the bass control potentiometer is bypassed by capacitors so that the gain 
is held at 0 dB at somewhat higher frequencies. 

At even higher frequencies the coupling capacitor of the treble control 
begins passing feedback signal to alter the high-frequency response. 
This treble feedback combines with that of the bass control, which con- 
sists simply of the 10 kO resistors at these frequencies. At the extremes 
of the treble control range the 1 kO, resistor is effectively in parallel with 
one or the other of the two 10 kO. resistors to again give a +22 dB con- | 
trol range. As either control is varied, its gain at the frequency extreme 
changes, but the response intercept with the 0 dB level remains fixed. 
For the connection shown the source resistance must be much less than 
10 kQ in order to not alter the tone control responses. Where a higher 
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source resistance is present, the signal can drive the noninverting input of 
the operational amplifier with the input terminal shown grounded. 
While this noninverting configuration makes the midband gain 2 rather 
than unity, it presents the high, common-mode input impedance to the 
signal source. With this high impedance a capacitive coupling with 
smaller capacitors can also be achieved. 


6.4.2 AGC circuits For amplitude stabilization under varying signal 
conditions an automatic gain control (AGC) is often applied. By means 
of feedback the gain of an amplifier is automatically controlled to main- 
tain a constant output signal level even though the input signal varies 
widely. To achieve feedback control of gain a voltage-controlled gain 
element is needed. This control is provided by the voltage-controlled 
resistance of FETs and by an analog multiplier in the circuits described 
below. Other AGC circuits are included with the sine-wave generators 
of Sec. 5.1. 

While an FET is a simple gain-control element, its resistance is modu-: 
lated by the signal voltage on that resistance, and this modulation effect 
introduces distortion. In addition, a large, bipolar signal on a junction 
FET can forward-bias the junction to produce a drastic resistance change. 
To avoid these distortion effects and still permit large-signal swings, the 
FET is connected as the grounded element of a T network® in Fig. 6.25. 
The gain of the resulting circuit is most sensitive to modulation of the 
FET resistance when the resistance is low. With the T network the mod- 
ulation effect is the lowest then, since the portion of the signal supported 
by the low FET resistance is small. At its higher resistance levels the 
FET supports a larger signal, but the divider action of Rg and Rg limits 
this signal to a level that does not forward-bias the gate. 

Through the variable resistance of the FET, the gain of the amplifier of 
Fig. 6.25 is controlled to maintain a nearly constant average output level. 
As the FET resistance varies from a minimum of ron to a maximum of 
Torr, the gain ranges over 


_ Rot Rs 
Ry 


Ro + Reg RoRg 
>A >-—- = - 
a2 Ry ronRy 

where rorr 1s assumed to be negligibly large. A gain range of 40 dB is 
attainable. To control this gain the output amplitude is detected by the 
diodes shown, and the detected signal is averaged by a capacitor for sus- 
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Fig. 6.25 AGC control with an FET has greatly reduced distortion when 


the FET is connected in a T network to reduce the signal swing on the 
FET. 


tained gate bias. If the amplitude falls below the detector level, no gate 
bias is developed, and the FET assumes its minimum resistance. This in. 
turn raises the gain to restore the output amplitude. Increased ampli- 
tude is detected and results in a gate bias that increases resistance until 
equilibrium is reached. At equilibrium the FET resistance, amplifier 
gain, output amplitude, and gate bias are at mutually compatible levels. 

While the zener diode is the major determinant of the equilibrium 
amplitude, the FET and its bias also have effects. The output amplitude 
needed to produce the gate bias varies with the input signal. A change 
in this bias is needed to adjust gain when the input signal varies. As a 
result, the amplitude of the output still varies with that of the input, but 
this variation is greatly reduced by the AGC feedback. Another ampli- 
tude variation results from changes in signal frequency. This is due to 
the associated change in ripple voltage on the filter capacitor. 

Greater amplitude stability can be achieved with an AGC circuit that 
has a more ideal detector diode and that has gain in the control feedback. 
With an ideal diode no signal would be lost in supporting a diode voltage 
drop, and so very small amplitudes could be detected. Gain is needed to 
reduce the signal swing required to develop the AGC feedback signal. 
These improvements are shown with a basic AGC amplifier in Fig. 6.26. 
In this circuit the amplifier formed with A; receives control feedback 
from an integrating absolute-value circuit.” From the precision rectifica- 
tion a near-ideal detection is achieved, and the high gain of the integrator 
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develops the bias for the AGC FET from only a very small portion of the 
output signal. In addition, the integrator provides the filtering needed to 
sustain the AGC bias between signal peaks. 

Operation of the absolute-value circuit is similar to that of Fig. 4.10 
except for the integrating operation. As before, the signals summed at 
the input of As have a constant polarity sum. The difference between 
this sum and the reference Eg is the signal integrated, and the average of 
this difference produces a change in the integrator output to adjust gain. 
The gain adjustment will be in a direction which will reduce the average 
of this difference signal to zero. At this point equilibrium exists, and the 
integrator holds the FET bias at a fixed level. Equilibrium exists when 
the average of the output signal magnitude equals the reference, as 
expressed. by 


|Eo| avg — ER 


To reduce the distortion introduced by AGC, the gain control element 
can be made an analog multiplier rather than an FET. This avoids the 
distortion introduced by signal modulation of the FET resistance and 
results in a distortion level determined primarily by the linearity of the 
multiplier. For this approach the amplitude detection and feedback- 
control voltage can be provided by the integrating absolute-value circuit 


Fig. 6.26 An integrating precision rectifier removes detector and feedback errors from 
AGC. 
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Fig.6.27. AGC with an analog multiplier can be achieved with feedback through an in- 
tegrating absolute-value circuit. 


of the last figure. The resulting circuit combination is shown in Fig. 
6.27. Once again, the precision rectification provides near-ideal ampli- 
tude detection without voltage loss for diode drops, and the integration 
develops a feedback voltage that stabilizes when the average of the rec- 
tified signal equals the reference voltage Er. The integrator output 
determines a multiplier input voltage to set the gain by which the input 
signal is multiplied. As before, the feedback stabilizes the average amp- 
litude at a level that equals the reference voltage, or 


|eo| avg = ER 
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GLOSSARY 


Absolute-value Circuit A circuit that produces a unipolar output signal equal to 
the magnitude or absolute value of a bipolar input signal. 

Acquisition Time The transition time required by a sample-hold circuit to 
switch from the HOLD mode to the SAMPLE mode. 

Aperture Time The transition time required by a sample-hold circuit to switch 
from the SAMPLE mode to the HOLD mode. 

Bandwidth See Unity-gain Bandwidth; Full-power Response. 

Bias Current See Input Bias Current. 

Bode Diagram A straight-line approximation to a gain-magnitude- or phase- 
response curve. 

Breakpoint <A point at which a Bode diagram changes slope due to a response 
pole or zero at that frequency. 

Broadbanding A phase compensation technique in which the compensation 
applied to an amplifier is reduced for broader bandwidths at higher closed-loop 
gain levels. 

Charge Amplifier An amplifier that produces an output voltage proportional to 
the charge supplied to its input. 

Chopper-stabilized Amplifier An amplifier stabilized against dc drift by chop- 
ping the input signal to form an ac waveform that can be coupled through dc 
isolating capacitors to an amplifier and later demodulated. 
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Common-mode Input Capacitance, Cig, The effective capacitance between 
either input of an operational amplifier and the common. 

Common-mode Input Resistance, Rigm The effective resistance between either 
input of an operational amplifier and the common. 

Common-mode Voltage The average of the two voltages applied to differential 
amplifier inputs. 

Common-mode Rejection Ratio (CMRR) The ratio of the differential voltage 
gain of an amplifier to its common-mode voltage gain. 

Comparator A differential input amplifier used to compare the voltage levels at 
its two inputs and having high gain so that only small voltage differences are 
needed to switch the output voltage from one polarity to the other. 

Current Limiting A means for limiting the output current supplied by an ampli- 
fier for protection purposes. 

Difference Amplifier An operational amplifier with a feedback configuration 
that results in an output voltage proportional to the difference of two input 
voltages. 

Differential Input Amplifier An amplifier which has two inputs of opposite gain 
polarity with respect to the output. 

Differential Input Capacitance, Cy; The effective capacitance between the two 
inputs of an operational amplifier when operated open loop. 

Differential Input Resistance, Ry_ The effective resistance between the two in- 
puts of an operational amplifier when operated open loop. 

Differential Output Amplifier An amplifier which has two outputs of opposite 
gain polarity with respect to a given input. 

Differentiator An operational amplifier with a feedback configuration that 
results in an output signal proportional to the time derivative of the input 
signal. 

Drift See Input Bias Current Drift; Input Offset Current Drift; Input Offset 
Voltage Drift. 

Feedback The return of a portion of the output signal from a device to the input 
of the device. | 

Feedback Factor, B That fraction of an output signal fed back to the input. 

Feedforward An amplifier phase compensation technique in which high-fre- 
quency signals are fed forward around the low-frequency portion of the 
amplifier. : 

Full-power Response, {, The maximum frequency at which an operational 
amplifier can supply its rated output voltage and current without significant 
distortion. 

Function Generator A circuit that produces an output signal voltage related to 
an input signal by some specific or adjustable function. 

Frequency Compensation See Phase Compensation. 

Frequency Response See Unity-gain Bandwidth; Full-power Response. 

Gain See Open-loop Gain; Loop Gain. 

Gain Error The difference between the actual closed-loop gain of an operational 
amplifier with feedback and that predicted by the ideal gain expression. 

Guarding See Input Guarding. 
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Hysteresis The transfer response lag of comparators controlled by positive 
feedback and resulting in different trip points for the two directions of output 
transition. 

Input Bias Current, 1g The dc biasing current required at each input of an oper- 
ational amplifier to provide zero output voltage when the signal and input off- 
set voltages are zero. 

Input Bias Current Drift The rate of change of input bias current with tempera 
ture or time. 

Input Capacitance See Common-mode Input Capacitance; Differential Input 
Capacitance. 

Input Guarding Use of an input shield that is sometimes driven to follow the 
voltage level of the input signal and, thereby, remove leakage and loss-inducing 
voltage differences between the input path and surrounding stray conduction 
paths. 

Input Noise Current, i, The equivalent input noise current at each input of an 
operational amplifier which would reproduce the output noise if the various 
sources of amplifier current noise were set to zero and if the input noise voltage 
were Zero. 

Input Noise Voltage, e, The equivalent differential input noise voltage of an 
operational amplifier which would reproduce the output noise if the various 
sources of amplifier voltage noise were set to zero and if the input noise current 
were zero. 

Input Offset Current, I95 The difference between the two input bias currents of 
a differential input operational amplifier. 

Input Offset Current Drift The rate of change of input offset current with tem- 
perature or time. 

Input Offset Voltage, Vos The dc input voltage required to provide zero voltage 
at the output of an operational amplifier when the input bias current is zero. 
Input Offset Voltage Drift The rate of change of input offset voltage with tem- 

perature or time. 

Input Protection Protection of the input of a device from damage due to the 
application of excessive input voltage. 

Input Resistance See Common-mode Input Resistance; Differential Input 
Resistance. 

Instrumentation Amplifier A direct-coupled, differential input amplifier with 
internal feedback committed for voltage gain. 

Integrator An operational amplifier with a feedback configuration that results 
in an output signal proportional to the time integral of the input signal. 

Integrator Reset Charging the integrator capacitor to a specific dc level to estab- 
lish the initial condition of the integration. 

Inverting Amplifier An operational amplifier with a feedback configuration that 
results in negative voltage gain and, thereby, inversion of the signal polarity. 

Isolation Amplifier An amplifier with high-impedance, high-voltage isolation 
between input and output commons. 

Logarithmic Amplifier An amplifier which develops an output voltage that is 
proportional to the logarithm of the input signal. 
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Loop Gain, AB The gain around a feedback loop formed by an amplifier and its 
feedback network. 

Noise See Input Noise Current; Input Noise Voltage. 

Noninverting Amplifier An operational amplifier with feedback connected for 
positive voltage gain, which thereby does not invert the signal polarity. 

Offset Current See Input Offset Current. | 

Offset Voltage See Input Offset Voltage. 

Open-loop Gain, A. The ratio of the output signal voltage of an operational 
amplifier to the associated input signal voltage when the feedback loop is open- 
circuited. 

Operational Amplifier A high-gain dc voltage amplifier which has high input 
impedance and low output impedance and is capable of developing bipolar 
output signals from bipolar input signals. 

Output Protection Protection of the output of a device from overloads, as com- 
monly provided by output current limiting for an operational amplifier. 

Overload Recovery Time The time required for the output of an operational 
amplifier to return from saturation to linear operation following the removal of 
an input overdrive signal. 

Phase Compensation Frequency response tailoring for stability of a feedback 
system through addition of response poles and zeroes that reduce high-frequen- 
cy phase shift. 

Phase Margin, ¢m The margin by which phase shift around a feedback loop is 
less than 860° at the unity-loop-gain frequency. Sometimes defined as the 
margin by which the phase lag of a feedback amplifier is less than 180 °, for the 
negative feedback accounts for the other 180 ° of phase shift. 

Power Booster A buffer amplifier with high current gain and typically unity 
voltage gain, used to boost the output power from an operational amplifier. 

Precision Rectifier See Absolute-value Circuit. 

RMS Converter A circuit that develops a dc output voltage equal in rms value to 
an input signal of arbitrary waveform. 

Sample-hold Circuit A device whose output follows an input signal and then 
holds the instantaneous value of the signal that existed when the HOLD com- 
mand signal was applied. 

Settling Time, t, The time required for output voltage to settle to within a 
specified percentage of its final value following a step input. 

Signal Conditioner A device that conditions or modifies a signal so as to alter the 
relationship of the signal with respect to time, frequency, or other signals. 

Signal Processor A device that acts on or converts signals by analyzing, routing, 
rectifying, sampling, etc. 

Single-ended Characterized by a single input or outpal rather than by the two 
of a differential input or output. 

Slewing Rate, S, The maximum rate of change of an output voltage when sup- 
plying the rated output. 

Summing Junction The junction of the feedback and input resistors of a feed- 
back network at which the signal currents from input resistors are summed. 
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Unity-gain Bandwidth, {. The frequency at which the open-loop gain of an 
operational amplifier crosses unity. 

Varactor Amplifier A modulated-carrier dc amplifier using the capacitance 
modulation of varactor diodes in response to low-frequency signals to transmit 
the signal for ac rather than dc amplification. 

Virtual Ground A characteristic of the summing junction of an inverting con- 
nected operational amplifier, which resides virtually at ground potential since 
the very high open-loop gain of the amplifier requires only small summing 
junction signals to develop the output signal. 

Voltage Follower The short-circuit feedback connection of an operational am- 
plifier which results in an output signal that follows the voltage at the nonin- 
verting amplifier input. 

Window Comparator A comparator that detect levels within a set range or 
window rather than simply distinguishing between levels above and below a 
set point. 
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Absolute-value circuits, 119-1382, 221 
integrating, 218-219 
precision, 120-125 
simplified, 124-129 
speed improvements, 129-182 
Ac performance, preserving, 14-25 
Acquisition time, 136, 221 
Active filters, 72-78, 102-108, 
214-217 
offsetless, 106-108 
tunable, 102-106, 214-217 
AGC (automatic gain control) circuits, 
146-147, 1538-154, 217-220 
Ammeter, 199-200 
Amplitude modulators, 151, 153-154, 
162, 176-177 
Analog gate, 115-117 
Antilog amplifier, 95-96 
Aperature time, 186, 221 
Audio circuits, 49-50, 214-217 
response equalizer, 214-215 
tone control, 215-217 
[See also AGC (automatic gain 
control) circuits; Power 
boosters | 
Automatic gain control [see AGC 
(automatic gain control) circuits] 
Automatic tuning, 212-2138 


Bandwidth (see Full-power response; 
Unity-gain bandwidth) 

Bass and treble control, 215-217 

Beta measurement, 184-185 

Bias current (see Input bias current) 

Bode diagram, 221 

Bootstrapping, 38-40, 61, 88, 92 


Breakdown voltage measurement, 
186-188 

Breakpoint, 221 

Broadbanding, 15-16, 129-1380, 221 

Buffering, input, 36-38, 53-54 

Bulk resistance error, 95-96 


Capacitance loading, 16-17, 20 
Cascode bias, 24, 84-85 
Charge amplifier, 203, 221 
Chopper-stabilized amplifier, 221 
Clamping amplifiers, 118-119 
Common-mode rejection, 71, 76, 222 

improvements, 40-41, 57-61, 63 
Common-mode voltage, 61, 68, 222 
Comparators, 109-114, 222 

input protection of, 30-31 

slope, 111-112 

window, 112-114 
Controllers, 205-218 

on-off, 205-207 

optimizing, 212-218 

proportional, 207-213 
Crystal controlled oscillator, 147-148 
Current boosters, 42-46, 85-86 
Current limiting, 31-38, 42-48, 222 
Current measurement, 188-189, 

199-200 

Current rectifiers, 127-129 
Current sources, 78-94 

bipolar: for floating load, 89-92 

for grounded load, 92-94, 190 
unipolar, 66-67, 79-89 


Dc performance, preserving, 1-14 
Difference amplifier, 11, 52-58, 222 — 
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Differential amplifiers, 51-58, 222 
(See also Instrumentation ampli- 
fiers) 
Differential output amplifiers, 50-53, 
222 
Differentiators, 76-78, 104-105, 222 
noise of, 77-78 
Digital-to-analog converter, 87, 116, 
182, 204 
Dither control, 210-212 
Dividers, 97-102 
Drift, 222 
due to current unbalance, 5-7 
due to offset null, 3-7 
of dynamic emitter resistance, 8 
of input bias current, 12-13 
Droop, 188, 186-137 
Duty cycle control, 164-165, 180- 
182, 208-212 


Equalizer, 214-215 

Equilibrium sustaining control, 
208-210 

Exponent control, 162-163 


Fault protection (see Overload 
protection) 
Feedback, 222 
linearization, 68, 65, 98-100, 
141-142 
Feedback factor, 222 
Feedforward, 222 
Filters (see Active filters) | 
Frequency compensation (see 
Phase compensation) 
Frequency modulators, 103-106, 
150-151, 161, 177-180 
Frequency-to-dc converter, 200-201 
Full-power response, 18, 222 
Function generator, 222 


Gain: 
control, 55, 61-68 


Gain (Cont.): 

loop, 15-17, 224 

open-loop, 224 

transistor, 184-186 
Gating amplifier, 115-117 
Guarding, 88 

input (see Input guarding) 


hoe measurement, 189-191 
Heater control, 205-210 

Hi-fi circuits, 49-50, 214-217 
Hysteresis, 110, 205, 223 


Input bias current, 12-138, 223 
error compensation, 12, 1385-186 
thermal drift, 12-13 

Input buffering, 836-88, 53-54 

Input capacitance: 
common-mode, 222 
differential, 21-24, 222 
neutralization, 389-40 
significance of, 21-24 
(See also Input impedance) 

Input current behavior, 12-14 

Input guarding, 228 
instrumentation amplifier, 57-59 
operational amplifier, 14 

Input impedance, 23-24, 35-36 
bootstrapping, 38-40, 61, 88, 92 
buffering, 86-38, 53-54 
under input overload, 30-31 
inverting amplifier, 36 
isolation boosting, 40-42, 59-60, 

63-68 
noninverting amplifier, 37 
(See also Input capacitance) 

Input noise: 
comparisons, 25-26 
operational amplifier, 25, 223 
performance optimization, 25-28 
transistor, measurement of, 

192-194 

Input offset current, 223 

thermal drift, 18-14 


Input offset voltage, 223 
thermal transient response of, 2-3 
Input offset voltage null, 3-12 
for an active filter, 106-108 
for a difference amplifier, 11 
drift effects of, 3-7 
without drift effects, 6-12 
for the general case, 8, 12 
for an inverting amplifier, 9 
for a noninverting amplifier, 9-10 
for a voltage follower, 9-10 
Input protection, 29-31, 223 
Input resistance, 222 
(See also Input impedance) 
Instrumentation amplifiers, 53-68, 
223 
CMR boosting, 59-61 
gain control, 55, 61-68 
input guarding, 57-59 
simplified, 58-57 
Integrators, 71-78, 104, 106, 107, 
223 
reset of, 73-76, 183-134, 166-167 
Inverting amplifier, 9, 86, 228 
Isolation amplifiers, 40-42, 63-68, 
2238 
feedback linearized configurations, 
63-67 
modulated carrier configurations, 
67-68 


Leakage current measurement, 188- 
189 
Leakage decoupling, 118-119, 183- 
135 
LEDs (light-emitting diodes): 
biasing of, 64-65 
in isolation amplifiers, 65-67 
Limiters, 111, 118-119, 146 
Logarithmic amplifiers, 94-97, 223 
error reduction, 95 
multiplier, 100-102 
speed improvement, 96-97 
Loop gain, 15-17, 224 


Index 231 


Matching, transistor: analysis of, 5-7, 
45 
measurement of, 195-197 
Measurement circuits, 198-205 
frequency and phase, 200-203 
kilovolt-level voltage, 203-204 
meter, 198-200 
switching threshold, 204-205 
Meter circuits, 198-200 
Modulators, 103-106, 150-154, 
161-162, 175-182 
amplitude, 151, 153-154, 162, 
176-177 
frequency, 103-106, 150-151, 161, 
177-180 
pulse width, 180-182, 208-212 
Motor controller, 210-212 
Multiplexers, 114-117 
Multiplier/dividers, 97-102 
using FETs, 99-100 
using logarithmic amplifiers, 100- 
102 
using photoresistors, 97-99 
Multivibrators, 154-175 
astable signal generators, 154-171 
monostable, 171-175 


NAB equalizer, 214-215 
Neutralization, 39-40 
Noise: 
differentiator, 77-78 
operational amplifier, 25-28 
transistor, 192-194 
(See also Input noise; Signal-to- 
noise ratio) 
Noise figure, 26-28 
Noninverting amplifier, 9-10, 37, 224 
Null techniques (see Input offset 
voltage null) 


Offset current, 13-14, 228 
Offset voltage, 228 

Open-loop gain, 224 
Optimizing controller, 212-213 


232s Index 


Oscillators (see Ramp and pulse gen- 
erators; Sine-wave generators; 
Square- and triangle-wave gen- 
erators) 

Output boosters, 42-53 

current, 42-46, 85-86 
power, 49-50 
voltage, 40-41, 46-48, 50-53, 
187-188 
Output protection, 31-34, 224 
from current overload, 31-38 
from voltage overload, 33-34 

Output resistance measurement, 
transistor, 189-192 

Overload protection, 28-34, 114 

for input faults, 29-31 

for output faults, 31-84, 42-43 

for supply faults, 28-29 
Overload recovery time, 19, 224 


Peak detectors, 182-139 
Phase compensation, 224 
of absolute value circuits, 129-1380 
broadbanding, 15-16 
for capacitive loading, 16-17 
of current sources, 81 
guidelines, 15-16 
of logarithmic amplifiers, 96-97 
Phase margin, 15, 224 
Phase-shift oscillator, 149-150, 177- 
178 
Phase shifters, 102-108, 149-150 
Phase-to-dc converter, 202-2038 
Pinchoff voltage measurement, 194- 
195 
Power boosters, 42-50, 224 
Precision gate, 115-117 
Precision rectifiers (see Absolute- 
value circuits) 
Proportional controllers, 207-213 
Pulse generators, 163-169, 178 
(See also Ramp and pulse gen- 
| erators) 
Pulse width modulators, 180-182, 
208-212 


Quadrature oscillator, 150-151, 158 
154. 176, 178 ? 


Ramp and pulse generators, 163-171, 
178 
simplified, 164-168 
with two operational amplifiers, 
168-17] 
Recovery time: 
multivibrator, 173-174 
operational amplifier, 19, 224 
Rectifiers (see Absolute value circuits) 
Regulator, voltage, 47-48 
Reset, integrator, 73-76, 1383-134, 
166-167 
Response characteristics, 17-21 
RIAA equalizer, 214-215 
RMS-to-dc converters, 189-148, 224 
computing, 139-140 
thermal, 141-148 


Sample-hold circuit, 132-189, 224 
accuracy improvements, 1382-136 
acquisition time, 136, 221 
aperature time, 136, 221 
speed improvements, 136-139 

Sawtooth generators, 163-171 

Servo controller, 210-212 

Settling time, 19-20, 138, 224 

Short-circuit protection, 31-34 

Signal conditioning circuits, 70-108 

Signal generators, 144-182 

Signal processors, 109-143 

Signal-to-noise ratio, 25-26 

Sine-wave generators, 144-154 
variable amplitude, 151-154 
variable frequency, 148-151, 

177-178 
Wien-bridge, 145-148 

Single-ended, 224 
voltage follower, 41-42 

Slewing rate, 18, 20, 224 


Square- and triangle-wave generators, 
154-1638 

simplified, 155-158 

variable, 158-163, 176-180 
Square-to-sine-wave converter, 152 
Staircase generator, 169-171 
Summing junction, 224 
Sweep testing, 198, 212, 2138 
Symmetry control, 159 
Synchronized oscillator, 157-158 


T feedback, 36-87, 97, 217 
Thermal feedback, 3, 50, 141 
Thermal transient response, 2-3 
Threshold measurement, 204-205 
Timing circuits, 1638, 171-175 
Transconductance measurement, 
185-186 
Transient protection (see Overload 
protection) 
Transistor test circuits, 183-198 
beta, 184-185 
breakdown voltages, 186-188 
gain measurement, 184-186 
leakage current, 188-189 
matching, 195-196 
noise measurement, 192-194 
output resistance, 189-192 
pinchoff voltage, 194-195 
sweep testing, 198 
transconductance, 185-186 
Triangle-wave generators (see Square- 
and triangle-wave generators) 
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Tuning, automatic, 212-2138 


Unity-gain bandwidth, 18, 225 


Varactor amplifier, 225 
Virtual ground, 225 
Voltage boosters, 40-41, 46-48, 50- 
58, 187-188 
Voltage follower, 225 
for high voltage, 40-41 
inverting amplifier form, 41-42 
offset null, 9-10 
Voltage regulator, 47-48 
Voltage-to-current converters (see 
Current sources) 
Voltage-to-frequency converters, 150- 
151, 161, 177-180 
Voltmeters, 198-199, 208-204 


Warm-up drift, 2 

Waveform generators (see Ramp and 
pulse generators; Sine-wave gen- 
erators; Square- and triangle- 
wave generators) 

Wien-bridge oscillators, 145-148 

Window comparators, 112-114, 225 


Zero temperature coefficient bias 
measurement, 197 


